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PUBLICATIONS I d 
ABSTRACT 
WARREN THOMAS CORNS 
NEW APPROACHES TO AUTOMATED ANALYTICAL INSTRUMENTATION 
The development, o p t i m i s a t i o n and assessment of n o v e l automated 
a n a l y t i c a l equipment f o r c o l d vapour/hydride g e n e r a t i o n i s 
d e s c r i b e d . 
V a r i o u s d e s i g n s of g a s - l i q u i d s e p a r a t o r s (GLS) were i n v e s t i g a t e d 
f o r continuous flow h y d r i d e g e n e r a t i o n , i n c l u d i n g a g l a s s 'U' 
tube GLS, a s i l i c o n e rubber membrane GLS and a microporous 
p o l y t e t r a f l u o r o e t h y l e n e membrane GLS. Sub p a r t s p e r b i l l i o n 
d e t e c t i o n l i m i t s (3a) were obtained f o r each type of s e p a r a t o r 
u s i n g AAS and ICP-MS d e t e c t i o n systems. S p e c t r a l o v e r l a p of 
ArCl* causes problems i n the d e t e r m i n a t i o n of As and Se by ICP-MS 
when samples c o n t a i n s u b s t a n t i a l amounts of c h l o r i d e . Membrane 
g a s - l i q u i d s e p a r a t i o n produces d r y gaseous streams uncontaminated 
w i t h c h l o r i d e , thereby e l i m i n a t i n g ArCl* formation. 
Automated continuous flow and flow i n j e c t i o n c o l d vapour 
g e n e r a t i o n coupled to AFS f o r mercury d e t e r m i n a t i o n i s d e s c r i b e d . 
The continuous flow approach was most s e n s i t i v e w i t h a d e t e c t i o n 
l i m i t (3a) of 3 ng 1" . The e f f e c t s of m o i s t u r e c a r r y - o v e r on 
t h i s technique was i n v e s t i g a t e d and a nov e l d e s o l v a t i o n method, 
u t i l i s i n g a Nafion hygroscopic membrane, d i s c u s s e d . An automated 
p r e c o n c e n t r a t i o n system f o r the d e t e r m i n a t i o n of mercury i n 
gaseous samples u s i n g an a b s o l u t e c a l i b r a t i o n procedure i s a l s o 
d e s c r i b e d . 
A novel atomic f l u o r e s c e n c e spectrometer coupled t o continuous 
flow h y d r i d e g e n e r a t i o n i s r e p o r t e d . T h i s c o n s i s t e d o f a boosted 
d i s c h a r g e hollow cathode lamp, an i n t e r f e r e n c e f i l t e r , a 
c o l l e c t i o n of l e n s e s , a hydrogen d i f f u s i o n flame and a s o l a r -
b l i n d p h o t o m u l t i p l i e r tube. The atom c e l l d e s i g n i s unique s i n c e 
the f u e l gas, hydrogen, i s c o n t i n u o u s l y s u p p l i e d from the h y d r i d e 
g e n e r a t i o n r e a c t i o n . L i m i t s of d e t e c t i o n (3a) of 0.1 \ig 1"^  and 
0.05 \iq 1"^  were obtained f o r a r s e n i c and s e l e n i u m r e s p e c t i v e l y . 
Other h y d r i d e forming elements can be determined u s i n g t h e S c u n e 
apparatus by changing the lamp and i n t e r f e r e n c e f i l t e r . 
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Figure 5.20 - Emission spectra of the hydrogen d i f f u s i o n flame 
between 295 and 330 nm 
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The demand for larger numbers of chemical measurements with 
greater speed, s e n s i t i v i t y and lower cost i n a wide range of 
i n d u s t r i a l , c l i n i c a l and other applications has led, i n recent 
years, to the design of a wide v a r i e t y of automated a n a l y t i c a l 
equipment. This equipment i s i n c r e a s i n g l y becoming a v a i l a b l e 
commercially, but due to the complexity and s p e c i f i c i t y of 
c e r t a i n applications, the equipment i s often designed and b u i l t 
i n house. With the rapid developments made i n e l e c t r o n i c s , 
equipment i s becoming i n c r e a s i n g l y microprocessor controlled and 
more rec e n t l y r o b o t i c a l l y controlled. 
1.1.1. Defin i t i o n of Automation 
The I n t e r n a t i o n a l Union of Pure and Applied Chemistry (lUPAC) 
d e f i n i t i o n of automation states "automation i s the use of 
combinations of mechanical devices to replace, r e f i n e , extend or 
supplement human e f f o r t and f a c i l i t i e s i n the performance of a 
given process, i n which at l e a s t one major operation i s 
controlled, without human intervention, by a feedback system". 
This should not be confused with mechanisation which i s defined 
as "the use of mechanical devices to replace, r e f i n e , extend or 
supplement human e f f o r t " . Foreman and Stockwell (1) have 
described automation as a term which includes those developments 
which minimise human intervention i n chemical a n a l y s i s and thus 
releases the analyst for more demanding t a s k s , with an 
improvement i n the e f f i c i e n c y of the a n a l y t i c a l process. I t i s 
t h i s l a t t e r d e f i n i t i o n which has been adopted for t h i s t h e s i s on 
"New approaches to automated a n a l y t i c a l instrumentation". 
1.1.2. The Drive Behind Automation 
The drive behind automation began i n the l a t e 1 9 5 0 ' s when a i r -
segmented continuous flow was introduced by Technicon ( 2 ) . This 
approach dominated laboratory automation for many years. The 
main reason for automating an a n a l y t i c a l process has always been 
and always w i l l be rela t e d to economic considerations. Foreman 
and Stockwell ( 1 ) have expressed a l g e b r a i c a l l y the ba s i c costs 
of performing both manual and automated a n a l y s i s . They expressed 
the cost of manual a n a l y s i s (CMAW) as: 
= FHAN (TA, + TpAp + T ^ + T,A,) { 1 } 
where T^, Tp, T^ and T^  represent the time taken f or sampling, 
pretreatment, measurement and c a l c u l a t i o n of the r e s u l t 
r e s p e c t i v e l y . The corresponding 'A' facto r s represent the 
proportion of the operators time for each stage of the a n a l y s i s . 
Therefore time consuming operations such as drying or ashing 
would have large 'A* values. *F' i s a t a r i f f f a c t o r which 
converts time into money. The cost of the same a n a l y s i s using 
f u l l y automated procedures (CAUTO) can be expressed a s : 
•AUTO FAUTO (TAUTO AAUTO TiiAlNT •'WlHT) { 2 } 
where T^ uro and TMAINT are the times for automatic a n a l y s i s and 
maintenance of the equipment r e s p e c t i v e l y . A^UTO and AMATWT 
represent the amount of a c t i v i t y or involvement of the operator 
for a n a l y s i s and maintenance r e s p e c t i v e l y . By consideration of 
the terms within equations {1} and {2} i t i s a l s o p o s s i b l e to 
represent a l g e b r a i c a l l y serai-automated systems. Although these 
expressions are only approximate they allow one to a s s e s s whether 
or not the introduction of automation for a p a r t i c u l a r 
application i s cost e f f e c t i v e . 
The drive behind automation stems from two sources: the 
laboratory chemist and h i s management. Each have t h e i r own 
requirements, and these are often c o n f l i c t i n g . Additional 
requirements are a l s o set by government regulations, which often 
complicate the i s s u e . 
1.1.3. Advantages and Limitations of Automated A n a l y s i s 
One of the major economic advantages offered by the introduction 
of t o t a l l y automated systems i s the c a p a b i l i t y of equipment to 
be operational during non-working hours. This requires a high 
order of r e l i a b i l i t y and safety. Most f u l l y automated systems 
possess shut down procedures, for use when major deviations i n 
instrument performance occur. Minor deviations are more 
d i f f i c u l t to detect and often go unnoticed. Automated systems 
not only increase sample throughput, but a l s o o f f e r a more 
e f f e c t i v e d i v i s i o n of labour throughout the laboratory, reducing 
the need for people to do routine r e p e t i t i v e tasks and freeing 
them for more i n t e r e s t i n g work ( 3 ) . Rosenbrock (4) has a 
s l i g h t l y d i f f e r e n t view i n respect of the s o c i a l i m p l i c a t i o n s of 
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automation and mechanisation. He beli e v e s that i n t e l l i g e n t 
machines i n some instances may replace s k i l l e d workers, demoting 
them to do u n s k i l l e d work, consequently r e t i r i n g those o r i g i n a l l y 
doing the u n s k i l l e d work. He a l s o s t r e s s e d the importance of the 
r e a l i s a t i o n that the a b i l i t i e s of machines and people are 
d i f f e r e n t , and complementary, and that the designer of the 
automated system should consider these d i f f e r e n t q u a l i t i e s . 
Apart from the economic be n e f i t s , automation a l s o o f f e r s 
s c i e n t i f i c advantages. One of these being the improved p r e c i s i o n 
obtained for the a n a l y s i s of large batches of samples, from the 
elimination of human error and fatigue. Applications which 
involve accurately timed reaction sequences a l s o become more 
reproducible when automated. The p o s s i b i l i t y of performing 
automatic a n a l y s i s i n closed systems, e s p e c i a l l y f or materials 
which are t o x i c or unstable i n a i r i s a l s o of considerable 
importance for c e r t a i n applications, such as those involving 
r a d i o a c t i v i t y . 
Limitations of automation a l s o e x i s t , most automated a n a l y t i c a l 
equipment i s designed i n most instances to process batches of 
samples of s i m i l a r composition. Samples with varying 
concentration and matrix composition may a f f e c t the measurement 
device, thereby giving inaccurate r e s u l t s . This s i t u a t i o n i s 
more l i k e l y to occur i n industry, where samples may have a 
v a r i e t y of sources, compared to say c l i n i c a l samples such as 
blood and urine which have s i m i l a r compositions. This problem 
can be overcome by the s k i l l of the a n a l y t i c a l chemist by 
devising new methods of a n a l y s i s . In designing an automated 
system the hardware a v a i l a b l e may cause r e s t r a i n t s on the 
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materials used i n construction, the engineer's r o l e i n the 
development of automated a n a l y t i c a l equipment i s therefore v i t a l . 
Further l i m i t a t i o n s a r i s e when junior s t a f f of li m i t e d experience 
and q u a l i f i c a t i o n s operate automated equipment. This arrangement 
i s common p r a c t i c e and normally very s u c c e s s f u l , however, any 
minor deviation i n instrument performance may be unnoticed by 
inexperienced s t a f f . There i s a l s o a human element that one must 
consider when introducing new automated a n a l y t i c a l equipment int o 
the laboratory, i n that, the new user w i l l often t r y to undermine 
the performance of the instrument i n an attempt to prove that the 
analyst can perform a more e f f i c i e n t job. 
1.1.4. Approaches Available for Automation 
Generally speaking, there are two approaches one can adopt for 
the automation of an a n a l y t i c a l technique. These approaches may 
be broadly c l a s s i f i e d into: continuous flow or discrete/batch 
operation. Almost always these approaches have been used 
e x c l u s i v e l y of each other and o c c a s i o n a l l y the two approaches 
have been combined. More recently c e n t r i f u g a l and flow i n j e c t i o n 
methods have been u t i l i s e d . 
The d i s c r e t e methodology maintains the sample as a separate 
e n t i t y throughout a l l stages of the a n a l y s i s . Treated samples 
are presented to the detector i n turn, u s u a l l y v i a mechanical 
transportation or c o l l e c t i o n from a turntable. Continuous flow 
procedures involve introducing samples into a flowing stream, 
with reagent additions being made by merging sample and reagent 
streams. Background and Scunple are monitored and a f t e r passing 
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through the d e t e c t o r , the sample goes to waste. 
Although d i s c r e t e systems have h i g h e r sample throughput than 
continuous flow, they a r e normally more e x p e n s i v e and d i f f i c u l t 
to develop, s i n c e they i n v o l v e a high degree of m e c h a n i s a t i o n . 
T h i s means they a r e more s u i t a b l e f o r l a r g e b a t c h e s of 
s t r a i g h t f o r w a r d a n a l y s e s . Another advantage of t h e d i s c r e t e 
approach i s the f a c t t h a t the sample i s r e t a i n e d as a s e p a r a t e 
e n t i t y , thereby e l i m i n a t i n g t h e p o s s i b i l i t y of c r o s s -
contamination or c o n f u s i o n of samples. 
Continuous flow procedures a r e probably t he s i m p l e s t to automate 
and a r e g e n e r a l l y a p p l i c a b l e when s u f f i c i e n t scunple i s a v a i l a b l e . 
Most continuous flow a n a l y s e r s i n c o r p o r a t e p e r i s t a l t i c pumps, as 
a means of sample t r a n s p o r t a t i o n and reagent a d d i t i o n . With t h e 
a v a i l a b i l i t y of m u l t i - c h a n n e l p e r i s t a l t i c pumps, t h e number of 
p o s s i b l e a p p l i c a t i o n s i s i n c r e a s e d . U n l i k e d i s c r e t e a n a l y s e r s , 
the i d e n t i t y of the sample i n continuous flow i s l o s t , g i v i n g 
r i s e t o p o s s i b l e d i f f i c u l t i e s when s u c c e s s i v e samples have zero 
responses. However, t h i s problem can be overcome by c a r e f u l 
c o n t r o l of the time sequences between Scunples and s t a n d a r d s . 
Continuous flow methods a r e o f t e n l i m i t e d , due to the use of 
f l e x i b l e pump tubing which i n c e r t a i n c a s e s , may become corroded 
and produce e r r a t i c flow r a t e s . 
The two approaches a r e not m u t u a l l y e x c l u s i v e and combination of 
the two can be q u i t e advantageous. A t y p i c a l example being t he 
use of continuous flow methods t o i n t r o d u c e Scunples i n t o a 
p r e c o n c e n t r a t i o n d e v i c e p r i o r to being d e l i v e r e d to t h e d e t e c t o r 
i n a d i s c r e t e manner (5,6), 
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The coupling of d i s c r e t e procedures to continuous flow methods 
has also been reported. The major advantage here i s seen as 
applying the speed and convenient automated chemistry of 
continuous flow to handling small samples. This i s the primary 
aim of flow i n j e c t i o n a n a l y s i s (FIA) ( 7 ) . This e s s e n t i a l l y 
involves the introduction of small sample volumes, t y p i c a l l y 50 
to 200 into a continuously flowing c a r r i e r stream. Chemical 
reactions or extractions which occur between the Scunple and the 
c a r r i e r can be introduced into the system. Transient s i g n a l s are 
generated as the analyte passes through the continuous flow 
detection system. The advantages of using flow i n j e c t i o n are 
well documented and sever a l reviews (8,9) and books (7,10) have 
been written. 
1.1.5. Future of Automation 
Automation i s a r e l a t i v e l y new concept of a n a l y t i c a l chemistry. 
By i t s very nature, i t i s a m u l t i - d i s c i p l i n a r y subject involving 
chemistry, computing, design, engineering ( e l e c t r i c a l , e l e c t r o n i c 
and mechanical), and economics. The more complex an automated 
system becomes the greater the number of people involved. This 
concept of automation i s becoming i n c r e a s i n g l y important and to 
ensure rapid developments i n the f i e l d of laboratory automation, 
c o l l e c t i o n s of s p e c i a l i s t s must work together as a m u l t i -
d i s c i p l i n a r y team. 
Automated systems are becoming i n c r e a s i n g l y microprocessor and 
r o b o t i c a l l y controlled (11). While robotics address automation 
needs for r e l a t i v e l y complex procedures with high sample 
throughput, they do not address many of the day-to-day needs of 
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bench chemists. Laboratory Workstations (12) are probably the 
next step i n laboratory automation. They do not replace 
robotics, merely complement them. The ultimate automated 
a n a l y t i c a l instrument has been described by Denton (13) as the 
"Mark I Magic Analyser". An instrument which w i l l accept any 
sample, i n any form, and analyse i t for whatever the analyst 
requires. In an i d e a l case the instrument would be non-
dest r u c t i v e . Although the "Mark I Magic Analyser" i s not 
av a i l a b l e with today's technology there are c e r t a i n concepts of 
t h i s i d e a l i s e d instrument a v a i l a b l e i n various automated systems 
at t h i s present moment i n time. This t h e s i s i s devoted towards 
novel automated a n a l y t i c a l equipment for vapour/hydride 
generation. The work described i n the forthcoming chapters has 
been c a r r i e d out i n conjunction with the collaborating body 
(P S A n a l y t i c a l L t d ) , which comprises a team of automation 
s p e c i a l i s t s . This study therefore concentrates on the chemical 
aspects of automation. 
1.2.1. Vapour/Hydride Generation 
Some of the metalloid elements, i n groups IVA, VA, and VIA (As, 
Bi , Ge, Pb, Sb, Se, Sn and Te) of the periodi c table, form 
covalent gaseous hydrides. These hydrides are v o l a t i l e and can 
be generated i n s u f f i c i e n t q u a n t i t i e s to be of a n a l y t i c a l use i n 
atomic spectrometry (14). The reduction of a r s e n i c compounds 
with zinc producing a r s i n e (ASH3) i s w e l l known from the 
c l a s s i c a l Gutzeit method and Marsh re a c t i o n (15). Gaseous 
mercury may also be generated, using s i m i l a r reduction techniques 
(16), and t h i s phenomenon has been e x t e n s i v e l y u t i l i s e d 
a n a l y t i c a l l y . 
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Holak (17) i n 1969, developed a reduction procedure based on the 
Gutzeit method and Marsh reaction to determine a r s e n i c by atomic 
absorption spectrometry (AAS). The a r s i n e , generated by a 
zinc/hydrochloric acid reaction, was c r y o g e n i c a l l y trapped p r i o r 
to introduction into an a i r - a c e t y l e n e flame for AAS measurement. 
By separation of the analyte from the sample matrix, 
interferences were reduced or eliminated. In addition to t h i s , 
problems associated with s o l u t i o n nebulisation, such as poor 
sample introduction e f f i c i e n c y and nebuliser blockage, were 
eliminated. Since Holak's paper there have been nearly 600 
publications dealing with hydride generation coupled to atomic 
spectrometric techniques. Numerous reviews have been written 
(14,18,19,20) concerning the subject of hydride generation. 
Nakahara (20) has summarised the p r i n c i p l e advantages of hydride 
generation atomic spectrometry. These include: 
1) separation of the analyte from p o t e n t i a l matrix 
interferences; 
2) greater sample introduction e f f i c i e n c y compared to 
pneumatic nebulisation of solutions; 
3) improved s e n s i t i v i t y ; 
4) possible speciation; 
5) usage of emission sources which have poor vaporisation 
c h a r a c t e r i s t i c s ; 
6) ease of automation. 
Limitations of the hydride generation technique according to 
Nakahara (20) include: 
1) interferences due to various cations and anions i n 
solution, reducing the e f f i c i e n c y of hydride formation; 
2) pH and reagent concentrations are c r i t i c a l i n some cases; 
3) oxidation s t a t e of the analyte may be c r i t i c a l ; 
4) slow reaction k i n e t i c s , may require c o l l e c t i o n of the 
hydride p r i o r to detection. 
The hydride generation technique can be divided into three steps. 
F i r s t , the generation and v o l a t i l i s a t i o n of the hydride. Second, 
the transportation of the hydride into an e x c i t a t i o n source. 
Third, the atomisation process with subsequent spectroscopic 
measurement. The following sections contain a general overview 
of each of the hydride generation stages. Cold vapour generation 
techniques for mercury a n a l y s i s are a l s o included, since t h i s 
element i s normally generated along with the gaseous hydrides. 
1.2.2. Reactions for Vapour/Hydride Generation 
a) Metal-Acid Reduction 
Two d i f f e r e n t reaction techniques have been u t i l i s e d to generate 
gaseous hydrides. The f i r s t system to gain acceptance was the 
zinc/hydrochloric acid reduction (17). Sulphuric a c i d may a l s o 
be used i n conjunction with hydrochloric acid or by i t s e l f . 
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The reaction i s shown by the following equation: 
Zn + 2HC1 - ZnCli + 2H - EH^ + H2 (excess) 
where E i s the analyte and m and n may or may not be equal. This 
procedure was found to be im p r a c t i c a l for routine a n a l y s i s and 
has therefore not gained wide acceptance. Other metal-acid 
reactions have also been investigated, including aluminium s l u r r y 
- hydrochloric acid (21) and magnesium - titanium chloride -
hydrochloric acid (22). The major drawback of the metal-acid 
reduction schemes i s that i t i s u s u a l l y only s u c c e s s f u l for 
arsenic, selenium and antimony. Robbins and Caruso (23) observed 
reaction times i n excess of 20 minutes, r e s u l t i n g i n an i n a b i l i t y 
to automate the procedure. 
b) Sodium Tetrahydroborate - Acid Reduction 
A more e f f e c t i v e method of generating the hydrides involves the 
use of sodium tetrahydroborate. The reaction i s shown by the 
following equation: 
NaBH^ + 3H2O + HCl - H3BO3 + NaCl + 8H - EH^ + H2 (excess) 
where E i s the analyte and m and n may or may not be equal. This 
reaction scheme i s superior i n terms of reduction y i e l d , speed 
of reaction, contamination of the blank and generation of a l l the 
hydride forming elements. I t therefore has a greater p o t e n t i a l 
for multi-element a n a l y s i s and more importantly the reduction 
scheme i s s u i t a b l e for automation. 
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c) T i n ( I I ) C h l o r i d e Reduction 
The two r e a c t i o n techniques mentioned above a r e a l s o s u i t a b l e f o r 
mercury ( 2 4 ) . However, the most commonly used r e d u c t i o n scheme 
f o r mercury i s u s i n g a c i d i f i e d (16) or a l k a l i n e (25) t i n ( I I ) 
c h l o r i d e s o l u t i o n . T h i s r e a c t i o n i s shown by t h e f o l l o w i n g 
equation: 
Sn^* + Hg2* ^ Sn** + Hg° 
1.2.3. Gaseous A n a l y t e Manipulation 
Once the r e a c t i o n i s complete and t h e gaseous a n a l y t e has been 
foirmed, the gaseous products a r e s e p a r a t e d from the l i q u i d 
products and then d e l i v e r e d to the atomic r e s e r v o i r where 
subsequent s p e c t r o m e t r i c measurement o c c u r s . T h i s p r o c e s s i s 
c a l l e d g a s - l i q u i d s e p a r a t i o n and i t i s the s u b j e c t of Chapter 3 
and w i l l t h e r e f o r e only be d e s c r i b e d b r i e f l y i n t h i s s e c t i o n . 
Once s e p a r a t e d the gaseous a n a l y t e may be d e l i v e r e d to the 
d e t e c t i o n system e i t h e r d i r e c t l y o r v i a a c o l l e c t i o n / 
p r e c o n c e n t r a t i o n d e v i c e . 
a) C o l l e c t i o n / P r e c o n c e n t r a t i o n Mode 
The m a j o r i t y of e a r l y p u b l i c a t i o n s on h y d r i d e g e n e r a t i o n i n c l u d e d 
c o l l e c t i o n d e v i c e s such as rubber b a l l o o n s and p l a s t i c bags ( 2 6 ) , 
but i t was soon r e a l i s e d t h a t the a c i d i c by-products of the 
r e a c t i o n medium q u i c k l y degraded the i n n e r s u r f a c e s of the 
b a l l o o n c a u s i n g leakage. 
A more e f f i c i e n t method f o r t r a p p i n g the h y d r i d e s was d e s c r i b e d 
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by Holak ( 1 7 ) . He p r e c o n c e n t r a t e d the h y d r i d e s i n a g l a s s 'U' 
tube submerged i n l i q u i d n i t r o g e n . A f t e r t r a p p i n g f o r a s e t 
time, the 'U' tube was removed from the l i q u i d n i t r o g e n c a u s i n g 
the h y d r i d e s p e c i e s to s e l e c t i v e l y v o l a t i l i s e i n correspondence 
w i t h t h e i r b o i l i n g p o i n t s . Although, v e r y time consuming, t h i s 
procedure has provided u s e f u l i n f o r m a t i o n on s p e c i a t i o n of the 
h y d r i d e s ( 2 7 ) , 
Gaseous h y d r i d e s may a l s o be c o l l e c t e d i n a heated g r a p h i t e 
f u r n a c e , f o l l o w e d by atomic a b s o r p t i o n spectrometry. The 
h y d r i d e s a r e normally c o l l e c t e d a t about 6O0''C, w i t h subsequent 
a t o m i s a t i o n a t h i g h e r temperatures (2700°C) . T h i s i n - s i t u 
p r e c o n c e n t r a t i o n procedure has been adopted f o r a l l the h y d r i d e 
forming elements and mercury ( 2 8 , 2 9 ) . These procedures u s u a l l y 
i n v o l v e the use of m o d i f i e r s , such as p a l l a d i u m , which enhance 
c o l l e c t i o n e f f i c i e n c i e s . An a l t e r n a t i v e t o t h i s approach i s to 
t r a p the h y d r i d e s i n t o an a b s o r b i n g s o l u t i o n of potassixim i o d i d e 
and i o d i n e ( 3 0 ) , s i l v e r n i t r a t e (31) or c e r i u m ( I V ) and potassium 
i o d i d e (32) w i t h subsequent d e t e c t i o n u s i n g e l e c t r o t h e r m a l 
v a p o r i s a t i o n - a t o m i c a b s o r p t i o n s p e c t r o m e t r y . 
The c o l l e c t i o n modes d e s c r i b e d above f o r the h y d r i d e forming 
elements a r e i n some c a s e s t e d i o u s and time consuming. S i n c e 
they r e l y h e a v i l y on a c c u r a t e t i m i n g sequences f o r c o l l e c t i o n , 
they a r e o f t e n a s s o c i a t e d w i t h poor r e p r o d u c i b i l i t y . More 
i m p o r t a n t l y they a r e d i f f i c u l t t o automate. 
Mercury on the o t h e r hand i s more s u i t a b l e f o r automation, s i n c e 
i t forms an amalgam w i t h gold, p l a t i n u m and s i l v e r . T h i s 
chemical phenomenon has been u t i l i s e d a n a l y t i c a l l y by numerous 
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workers (6,33,34). The procedure i n v o l v e s g e n e r a t i n g t h e gaseous 
mercury and p a s s i n g i t over an aitialgeiination a c c e s s o r y . On 
h e a t i n g the amalgamation u n i t , t h e mercury i s r e l e a s e d and 
d e l i v e r e d as a d i s c r e t e plug t o the s p e c t r o s c o p i c d e t e c t i o n 
system. T h i s method w i l l be d i s c u s s e d i n g r e a t e r d e t a i l i n 
Chapter 4 f o r gaseous samples. 
b) D i r e c t T r a n s p o r t a t i o n Mode 
The c o l l e c t i o n d e v i c e s mentioned i n the p r e v i o u s s e c t i o n have 
mostly been superseded by d i r e c t t r a n s f e r modes. T h i s i s 
e s p e c i a l l y t r u e f o r t h e l e s s s t a b l e gaseous h y d r i d e s , such as 
plumbane (PbH^), s t i b i n e (SbHj), stannane (SnH^,) and t e l l u r i u m 
h y d r i d e (TeHj) . 
The sodium t e t r a h y d r o b o r a t e - a c i d r e a c t i o n scheme has 
r e v o l u t i o n i s e d the h y d r i d e g e n e r a t i o n t e c h n i q u e i n terms of 
automation, s i n c e the r e a c t i o n r a t e s a r e so much more r a p i d than 
t h a t of the metal - a c i d t e c h n i q u e s . Three d i f f e r e n t approaches 
have been adopted f o r automated vapour/hydride g e n e r a t i o n . These 
i n c l u d e , continuous flow, flow i n j e c t i o n and b a t c h t e c h n i q u e s . 
Continuous flow and flow i n j e c t i o n approaches u t i l i s e p e r i s t a l t i c 
pump manifolds to d e l i v e r sample and r e a g e n t s to r e a c t i o n v e s s e l s 
where subsequent g a s - l i q u i d s e p a r a t i o n t a k e s p l a c e . The o t h e r 
approach, u s i n g p r e s s u r i s e d reagent pumping systems, u s u a l l y 
r e q u i r e s o p e r a t o r m a n i p u l a t i o n and i s t h e r e f o r e o n l y semi-
automated. T h i s approach i s more commonly known a s the batch 
t e c h n i q u e . 
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1.2.4. D e t e c t i o n Systems f o r Vapour/Hydride G e n e r a t i o n 
A wide range of a n a l y t i c a l atomic s p e c t r o m e t r y t e c h n i q u e s have 
been u t i l i s e d f o r vapour/hydride g e n e r a t i o n . These i n c l u d e 
atomic a b s o r p t i o n spectrometry (AAS), plasma e m i s s i o n 
s p e c t r o m e t r y ( I C P , DCP, MIP, CMP), atomic f l u o r e s c e n c e 
s p e c t r o m e t r y (AFS) and i n d u c t i v e l y c o u p l e d plasma - mass 
spec t r o m e t r y (ICP-MS). 
a) Atomic A b s o r p t i o n Spectrometry (AAS) 
Of the t e c h n i q u e s mentioned above AAS has been the most 
e x t e n s i v e l y used f o r vapour/hydride g e n e r a t i o n t e c h n i q u e s . 
V a r i o u s a t o m i s e r s f o r h y d r i d e g e n e r a t i o n - AAS have been 
i n v e s t i g a t e d and t h e s e i n c l u d e flames, flame i n t u b e s , flame 
heated q u a r t z tubes, e l e c t r i c a l l y heated q u a r t z tubes and 
g r a p h i t e f u r n a c e s . 
E a r l y workers l i k e Holak (17) u t i l i s e d both a i r - a c e t y l e n e and 
d i n i t r o g e n o x i d e - a c e t y l e n e flame a t o m i s e r s , but t h e s e have hig h 
background a b s o r p t i o n i n the low UV wavelength range. Kahn and 
S c h a l l i s (35) r e p o r t e d a 6 2% background a b s o r p t i o n f o r an a i r -
a c e t y l e n e flame a t the a r s e n i c resonance l i n e (193.7 rnn) . 
A l t e r n a t i v e flames such as the argon-hydrogen d i f f u s i o n flame 
were found t o reduce the background a b s o r p t i o n to 15%. Batch 
approaches f o r h y d r i d e g e n e r a t i o n a r e u n s u i t a b l e f o r flame 
a t o m i s e r s s i n c e the sudden i n t r o d u c t i o n of h y d r i d e s and hydrogen 
may p e r t u r b the flame. 
Flame i n tube a t o m i s e r s have been used i n combination w i t h both 
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oxygen-hydrogen flames (36) and a i r - h y d r o g e n flames ( 3 7 ) . These, 
however a r e s u b j e c t t o background a b s o r p t i o n and flame n o i s e . 
E x t e r n a l l y heated q u a r t z tube atom c e l l s a r e p r o b a b l y the most 
favoured f o r AAS. The tube i n the form of a 'T' p i e c e i s 
nor m a l l y heated w i t h an a i r - h y d r o g e n o r a i r - a c e t y l e n e flame. To 
pre v e n t e x c e s s hydrogen from i g n i t i n g a t the ends o f the tube, 
a stream of n i t r o g e n may be added t r a n s v e r s e l y ( 3 8 ) . The 
advantages of t h i s system i n c l u d e e l i m i n a t i o n of flame n o i s e , and 
t h e r e f o r e i n c r e a s e d s e n s i t i v i t y . The q u a r t z tube may a l s o be 
heated e l e c t r i c a l l y ( 2 7 ) , the advantage h e r e being t o a l l o w t h e 
a n a l y s t t o c o n t r o l the temperature, which can be c r i t i c a l i n some 
c a s e s . 
One of t h e problems a s s o c i a t e d w i t h q u a r t z a t o m i s a t i o n tubes, i s 
t h a t t h e s u r f a c e of the q u a r t z d e t e r i o r a t e s due t o 
d e v i t r i f i c a t i o n . T h i s not o n l y reduces t h e l i f e t i m e of the 
a t o m i s e r , but a l s o causes l o s s i n s e n s i t i v i t y and p r e c i s i o n ( 3 9 ) . 
Tube l i f e t i m e can be i n c r e a s e d w i t h t h e use of s u l p h u r i c a c i d , 
r a t h e r than h y d r o c h l o r i c a c i d i n the r e a c t i o n medium. As 
mentioned p r e v i o u s l y g r a p h i t e f u r n a c e a t o m i s e r s may a l s o be used 
f o r h y d r i d e g e n e r a t i o n - AAS. 
b) Plasma E m i s s i o n Spectrometry 
Plasma e m i s s i o n s p e c t r o m e t r i c t e c h n i q u e s such as the d i r e c t 
c u r r e n t plasma (DCP) and i n d u c t i v e l y c o u p l e d plasma ( I C P ) were 
i n t r o d u c e d c o m m e r c i a l l y i n the e a r l y 1970s and now p r o v i d e a 
powerful a l t e r n a t i v e t o AAS ( 4 0 , 4 1 ) . More r e c e n t l y microwave 
induced plasmas (MIP) and c a p a c i t i v e l y coupled microwave plasmas 
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(CMP) have been i n t r o d u c e d ( 4 2 ) . 
As mentioned p r e v i o u s l y t h e r e a r e two g e n e r a l approaches to 
vapour/hydride g e n e r a t i o n , batch and continuous flow. The b a t c h 
p r o c e s s i s u n s u i t a b l e f o r t h e s e e m i s s i o n t e c h n i q u e s , s i n c e 
copious amounts of hydrogen and water a r e d e l i v e r e d a s d i s c r e t e 
plugs c a u s i n g i n s t a b i l i t y and, i n s e v e r e c a s e s , e x t i n c t i o n of t h e 
plasma. High forward power l e v e l s have been u t i l i s e d i n o r d e r 
to keep t h e plasma from e x t i n g u i s h i n g ( 4 3 ) . Although continuous 
flow procedures a l s o g e n e r a t e l a r g e amounts of hydrogen and water 
vapour, th e y do so c o n t i n u o u s l y which has a l e s s d e t r i m e n t a l 
e f f e c t on the plasma. 
Thompson e t a l . (43) were the f i r s t t o r e p o r t t h e use of 
continuous flow h y d r i d e g e n e r a t i o n ICP-AES f o r the s i m u l t a n e o u s 
d e t e r m i n a t i o n of a r s e n i c , bismuth, antimony, s e l e n i u m and 
t e l l u r i u m . They developed a continuous flow g l a s s 'U' tube g a s -
l i q u i d s e p a r a t o r which has s u b s e q u e n t l y been used by many workers 
(44,45,46). Nakahara (47) employed two g a s - l i q u i d s e p a r a t o r s i n 
s e r i e s to reduce e x c e s s hydrogen and water vapour b e i n g c a r r i e d 
to the plasma. 
A l t e r n a t i v e l y , continuous flow h y d r i d e g e n e r a t i o n systems have 
i n v o l v e d the use of modified n e b u l i s e r s ( 4 8 ) . The advantage here 
being t h a t non hydride forming elements can a l s o be determined. 
Pyen and Browner (46) r e c e n t l y developed a t h r e e c h a n n e l ICP-AES 
f o r s imultaneous d e t e r m i n a t i o n of a r s e n i c , s e l e n i u m and antimony. 
T h i s system u t i l i s e d a low r e s o l u t i o n p r i s m monochromator f o r 
wavelength i s o l a t i o n t o g e t h e r w i t h i n t e r f e r e n c e f i l t e r s f o r 
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background r e d u c t i o n . The system was then a s s e s s e d f o r both f l o w 
i n j e c t i o n and continuous flow approaches and a c r i t i c a l 
comparison was made ( 4 9 ) . The flow i n j e c t i o n approach was found 
to be ap p r o x i m a t e l y t h r e e times l e s s s e n s i t i v e but more p r e c i s e 
than the continuous flow approach. 
Panaro and K r u l l (50) were the f i r s t t o d e s c r i b e continuous f l o w 
DCP-AES, the y i n t r o d u c e d the h y d r i d e to the plasma v i a the s p r a y 
chamber. Other workers (51,52) have developed more e f f i c i e n t 
sample i n t r o d u c t i o n d e v i c e s which d i r e c t the h y d r i d e t o the 
a n a l y t i c a l zone of the DCP. 
c) I n d u c t i v e l y Coupled Plasma - Mass Spectrometry (ICP-MS) 
The combination of an i n d u c t i v e l y coupled plasma a s a high 
temperature i o n source w i t h a quadrupole mass s p e c t r o m e t e r a s a 
high s e n s i t i v i t y d e t e c t o r has r e c e n t l y become c o m m e r c i a l l y 
a v a i l a b l e ( 5 3 ) . Hydride g e n e r a t i o n ICP-MS has r e c e n t l y a t t r a c t e d 
a t t e n t i o n (54,55) as a way of overcoming t he poor n e b u l i s a t i o n 
and t r a n s p o r t e f f i c i e n c y ( t y p i c a l l y 1-2%) of ICP-MS. Powell e t 
a l . (54) have d e s c r i b e d t he o p e r a t i n g c o n d i t i o n s f o r the 
d e t e r m i n a t i o n of a r s e n i c , bismuth, mercury, antimony, s e l e n i u m 
and t e l l u r i u m i n environmental samples. D e t e c t i o n l i m i t s f o r 
t h e s e elements were i n c r e a s e d d r a m a t i c a l l y a s a r e s u l t of 
improved sample i n t r o d u c t i o n e f f i c i e n c y . I n a d d i t i o n . Dean e t 
a l . (55) have s t u d i e d the e f f i c i e n c y of h y d r i d e g e n e r a t i o n f o r 
a number of o r g a n i c and i n o r g a n i c a r s e n i c s p e c i e s . I n d u c t i v e l y 
coupled plasma - mass spec t r o m e t r y s u f f e r s from i n t e r f e r e n c e s 
from polyatomic i o n s . Such i n t e r f e r e n c e s a r e p a r t i c u l a r l y 
troublesome f o r monoisotopic elements, one prime example being 
18 
a r s e n i c . These i n t e r f e r e n c e s must t h e r e f o r e be c o n s i d e r e d when 
c o u p l i n g h y d r i d e g e n e r a t i o n to ICP-MS, and t h i s i s d i s c u s s e d i n 
g r e a t e r d e t a i l i n Chapter 3. 
d) Atomic F l u o r e s c e n c e Spectrometry (AFS) 
Hydride g e n e r a t i o n - AFS was f i r s t s t u d i e d by Thompson (56) f o r 
the d e t e r m i n a t i o n of a r s e n i c , antimony, s e l e n i u m and t e l l u r i u m . 
He u t i l i s e d an argon/hydrogen flame as an atom c e l l and a c h i e v e d 
e x c i t a t i o n w i t h modulated microwave e x c i t e d e l e c t r o d e l e s s 
d i s c h a r g e lamps, (EDLs) . L i k e most of the e a r l y workers he used 
a modified atomic a b s o r p t i o n / e m i s s i o n s p e c t r o m e t e r as a 
d i s p e r s i v e measurement system. More r e c e n t l y , Ebdon e t a l . (57) 
d e s c r i b e d a s i m i l a r system f o r a r s e n i c and s e l e n i u m u s i n g an 
a i r / h y d r o g e n flame burning on a g l a s s 'Y' b u r n e r . Brown e t a l . 
(58) used an argon sheathed, e l e c t r o t h e r m a l l y heated q u a r t z 
a t o m i s e r f o r the a t o m i s a t i o n of hydrogen s e l e n i d e . Most of the 
h y d r i d e forming elements can be d e t e c t e d u s i n g AFS i n the UV 
r e g i o n below 250 nm. T h i s i s a p a r t i c u l a r l y u s e f u l s p e c t r a l 
r e g i o n , s i n c e v e r y l i t t l e background e m i s s i o n s a r e seen even from 
the flame atom c e l l s . More i m p o r t a n t l y , t h e spectrum i s not 
complex, s i n c e the a n a l y t e has been s e p a r a t e d from the m a t r i x 
d u r i n g the h y d r i d e g e n e r a t i o n s t a g e . I t t h e r e f o r e f o l l o w s t h a t 
n o n - d i s p e r s i v e AFS i s p o s s i b l e . 
Nakahara and co-workers have p u b l i s h e d a s e r i e s o f papers on 
h y d r i d e g e n e r a t i o n n o n - d i s p e r s i v e AFS f o r the d e t e r m i n a t i o n of 
a r s e n i c , ( 5 9 ) , bismuth, ( 6 0 ) , antimony, ( 6 1 ) , l e a d , ( 6 2 ) , 
selenium, ( 6 3 ) , t i n , (64) and t e l l u r i u m ( 6 5 ) . They u t i l i s e d an 
argon - hydrogen d i f f u s i o n flame as an atom c e l l and microwave 
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e x c i t e d EDLs as e x c i t a t i o n s o u r c e s . D'Ulivo e t a l . (66) 
-developed a m u l t i e l e m e n t system based on a hydrogen d i f f u s i o n 
flame, r a d i a t e d by f o u r r a d i o frequency e x c i t e d EDLs, each being 
modulated a t a s e t frequency. The e m i t t e d f l u o r e s c e n c e r a d i a t i o n 
was d e t e c t e d by one p h o t o m u l t i p l i e r tube, connected t o f o u r l o c k -
i n a m p l i f i e r s , each tuned to the frequency of the r e l e v a n t EDL. 
The same group d e s i g n e d an e l e c t r o t h e r m a l l y heated q u a r t z tube 
flame a t o m i s e r , f o r t h e d e t e r m i n a t i o n of s e l e n i u m . Using the 
batch h y d r i d e g e n e r a t i o n approach a hydrogen miniflame 
spontaneously i g n i t e d a t the top of the heated tube. T h i s was 
s u f f i c i e n t to a c h i e v e a t o m i s a t i o n i n d i c a t i n g t h a t a t o m i s a t i o n was 
probably v i a a f r e e r a d i c a l mechanism w i t h i n t h e flame ( 6 7 ) . 
Mercury, by i t s v e r y n a t u r e i s a good element f o r d e t e r m i n a t i o n 
by f l u o r e s c e n c e , s i n c e i t i s atomic a t room tempera t u r e and a l s o 
absorbs and f l u o r e s c e s a t the same wavelength ( i . e . resonance 
f l u o r e s c e n c e ) . I n t e n s e mercury s o u r c e s a r e a v a i l a b l e and 
a t o m i s a t i o n c e l l s a r e uncomplex when the t e c h n i q u e i s coupled to 
vapour g e n e r a t i o n . Thompson and Godden (68) proposed the use of 
f l u o r e s c e n c e f o r the a n a l y s i s of mercury i n 1975. They modified 
an atomic a b s o r p t i o n / e m i s s i o n spectrometer t o o b t a i n a d i s p e r s i v e 
measurement system. More r e c e n t l y , Godden and S t o c k w e l l (69) 
d e s c r i b e d the development of an atomic f l u o r e s c e n c e spectrometer 
s p e c i f i c a l l y d e s i g n e d f o r mercury a n a l y s i s . A 254 nm 
i n t e r f e r e n c e f i l t e r was u t i l i s e d t o a c h i e v e wavelength i s o l a t i o n 
and r e d u c t i o n of background s c a t t e r . 
1.2,5. I n t e r f e r e n c e s i n Vapour/Hydride G e n e r a t i o n Techniques 
There a r e b a s i c a l l y two types of i n t e r f e r e n c e s which can occu r , 
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s p e c t r a l and c h e m i c a l i n t e r f e r e n c e . The former i s not u s u a l l y 
observed f o r vapour/hydride g e n e r a t i o n , s i n c e t h e a n a l y t e i s 
s e p a r a t e d from i t s m a t r i x . Chemical i n t e r f e r e n c e s a r e more 
common and may o c c u r i n both gaseous and l i q u i d p h a s e s . A major 
p r o p o r t i o n of the h y d r i d e g e n e r a t i o n l i t e r a t u r e i s devoted to the 
s e v e r i t y and presence of t h e s e i n t e r f e r e n c e e f f e c t s . 
U n f o r t u n a t e l y , t h e r e i s a wide d i v e r g e n c e of o p i n i o n s and most 
papers c o n c e n t r a t e on the s e v e r i t y of the i n t e r f e r e n c e without 
any c o n s i d e r a t i o n to the i n t e r f e r e n c e mechanism, or more 
i m p o r t a n t l y how t o overcome them. I t i s a l s o d i f f i c u l t t o 
compare r e s u l t s , s i n c e i n t e r f e r e n c e s a r e e x t r e m e l y dependent on 
the h y d r i d e g e n e r a t i o n system and c o n d i t i o n s used. 
Chemical i n t e r f e r e n c e s i n the l i q u i d phase c a u s e a r e d u c t i o n i n 
the formation r a t e of the hy d r i d e and i n s e v e r e c a s e s prevent 
formation, p a r t i a l l y o r comp l e t e l y . C o m p e t i t i v e r e a c t i o n s 
whereby the sample m a t r i x i s p r e f e r e n t i a l l y reduced consuming the 
re d u c i n g agent (e.g. NaBH^ )^ have been suggested f o r both slow 
formation r a t e s (70) and c o - p r e c i p i t a t i o n o r t h e formation of an 
i n s o l u b l e compound of the a n a l y t e element ( 7 1 ) . 
Welz and co-workers p u b l i s h e d a s e r i e s of pa p e r s d i s c u s s i n g 
i n t e r f e r e n c e s f o r h y d r i d e g e n e r a t i o n ( 7 1 - 7 4 ) . T h i s work 
suggested t h a t i n t e r f e r e n c e from t r a n s i t i o n m e t a l s (e.g. Ni) 
c o u l d be minimised by u s i n g h i g h a c i d and low sodium 
t e t r a h y d r o b o r a t e c o n c e n t r a t i o n s . The i d e a b e i n g t h a t w i t h t h e s e 
c o n d i t i o n s the i n t e r f e r e n t would be reduced t o a l e s s e r e x t e n t 
and kept i n s o l u t i o n w i t h t h e high a c i d c o n c e n t r a t i o n . The 
mechanism they proposed was the p r e f e r e n t i a l r e d u c t i o n of the 
i n t e r f e r i n g i o n t o t h e me t a l . T h i s i n t u r n , adsorbs and 
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decomposes the gaseous h y d r i d e . F u r t h e r s u g g e s t i o n s a r e t h a t 
i n s o l u b l e a r s e n i d e s o r s i m i l a r compounds may be formed i n a 
secondary r e a c t i o n ( 7 1 ) . I r o n ( I I I ) h as been found t o have a 
r e l e a s i n g e f f e c t on the i n t e r f e r e n c e of n i c k e l and copper f o r 
a r s e n i c and sele n i u m d e t e r m i n a t i o n s r e s p e c t i v e l y ( 7 3 , 7 5 ) . The 
mechanism here being the p r e f e r e n t i a l r e d u c t i o n of I r o n ( I I I ) to 
I r o n ( I I ) by BH^ "^ i o n s b e f o r e r e d u c t i o n of the n i c k e l i o n s . Bax 
e t a l . (76) developed a d e v i c e t o e l u c i d a t e t h e i n t e r f e r e n c e 
mechanism of copper, n i c k e l and c o b a l t f o r selenium 
d e t e r m i n a t i o n s . They concluded t h a t t h e i n t e r f e r e n c e i s p a r t l y 
due t o the e l i m i n a t i o n of the h y d r i d e by the r e a c t i o n products 
from the i n t e r f e r e n t and sodium t e t r a h y d r o b o r a t e , r a t h e r than the 
a c t u a l i n t e r f e r e n t i o n s . The c a t a l y t i c e f f e c t o f t r a n s i t i o n 
m etal i o n s on the decomposition of sodium t e t r a h y d r o b o r a t e w i t h 
a c i d i s a l s o b e l i e v e d to p l a y a major r o l e . 
Although the i n t e r f e r e n c e mechanism s t i l l remains a c o n t r o v e r s i a l 
i s s u e , the primary concern of the a n a l y s t i s the r e d u c t i o n or 
e l i m i n a t i o n of t h e s e i n t e r f e r e n c e s . Nakahara (20) has b r i e f l y 
summarised the v a r i o u s approaches workers have adopted to 
overcome t h e s e i n t e r f e r e n c e s . 
(1) Use of s t a n d a r d a d d i t i o n s . 
(2) V a r y i n g c o n c e n t r a t i o n of r e a g e n t ( i . e . HCl/NaBH^). 
(3) Use of masking agents (e.g. EDTA, K I , t h i o u r e a , a s c o r b i c 
a c i d , m a l i c a c i d , 1-10 p h e n a n t h r o l i n e , t h i o s e m i c a r b a z i d e 
z 
and L - c y s t j ^ n e ) . 
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(4) Use of r e l e a s i n g elements such as Fe, Hg, Cu and Te. 
(5) S e p a r a t i o n t e c h n i q u e s 
( i ) S o l v e n t e x t r a c t i o n . 
( i i ) C o - p r e c i p i t a t i o n . 
( i i i ) Adsorbing c o l l o i d f l o t a t i o n . 
( i v ) A p p l i c a t i o n of c h e l a t i n g r e s i n s . 
The d e t e r m i n a t i o n of-.mercury u s i n g c o l d vapour g e n e r a t i o n i s a l s o 
prone t o i n t e r f e r e n c e s , from c a t i o n s , anions and o r g a n i c 
compounds ( 3 4 ) . Munaf e t a l • (25) have shown t h a t t h e s e 
i n t e r f e r e n c e s can be minimised u s i n g a l k a l i n e t i n ( I I ) c h l o r i d e 
i n s t e a d of a c i d i f i e d t i n ( I I ) c h l o r i d e . I n t e r f e r e n c e s which 
occur i n the gaseous phases can be overcome w i t h use of an 
amalgamation a c c e s s o r y (34) 
1.2.6, S p e c i a t i o n f o r Hydride Forming Elements and Mercury 
With the e v e r i n c r e a s i n g l e g i s l a t i v e demands, i t i s becoming 
i n c r e a s i n g l y important f o r i n f o r m a t i v e s p e c i a t i o n . The h y d r i d e 
forming elements commonly e x i s t i n s o l u t i o n i n two o x i d a t i o n 
s t a t e s , As ( I I I ) and As ( V ) , Se ( I V ) and Se ( V I ) , Sb ( I I I ) and 
Sb ( V ) , and Te ( I V ) and Te ( V I ) . These o x i d a t i o n s t a t e s a r e 
c r i t i c a l f o r h y d r i d e formation. Thompson and Thomerson (38) 
r e p o r t e d a l e s s e f f i c i e n t r e d u c t i o n of As (V) compared t o As 
( I I I ) . . . S e ( V I ) a l s o showed a s i m i l a r e f f e c t . I f t o t a l i n o r g a n i c 
c o n c e n t r a t i o n s a r e to be determined i t f o l l o w s t h a t p r e - r e d u c t i o n 
methods must be employed. Potassium i o d i d e has been found t o be 
s u i t a b l e f o r a r s e n i c (57) and antimony ( 6 1 ) . Selenium (78) and 
t e l l u r i u m (79) may be reduced by h e a t i n g i n 50% V/V h y d r o c h l o r i c 
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a c i d a t 70°C f o r 10 mins. The r e a c t i o n f o r selen i u m i s shown by 
the f o l l o w i n g e q u a t i o n : 
Se0^2- + 2HC1 - SeOa^- + C I 2 + HgO 
Hydride g e n e r a t i o n must immediately f o l l o w the r e d u c t i o n s t e p , 
s i n c e the r e s i d u a l c h l o r i n e may c a u s e back o x i d a t i o n of Se ( I V ) 
to Se ( V I ) (78) . At pH < 1 i t has been shown t h a t no p r e -
r e d u c t i o n i s r e q u i r e d f o r t o t a l a r s e n i c d e t e r m i n a t i o n ( 8 0 ) . By 
a n a l y s i n g samples before and a f t e r p r e - r e d u c t i o n s t e p s i t i s 
p o s s i b l e t o o b t a i n i n o r g a n i c s p e c i a t i o n ( 7 9 ) . 
Organic s p e c i a t i o n i s a l s o becoming i n c r e a s i n g l y i m p o r t a n t . One 
common method of determining r e d u c i b l e s p e c i e s i n v o l v e s 
g e n e r a t i n g both o r g a n i c (e.g. monomethylarsonic a c i d and 
d i m e t h l y a r s i n i c a c i d ) and i n o r g a n i c h y d r i d e s and then 
c r y o g e n i c a l l y t r a p p i n g them i n a 'U' tube submerged i n l i q u i d 
n i t r o g e n . Each h y d r i d e s p e c i e s has a d i f f e r e n t b o i l i n g p o i n t , 
thereby a l l o w i n g s e l e c t i v e v o l a t i l i s a t i o n once the c r y o g e n i c t r a p 
i s removed ( 2 7 ) . 
The use of chromatographic t e c h n i q u e s f o r s e p a r a t i o n f o l l o w e d by 
continuous flow h y d r i d e g e n e r a t i o n has a l s o been i n v e s t i g a t e d 
( 8 1 ) . One of the problems of h y d r i d e g e n e r a t i o n f o r s p e c i a t i o n 
s t u d i e s i s t h a t one can on l y s p e c i a t e r e d u c i b l e s p e c i e s . 
However, non r e p r o d u c i b l e forms a r e o f t e n n o n - t o x i c e.g. 
a r s e n o b e t a i n e ( 8 2 ) . 
Magos (83) was t h e f i r s t t o demonstrate t h a t t i n ( I I ) c h l o r i d e 
i n an a l k a l i n e medium, i n the p r e s e n c e of c y s t e i n e c o u l d reduce 
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i n o r g a n i c mercury i n b i o l o g i c a l samples t o gaseous mercury. 
Under t h e s e c o n d i t i o n s , t he carbon mercury bond i s not a t t a c k e d 
and methyl mercury not determined. A d i s p l a c e m e n t r e a c t i o n u s i n g 
cadmium c h l o r i d e was then used t o l i b e r a t e mercury from the 
o r g a n i c forms, thereby a l l o w i n g c o l d vapour g e n e r a t i o n . Using 
t h i s procedure he was t h e r e f o r e a b l e to s p e c i a t e between the two 
forms. 
1.2.7. A t o m i s a t i o n Mechanisms f o r Gaseous Hydrides 
The proposed a t o m i s a t i o n mechanism f o r t h e gaseous h y d r i d e s i s 
not through thermal .decomposition, but v i a f r e e r a d i c a l 
i n t e r a c t i o n s ( 8 4 ) . Although not f u l l y understood, i t has been 
shown t h a t oxygen p l a y s an important r o l e i n the g e n e r a t i o n of 
f r e e r a d i c a l s . The f o l l o w i n g e q u a t i o n s i l l u s t r a t e t h i s 
involvement: 
H. + O2 ^ -OH + 0-
O- + H2 -OH + H« 
• OH + H2 ^ H2O + H. 
The same r e a c t i o n s were proposed by DSdina and RubSska (84) as 
being the primary reason f o r hydrogen r a d i c a l s i n hydrogen 
d i f f u s i o n f l a mes. T h i s t h e r e f o r e s u g g e s t s an a t o m i s a t i o n 
mechanism v i a hydrogen r a d i c a l s f o r both c u v e t t e and flame atomic 
c e l l s . F o r i n s t a n c e , the a t o m i s a t i o n f o r t e l l u r i u m h y d r i d e might 
undergo two c o n s e c u t i v e r e a c t i o n s : 
TeH2 + H. - TeH- + H2 
Ten. + H. - Te 4- H, 
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and o t h e r h y d r i d e forming elements may r e a c t a c c o r d i n g l y . 
However, c a l c u l a t i o n s (86) have r e c e n t l y shown t h a t the amount 
of hydrogen r a d i c a l s p r e s e n t i s p r o b a b l y i n s u f f i c i e n t to s u s t a i n 
such a mechanism. No argument has been found to c o n t r a d i c t the 
assumption t h a t a r e a c t i o n shown by the f o l l o w i n g e q u a t i o n s h o u l d 
not o c c u r : 
4ASH3 + 3O2 - 4As + 6H2O 
T h i s a t o m i s a t i o n mechanism i s c a t a l y s e d by hydrogen and h y d r o x y l 
r a d i c a l s ( 8 7 ) . The c o - e x i s t e n c e of AsHg, As and polymers of t h e 
type ASi, was a l s o s t u d i e d both t h e o r e t i c a l l y u s i n g thermodynamic 
d a t a and e x p e r i m e n t a l l y f o r the h y d r i d e s . These o c c u r a t lower 
temperatures and c a r r i e r gas flow r a t e s ( 8 8 ) . 
1.2.8. A p p l i c a t i o n s f o r Vapour/Hydride G e n e r a t i o n 
Hydride/Vapour g e n e r a t i o n coupled t o atomic s p e c t r o s c o p i c 
t e c h n i q u e s has been e x t e n s i v e l y used i n many l a b o r a t o r i e s on a 
r o u t i n e b a s i s f o r over twenty y e a r s . There a r e hundreds of 
p u b l i c a t i o n s which d e s c r i b e a n a l y t i c a l procedures f o r d i f f e r e n t 
sample m a t r i c e s . These i n c l u d e c l i n i c a l , b i o l o g i c a l , 
e n vironmental, food, g e o l o g i c a l , v e g e t a t i o n , m e t a l l u r g i c a l and 
water samples. Nakahara (20) has summarised some of t h e s e 
a p p l i c a t i o n s . 
1.2.9. F u t u r e of Vapour/Hydride G e n e r a t i o n 
The advantages and d i s a d v a n t a g e s of hydride/vapour g e n e r a t i o n 
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coupled to atomic s p e c t r o s c o p y t e c h n i q u e s have been d i s c u s s e d . 
The g e n e r a t i o n of gaseous a n a l y t e s i s advantageous, due t o 
improved sample i n t r o d u c t i o n e f f i c i e n c y and removal of t h e 
a n a l y t e from sample m a t r i c e s . The t e c h n i q u e t o date has 
c o n c e n t r a t e d on the h y d r i d e forming elements and mercury, but 
r e c e n t p u b l i c a t i o n s (89) have suggested a t r e n d f o r t h e 
g e n e r a t i o n of o t h e r v o l a t i l e s p e c i e s . 
The c a p a b i l i t y of m u l t i - e l e m e n t a l d e t e r m i n a t i o n s f o r h y d r i d e 
forming elements and mercury u s i n g atomic e m i s s i o n and 
f l u o r e s c e n c e spectrometiry t e c h n i q u e s i s p o s s i b l e ( s i m u l t a n e o u s l y 
or s e q u e n t i a l l y ) u s i n g compromise r e a c t i o n mediums. I n c o n t r a s t 
to t h i s , element s p e c i f i c d e t e c t o r s (69) a r e a l s o a v a i l a b l e and 
a r e becoming i n c r e a s i n g l y popular f o r elements w i t h demanding 
l e g i s l a t i v e r e q u i r e m e n t s . 
Most a n a l y t i c a l t e c h n i q u e s a r e s u b j e c t t o i n t e r f e r e n c e s and 
without a doubt, the e l u c i d a t i o n of the i n t e r f e r e n c e mechanisms 
and t h e i r avoidance w i l l p l a y a r o l e i n f u t u r e r e s e a r c h i n t h i s 
f i e l d . 
1.3.1. O u t l i n e of T h e s i s 
T h i s t h e s i s i s devoted toward the development of n o v e l automated 
a n a l y t i c a l equipment f o r vapour/hydride g e n e r a t i o n . Novel g a s -
l i q u i d s e p a r a t i o n d e v i c e s a r e examined i n Chapter 3 u s i n g AAS and 
ICP-MS d e t e c t i o n systems. Chapter 4 f o c u s e s on mercury 
d e t e r m i n a t i o n u s i n g both automated continuous f l o w and flow 
i n j e c t i o n approaches w i t h d e t e c t i o n by atomic f l u o r e s c e n c e 
spectrometry. The e f f e c t s of moisture c a r r y - o v e r on mercury 
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d e t e r m i n a t i o n a r e i n v e s t i g a t e d and methods of m o i s t u r e removal 
u s i n g d e s i c c a n t s , p h y s i c a l m o i s t u r e t r a p s and n o v e l semi-
permeable h y g r o s c o p i c d r y i n g tubes a r e d i s c u s s e d w i t h r e f e r e n c e 
to long term s t a b i l i t y and s e n s i t i v i t y . An automated 
p r e c o n c e n t r a t i o n system which u t i l i s e s a g o l d impregnated sand 
t r a p f o r the d e t e r m i n a t i o n of mercury i n gaseous samples i s a l s o 
d e s c r i b e d . The f i n a l e x p e r i m e n t a l c h a p t e r i s concerned w i t h the 
development of an atomic f l u o r e s c e n c e s p e c t r o m e t e r f o r the 
h y d r i d e forming elements. T h i s u t i l i s e s a h i g h i n t e n s i t y boosted 
d i s c h a r g e hollow cathode lamp (BDHCL) as an e x c i t a t i o n s o u r c e , 
a c h e m i c a l l y generated hydrogen d i f f u s i o n flame a s an atom c e l l , 
a s o l a r - b l i n d p h o t o m u l t i p l i e r tube and an i n t e r f e r e n c e f i l t e r to 
a c h i e v e wavelength i s o l a t i o n and r e d u c t i o n of flame e m i s s i o n s . 
An automated system i s a s s e s s e d f o r a r s e n i c and selenium 





2.1.1. Continuous Flow Vapour/Hydride G e n e r a t i o n 
An automated continuous flow vapour/hydride g e n e r a t i o n system 
(10.003, P S A n a l y t i c a l L t d , Sevenoaks, Kent, UK) was used i n 
t h i s s tudy t o generate gaseous h y d r i d e s and mercury. The 
inst r u m e n t i s of a simple d e s i g n which b a s i c a l l y c o n s i s t s of a 
c o n s t a n t speed m u l t i - c h a n n e l p e r i s t a l t i c pvunp to d e l i v e r reagent 
and sample s o l u t i o n s , a s e t of e l e c t r o n i c a l l y c o n t r o l l e d 
s w i t c h i n g v a l v e s to a l t e r n a t e between blank and sample s o l u t i o n s 
and a g a s - l i q u i d s e p a r a t o r which s e p a r a t e s and d e l i v e r s the 
gaseous products to an atom r e s e r v o i r where subsequent 
s p e c t r o s c o p i c d e t e r m i n a t i o n can t a k e p l a c e . 
The flow p a t t e r n of the system i s r e p r e s e n t e d s c h e m a t i c a l l y i n 
F i g u r e 2.1. When a c t i v a t e d t h e u n i t goes through a c y c l e 
i n v o l v i n g f our s t a g e s and t h e s e a r e : 
( i ) Delay - The time r e q u i r e d f o r the sample to r e a c h 
the s w i t c h i n g v a l v e . 
( i i ) R i s e - The time f o r the s i g n a l t o r e a c h s t e a d y 
s t a t e . 
( i i i ) A n a l y s i s - P e r i o d i n which measurements a r e taken. 
( i v ) Decay - The time f o r the s i g n a l t o decay to the 
b a s e l i n e . 
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F i g u r e 2.1 - Schematic diagram of the continuous flow vapour/hydride generation system, shovm i n the sampling p o s i t i o n . The dotted l i n e r e p r e s e n t s the flow of the blank s o l u t i o n 
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The time d u r a t i o n s f o r each s t a g e may be v a r i e d a c c o r d i n g l y , 
depending on the a p p l i c a t i o n , and a f a c i l i t y i s a v a i l a b l e t o h o l d 
any s t a g e of the c y c l e i f d e s i r e d . 
2.1.2. Flow I n j e c t i o n Vapour/Hydride G e n e r a t i o n 
An automated f l o w i n j e c t i o n v apour/hydride g e n e r a t i o n system 
(40.630, P S A n a l y t i c a l L t d , Sevenoaks, Kent, UK) was used i n 
t h i s study to generate gaseous h y d r i d e s and mercury. A schematic 
diagram of the flow i n j e c t i o n m a n i f o l d i s shown i n F i g u r e 2.2. 
T h i s i s almost i d e n t i c a l t o the continuous f l o w approach, e x c e p t 
t h a t the s w i t c h i n g v a l v e i s r e p l a c e d w i t h a 6 p o r t v a l v e . The 
sample loop may be f i l l e d e i t h e r manually v i a a s y r i n g e method 
or by c o n t i n u o u s l y pumping the sample through t he loop. " The 
l a t t e r method being p r e f e r r e d f o r automated systems. Once 
a c t i v a t e d the v a l v e s w i t c h e s p n e u m a t i c a l l y u s i n g a supply of 
compressed gas. U n l i k e t he continuous f l o w approach, s i g n a l s 
generated a r e t r a n s i e n t . The continuous f l o w and f l o w i n j e c t i o n 
vapour g e n e r a t i o n systems may be operated manually o r by computer 
c o n t r o l . The l a t t e r i s a c h i e v e d u s i n g 5 v o l t t r a n s i s t o r 
t r a n s i s t o r l o g i c ( T T L ) . 
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F i g u r e 2.2 Schematic diagram of the flow i n j e c t i o n vapour/hydride generation system, shown i n 
the blank p o s i t i o n 
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2.2.1. Atomic Absorption Spectrometry (AAS) 
Atomic a b s o r p t i o n spectrometry (AAS) i s a w e l l e s t a b l i s h e d 
t e c h n i q u e and has been r o u t i n e l y used i n many l a b o r a t o r i e s f o r 
over t h i r t y y e a r s . Numerous r e v i e w s and books have been w r i t t e n 
( 9 0 , 9 1 ) . 
The p r o c e s s of atomic a b s o r p t i o n i n v o l v e s the a b s o r p t i o n , by f r e e 
atoms of an element, of l i g h t a t a wavelength s p e c i f i c to t h a t 
element. I t i s e s s e n t i a l l y used t o determine m e t a l l i c and semi-
m e t a l l i c elements, s i n c e t h e s e elements c o n t a i n v a l e n c e e l e c t r o n s 
which a r e r e l a t i v e l y l o o s e l y bound to the n u c l e u s and t h e r e f o r e 
can be e x c i t e d from t h e i r ground s t a t e to h i g h e r energy l e v e l s 
by photons of wavelengths i n t h e range 190 t o 900 nm. 
For each atom of a given metal o r semi-metal the energy gap f o r 
e l e c t r o n i c t r a n s i t i o n s i s n e a r l y i d e n t i c a l . More i m p o r t a n t l y t h e 
energy gap i s c h a r a c t e r i s t i c to t h a t p a r t i c u l a r element. Thus 
i f l i g h t of a narrow wavelength i s passed through an atom c l o u d , 
then i t i s o n l y the atoms of one p a r t i c u l a r element which w i l l 
absorb photons. Hence atomic a b s o r p t i o n s p e c t r o m e t r y i s a h i g h l y 
s e l e c t i v e t e c h n i q u e . 
The i n s t r u m e n t requirements i n c l u d e a l i g h t s o u r c e such as a 
hollow cathode lamp (HCL) or an e l e c t r o d e l e s s d i s c h a r g e lamp 
(EDL), which emits r a d i a t i o n c h a r a c t e r i s t i c of t h e element of 
i n t e r e s t . A flame or e l e c t r o t h e r m a l c e l l t o produce an atomic 
vapour which i n t u r n absorbs t h e c h a r a c t e r i s t i c r a d i a t i o n from 
the s o u r c e by v a r i o u s amounts, depending upon the c o n c e n t r a t i o n 
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of t h e f r e e atoms, and f i n a l l y a d e t e c t i o n system, u s u a l l y a 
p h o t o m u l t i p l i e r tube. P r i o r to r a d i a t i o n e n t e r i n g t h e d e t e c t o r , 
i s o l a t i o n of the r e q u i r e d wavelength i s a c h i e v e d u s i n g a 
monochromator. An Atomic A b s o r p t i o n / E m i s s i o n Spectrometer (SP9, 
Unicam L t d , Cambridge, UK) was used f o r t h i s r e s e a r c h and the 
o p t i c a l diagram of t h i s i n s t r u m e n t i s shown i n F i g u r e 2.3. 
2.3.1. I n d u c t i v e l y Coupled Plasma - Mass Spe c t r o m e t r y (ICP-MS) 
The combination of an i n d u c t i v e l y coupled plasma ( I C P ) as a high 
temperature i o n s o u r c e w i t h a quadrupole mass s p e c t r o m e t e r (MS) 
a s a h i g h s e n s i t i v i t y d e t e c t o r has r e c e n t l y l e d t o a 
r e v o l u t i o n a r y new method of a n a l y s i s (ICP-MS), ( 9 2 ) . The main 
s t a g e s of ICP-MS o p e r a t i o n a r e : 
( i ) Sample i n t r o d u c t i o n i n t o t h e plasma s o u r c e . 
( i i ) Scunple d i s s o c i a t i o n , a t o m i s a t i o n and i o n i z a t i o n . 
( i i i ) Ion e x t r a c t i o n i n the i n t e r f a c e r e g i o n . 
( i v ) S e p a r a t i o n and measurement of i o n i c s p e c i e s i n the 
quadrupole mass spectrometer. 
A g e n e r a l schematic diagram of an ICP-MS i n s t r u m e n t i s shown i n 
F i g u r e 2.4. The argon plasma i s i n i t i a t e d by an e l e c t r i c a l 
d i s c h a r g e from a T e s l a c o i l and m a i n t a i n e d by i n d u c t i v e c o u p l i n g 
of 1.2 t o 1.8 kW of r a d i o f r e q u e n c y (27.12 KHz) energy from the 
i n d u c t i o n c o i l . The plasma t o r c h i s m a i n t a i n e d i n t h e h o r i z o n t a l 
p o s i t i o n i n o r d e r t o a c h i e v e the most e f f i c i e n t i o n e x t r a c t i o n . 
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Ion e x t r a c t i o n o c c u r s a t the i n t e r f a c e between t h e i n d u c t i v e l y 
coupled plasma and the mass spectrometer, i t c o n s i s t s of two 
n i c k e l cones known as the sampler and skimmer, w i t h a p e r t u r e s 1.0 
and 0.7 mm r e s p e c t i v e l y , which a r e l o c a t e d on t h e a x i s of the 
plasma torch.-. The e x t r a c t e d gas forms a beam i n -the f i r s t 
e xpansion s t a g e , which o p e r a t e s a t a p r e s s u r e of about 1,0 mbar. 
The c o r e of t h i s beam p a s s e s i n t o a second s t a g e (8 x 10"^ mbar) 
v i a a.skimmer a p e r t u r e behind which an i o n l e n s f o c u s e s the i o n s 
through the f i n a l a p e r t u r e i n t o t h e quadrupole mass sp e c t r o m e t e r 
and d e t e c t o r . (2 x 10"^ mbar). 
The quadrupole mass s p e c t r o m e t e r e f f e c t i v e l y a c t s as a f i l t e r , 
o n l y t r a n s m i t t i n g i o n s w i t h p r e - s e l e c t e d mass : charge r a t i o s . 
T r a n s m i t t e d i o n s a r e d e t e c t e d w i t h a c h a n n e l t r o n p u l s e c o u n t e r 
e l e c t r o n m u l t i p l i e r . 
I n p r a c t i c e any sample i n t r o d u c t i o n t e c h n i q u e can be coupled t o 
the plasma s o u r c e . Sample s o l u t i o n i n t r o d u c t i o n v i a pneumatic 
n e b u l i s a t i o n i s t y p i c a l l y 1-2% e f f i c i e n t - T h i s can be improved 
f u r t h e r by u s i n g vapour/hydride g e n e r a t i o n , t h e r e b y i n c r e a s i n g 
s e n s i t i v i t y by 2 o r d e r s of magnitude f o r the h y d r i d e forming 
elements and mercury. T h i s i s e s p e c i a l l y t r u e f o r a r s e n i c and 
s e l e n i u m , s i n c e they have h i g h f i r s t i o n i z a t i o n e n e r g i e s , and a r e 
t h e r e f o r e r e l a t i v e l y u n s e n s i t i v e u s i n g n e b u l i s a t i o n i n t r o d u c t i o n 
systems. The d e t e r m i n a t i o n of a r s e n i c and s e l e n i u m by ICP-MS can 
be p r o b l e m a t i c , p a r t i c u l a r l y when samples c o n t a i n s u b s t a n t i a l 
amounts of c h l o r i d e i o n s . The problems r e s u l t from s p e c t r a l 
o v e r l a p s of argon c h l o r i d e s p e c i e s on the i s o t o p e s of '^As and 
"Se. A r s e n i c i s monoisotopic and t h e r e f o r e t h i s i s o b a r i c 
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i n t e r f e r e n c e s e v e r e l y l i m i t s i t s d e t e r m i n a t i o n i n b i o l o g i c a l and 
environmental samples. There a r e , however, a number of ways t o 
overcome t h i s problem, such a s h y d r i d e g e n e r a t i o n (55) o r t h e 
a d d i t i o n of n i t r o g e n to the plasma (92) and t h e s e w i l l be 
d i s c u s s e d i n more d e t a i l i n s e c t i o n 3.3.4. The c o u p l i n g between 
vapour/hydride g e n e r a t i o n i n d u c t i v e l y c o u p l e d plasma - mass 
spe c t r o m e t r y i s s i m p l y a s h o r t t r a n s f e r l i n e of s i l i c o n e rubber 
t u b i n g a t t a c h e d t o the base of t h e plasma t o r c h . The s p r a y 
chamber i s bypassed, to a v o i d sample d i l u t i o n . The ICP-MS 
ins t r u m e n t used i n t h i s study was a VG Plasmaquad 2. ( F i s o n s 
I n s t r u m e n t s , Winsford, C h e s h i r e , UK) f i t t e d w i t h a F a s s e l t o r c h . 
2.4.1. Atomic F l u o r e s c e n c e Spectrometry (AFS) 
Atomic f l u o r e s c e n c e i s a r a d i a t i o n a l d e a c t i v a t i o n p r o c e s s which 
o c c u r s a f t e r t he e x c i t a t i o n of f r e e atoms by the a b s o r p t i o n of 
r a d i a t i o n of a c h a r a c t e r i s t i c wavelength from an a p p r o p r i a t e 
e x c i t a t i o n s o u r c e . There a r e two b a s i c t y p e s of f l u o r e s c e n c e , 
resonance f l u o r e s c e n c e and non-resonance f l u o r e s c e n c e . Resonance 
f l u o r e s c e n c e i s u s u a l l y the most i n t e n s e and has t h e r e f o r e been 
the most w i d e l y used i n a n a l y t i c a l c h e m i s t r y . I t o c c u r s when the 
atom r e - e m i t s a s p e c t r a l l i n e of the same wavelength as t h a t used 
f o r e x c i t a t i o n . The most u s e f u l t r a n s i t i o n s i n v o l v e the ground 
s t a t e however, e x c i t a t i o n a r i s i n g from non-ground s t a t e energy 
l e v e l s can a l s o o c c u r . The v a r i o u s t y p e s of atomic f l u o r e s c e n c e 
a r e summarised i n F i g u r e 2.5. The energy l e v e l s a r e i n d i c a t e d 
by n u m e r i c a l s u b s c r i p t s used i n a s c e n d i n g o r d e r f o r i n c r e a s i n g 
energy. The s o l i d l i n e s r e p r e s e n t r a d i a t i o n a l p r o c e s s e s and t h e 
dashed l i n e s n o n - r a d i a t i o n a l p r o c e s s e s . 
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F i g u r e 2.5 Types of atomic f l u o r e s c e n c e , dashed l i n e s r e p r e s e n t r a d i a t i o n l e s s t r a n s i t i o n s 
















I n t h e l a t t e r , a s i n g l e - h e a d e d arrow r e p r e s e n t s n o n - r a d i a t i o n a l 
d e - a c t i v a t i o n and a double-headed arrow a thermail a c t i v a t i o n 
p r o c e s s . The term a n t i - s t o k e s i s used when t h e r a d i a t i o n e m i t t e d 
i s of s h o r t e r wavelength, i . e . g r e a t e r energy than t h a t absorbed. 
The ba s i c , i n s t r u m e n t a t i o n f o r f l u o r e s c e n c e c o n s i s t s of - an 
e x c i t a t i o n source w i t h an a p p r o p r i a t e power supply , an a t o m i s e r , 
a method of i s o l a t i n g t he wavelength r e g i o n of i n t e r e s t , a 
p h o t o d e t e c t o r and an e l e c t r o n i c a m p l i f i e r / r e a d o u t system. 
I l l u m i n a t i o n a t r i g h t a n g l e s to t h e d e t e c t o r a x i s i s p r e f e r r e d 
to p r e v e n t r a d i a t i o n from the e x c i t a t i o n s o u r c e r e a c h i n g the 
d e t e c t o r . 
D i s p e r s i v e and n o n - d i s p e r s i v e measurement systems have been 
u t i l i s e d and t h e s e a r e shown i n F i g u r e s 2.6 and 2.7 r e s p e c t i v e l y . 
D i s p e r s i v e systems can be o b t a i n e d w i t h m o d i f i c a t i o n of atomic 
a b s o r p t i o n / e m i s s i o n s p e c t r o m e t e r s , by p l a c i n g an i n t e n s e 
e x c i t a t i o n s o u r c e a t r i g h t a n g l e s to the o p t i c a l a x i s of the 
monochromator. S i n c e atomic a b s o r p t i o n o p e r a t e s a c c o r d i n g to the 
b a s i c l i m i t s of the Beer-Lambert Law, one of which i s t h a t 
absorbance i s independent of t h e s o u r c e i n t e n s i t y , atomic 
a b s o r p t i o n apparatus has low l i g h t g a t h e r i n g c h a r a c t e r i s t i c s , 
e s p e c i a l l y i n the f a r uv wavelength r e g i o n . Atomic f l u o r e s c e n c e 
however, r e q u i r e s h i g h l i g h t g a t h e r i n g power t o be used t o the 
b e s t advantage. F o r t h i s r e a s o n , the e n t r a n c e s l i t s of the 
monochromator a r e f u l l y opened i n o r d e r t o c o l l e c t as much 
f l u o r e s c e n c e as p o s s i b l e . I n f a c t , no monochromator i s r e q u i r e d 
f o r atomic f l u o r e s c e n c e - b e c a u s e i t can be arranged so t h a t o n l y 
one f l u o r e s c e n t s p e c i e s i s e x c i t e d by an element s p e c i f i c 
e x c i t a t i o n s o u r c e . 
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More i m p o r t a n t l y , i n atomic f l u o r e s c e n c e , i t i s p o s s i b l e t o use 
a l l l i n e s , of the: element i f a l i n e s o u r c e i s used f o r e x c i t a t i o n . 
Summation of t h e s e f l u o r e s c e n c e l i n e s i s p o s s i b l e and t h e r e f o r e 
n o n - d i s p e r s i v e systems/are u s u a l l y more s e n s i t i v e t h a n d i s p e r s i v e : 
-systems. On some o c c a s i o n s i t may be - advantageous where t h e r e 
i s s t r o n g e m i s s i o n s from t he flame to use a f i l t e r between-the 
atom r e s e r v o i r and t h e d e t e c t o r , see F i g u r e 2.7. The r e l a t i v e 
advantages and d i s a d v a n t a g e s of the two approaches w i l l be 
d i s c u s s e d i n g r e a t e r d e t a i l i n the forthcoming c h a p t e r s . 
Mathematical e x p r e s s i o n s r e l a t i n g atomic f l u o r e s c e n c e i n t e n s i t y 
to atom c o n c e n t r a t i o n can be q u i t e complex ( 9 1 ) , s i n c e t h e y 
c o n s i d e r both the i n i t i a l a b s o r p t i o n p r o c e s s and t h e p r o p o r t i o n 
of t h e absorbed energy which i s r e - e m i t t e d a s f l u o r e s c e n c e . They 
must a l s o a l l o w f o r the p o s s i b i l i t y of s e l f - a b s o r p t i o n of 
i n c i d e n t and emitted r a d i a t i o n . The o t h e r c o m p l i c a t i n g f a c t o r 
i s t h e number of d i f f e r e n t t y p e s of f l u o r e s c e n c e t h a t a r e 
p o s s i b l e . The e x p r e s s i o n f o r f l u o r e s c e n c e i n t e n s i t y may be 
s i m p l i f i e d by making the f o l l o w i n g assumptions: 
1) That the f l u o r e s c e n c e t r a n s i t i o n c o n s i d e r e d i s e x c i t e d by 
a b s o r p t i o n of energy a t o n l y a s i n g l e f r e q u e n c y . 
2) That the e n t i r e f l u o r e s c e n c e c e l l i s w i t h i n t h e s o l i d a n g l e 
viewed by the d e t e c t o r . 
3) That no f l u o r e s c e n c e e m i s s i o n i s l o s t by r e - a b s o r p t i o n i n 
the c e l l . 
I n t h i s i d e a l c a s e , the i n t e g r a t e d f l u o r e s c e n c e i n t e n s i t y a t 
r i g h t a n g l e s t o the i n c i d e n t r a d i a n t beam i s g i v e n by; 
Ip = I^w S2 AT 0 
4TT 
Where 1^ i s the r a d i a n t f l u x ; w i s the width of t h e e x c i t i n g beam 
of r a d i a t i o n ; Q i s the s o l i d a n g l e (4n i s s i m p l y t h e t o t a l number 
of r a d i a n s over which f l u o r e s c e n c e i s e m i t t e d from t h e c e l l ) ; hj 
i s t h e t o t a l a b s o r p t i o n f a c t o r a t t h e f l u o r e s c e n c e l i n e ; 0 i s the 
f l u o r e s c e n c e y i e l d , which i s the f r a c t i o n of the absorbed photons 
which i s r e - e m i t t e d as f l u o r e s c e n c e r a d i a t i o n . 
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CHAPTER 3 
GAS-LIQUID SEPARATION PROCESSES FOR CONTINUOUS 
FLOW HYDRIDE GENERATION 
3.1. INTRODUCTION 
Hydride g e n e r a t i o n e s s e n t i a l l y i n v o l v e s t h r e e s t a g e s . F i r s t , t h e 
g e n e r a t i o n and v o l a t i l i s a t i o n of the h y d r i d e . Second, t he 
t r a n s p o r t a t i o n of the h y d r i d e i n t o an e x c i t a t i o n s o u r c e and 
t h i r d , t h e a t o m i s a t i o n p r o c e s s w i t h subsequent s p e c t r o s c o p i c 
measurement. T h i s c h a p t e r w i l l c o n c e n t r a t e on the second s t a g e 
which i n v o l v e s s e p a r a t i n g the ga s e s c o n t a i n i n g the a n a l y t e from 
the l i q u i d products u s i n g a g a s - l i q u i d s e p a r a t i o n d e v i c e . 
The m a j o r i t y of workers i n t h e f i e l d (44,45,46) have used 
c o n v e n t i o n a l g l a s s 'U' tube s e p a r a t o r s , based on t h e d e s i g n of 
Thompson e t a l . ( 4 3 ) . Provided a s u i t a b l e c h e m i c a l environment 
e x i s t s , h y d r i d e formation w i l l o c c u r a t the p o i n t where r e d u c t a n t 
and a c i d i f i e d s o l u t i o n s meet. T h e r e f o r e i n most i n s t a n c e s a g as-
l i q u i d m i x t u r e e x i s t s even b e f o r e e n t r y t o t h e g a s - l i q u i d 
s e p a r a t o r ( G L S ) . On e n t r y the gaseous p r o d u c t s , e i t h e r hydrogen 
or hydrogen and h y d r i d e s , a r e s e p a r a t e d from t he l i q u i d p r o d u c t s . 
The l a t t e r flows v i a a c o n s t a n t head 'U' tube t o a f r e e r u n n i n g 
d r a i n , and the former, being purged by an i n e r t gas such as 
n i t r o g e n o r argon i n t o t h e atom c e l l . 
Other d e s i g n s of g a s - l i q u i d s e p a r a t o r s made from g l a s s have been 
r e p o r t e d . Sturman (94) d e s c r i b e d a s e p a r a t o r which a c h i e v e s 
s e p a r a t i o n by impingement of the g a s - l i q u i d m i x t u r e on a g l a s s 
s u r f a c e , f a c i l i t a t i n g the r e l e a s e of gaseous p r o d u c t s w i t h o u t t h e 
formation of l a r g e bubbles. The volume of t h e s e p a r a t o r was kept 
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to a minimiun t o ensure a r a p i d r e s p o n s e . 
More r e c e n t l y , membrane g a s - l i q u i d s e p a r a t i o n has been 
i n t r o d u c e d . Pacey e t a l . (36) were the f i r s t t o d e s c r i b e a d u a l 
phase gas d i f f u s i o n c e l l w i t h a porous p o l y t e t r a f l u o r o e t h y l e n e 
(PTFE) membrane as a GLS f o r a r s i n e g e n e r a t i o n w i t h AAS 
d e t e c t i o n . T h i s device, had a d i f f u s i o n a r e a 70 mm l o n g by 1 mm 
wide and was f i t t e d w i t h a 0.4 5 \im pore s i z e PTFE membrane. One 
of t he problems the y encountered was t h a t unsupported membranes 
s t r e t c h e d i n t o t h e flow c h a n n e l , due to the p r e s s u r e d i f f e r e n t i a l 
between the two phases. Support m a t e r i a l s such as p o l y e t h y l e n e , 
wax-impregnated c e l l u l o s e and p e r f o r a t e d aluminium f o i l were 
i n v e s t i g a t e d , but the most s u i t a b l e support was found to be nylon 
mesh. T h i s s e p a r a t o r d e s i g n was found t o d e c r e a s e t r a n s i t i o n 
metal i n t e r f e r e n c e s , s i n c e the f a s t s e p a r a t i o n p r o c e s s r a p i d l y 
removed the gaseous h y d r i d e from t h e p o t e n t i a l i n t e r f e r e n t s i n 
the l i q u i d phase. 
Yamamoto and co-workers (95) d e s c r i b e d a GLS based on microporous 
PTFE t u b i n g f o r flow i n j e c t i o n - h y d r i d e g e n e r a t i o n - AAS. The 
mixture of hydrogen, a r s i n e , argon c a r r i e r gas and t h e r e a c t e d 
s o l u t i o n was passed through t he i n n e r PTFE tube. The gaseous 
prod u c t s d i f f u s e d through t h e membrane w h i l s t t h e l i q u i d p r o d u c t s 
flowed c o n t i n u o u s l y to waste. L i k e Pacey e t a l . ( 3 6 ) they a l s o 
observed a r e d u c t i o n i n t r a n s i t i o n metal i n t e r f e r e n c e s compared 
to c o n v e n t i o n a l methods of s e p a r a t i o n . 
I t t h e r e f o r e f o l l o w s , t h a t t h e r e a r e two approaches one can adopt 
f o r membrane g a s - l i q u i d s e p a r a t i o n , e i t h e r u s i n g f i l m o r t u b u l a r 
membranes. Wang and Barnes (96,97) s t u d i e d both approaches f o r 
A5 
the d e t e r m i n a t i o n of a r s e n i c u s i n g ICP-AES - The t u b u l a r membrane 
de s i g n c o n s i s t e d of two c o n c e n t r i c t u b e s . V a r i o u s s e p a r a t o r 
dimensions were i n v e s t i g a t e d . Outer g l a s s tube dimensions were 
between 7-10 cm i n l e n g t h and 5-20 mm o u t e r d i a m e t e r , w i t h gas 
i n l e t and e x i t p o r t s l o c a t e d on o p p o s i t e s i d e s a t each end of the 
tube. The i n n e r tube c o n s i s t e d of microporous PTFE t u b i n g which 
was f i r m l y s e a t e d a t the reduced diameter ends of t h e ou t e r tube. 
The g a s - l i q u i d m i x t u r e passed through t h e i n n e r tube and the 
gaseous products d i f f u s e d through the membrane, s u b s e q u e n t l y 
being swept t o the plasma d i s c h a r g e u s i n g an argon c a r r i e r gas 
which flowed through t h e o u t e r tube. U s i n g a permeation 
r e l a t i o n s h i p (97) and a model f o r h y d r i d e t r a n s f e r i n t o t h e 
plasma ( 4 5 ) , t h e y d i s c o v e r e d t h a t maximum a r s e n i c s i g n a l s were 
obtained when the r a t i o of the tubing d i a m e t e r t o w a l l t h i c k n e s s 
was l a r g e . S m a l l s e p a r a t o r volume and t u b i n g d i a m e t e r a l l o w s f o r 
f a s t r e s p o n s e s . As one would expect, r a p i d permeation was found 
w i t h l a r g e r pore s i z e s . 
The f i l m membrane s e p a r a t o r s t u d i e d by Wang and Barnes (96) was 
c o n s t r u c t e d w i t h two aluminium b l o c k s . Each b l o c k had a 1 mm 
o u t e r diameter groove machined i n t o t h e middle of one of i t s 
s u r f a c e s . V a r i o u s microporous PTFE membranes were p r e s s e d 
between the two b l o c k s to cover the grooves which were a l i g n e d 
one above t he o t h e r when the two b l o c k s were f i r m l y clamped 
to g e t h e r . S e p a r a t i o n was a c h i e v e d by p a s s i n g a g a s - l i q u i d 
mixture i n t o one s i d e of the s e p a r a t o r , a l l o w i n g gaseous products 
to d i f f u s e f r e e l y through the membrane w h i l e t h e l i q u i d products 
flowed c o n t i n u o u s l y t o waste. Four t y p e s of microporous PTFE 
membrane were i n v e s t i g a t e d , w i t h d i f f e r e n t pore s i z e s , t h i c k n e s s , 
p o r o s i t y and support m a t e r i a l s . A c c o r d i n g to the permeation 
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t h e o r y proposed ( 9 7 ) , the permeation r a t e through t h e membrane 
w a l l should be p r o p o r t i o n a l t o t h e membrane a r e a and pore s i z e 
and i n v e r s e l y p r o p o r t i o n a l to the t h i c k n e s s of t h e membrane. 
Wang and Barnes however, found t h a t t h e s i g n a l magnitude f o r each 
type of membrane was s i m i l a r , and a t t r i b u t e d t h i s t o both t h e 
a c c e l e r a t e d l i n e a r flow r a t e of t h e g e n e r a t e d gas and spent 
s o l u t i o n through the reduced diameter of t h e s e p a r a t o r . 
Consequently, t h i s i n c r e a s e d t h e h y d r i d e permeation r a t e through 
the membrane t h e r e b y l e s s e n i n g the e f f e c t s of pore s i z e and 
t h i c k n e s s . Although s i m i l a r magnitudes were o b t a i n e d f o r each 
membrane, the s i g n a l t o n o i s e and s i g n a l t o background r a t i o s 
v a r i e d t o a g r e a t e r degree. The b e s t a n a l y t i c a l performance was 
obtained w i t h a 0.2 jim pore s i z e , 76 \im t h i c k n e s s , and 78% 
p o r o s i t y PTFE membrane supported by non-woven p o l y p r o p y l e n e . 
Membrane g a s - l i q u i d s e p a r a t o r d e v i c e s have not o n l y been u t i l i s e d 
f o r h y d r i d e g e n e r a t i o n , but have a l s o been a p p l i e d to o t h e r 
a p p l i c a t i o n s . These i n c l u d e : 
( i ) carbon d i o x i d e d e t e r m i n a t i o n s u s i n g i o n chromatography 
(98) ; 
( i i ) debubblers f o r segmented continuous flow a u t o - a n a l y s e r s 
(99) ; 
( i i i ) s i multaneous d e t e r m i n a t i o n of c y a n i d e and t h i o c y a n a t e s 
(100) ; 
( i v ) d e t e r m i n a t i o n of anmionia ( 1 0 1 ) ; 
( v ) d e t e r m i n a t i o n of c h l o r i n e ( 1 0 2 ) ; 
( v i ) d e t e r m i n a t i o n of mercury ( 1 0 3 ) ; 
( v i i ) s u l p h i d e d e t e r m i n a t i o n s i n groundwaters ( 1 0 4 ) . 
Cave" and Green (105) r e c e n t l y r e p o r t e d a f e a s i b i l i t y study on the 
de t e r m i n a t i o n of i o d i d e , t i n , a r s e n i c , s e l e n i u m and b i c a r b o n a t e 
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i n groundwaters by ICP-AES u s i n g a t u b u l a r membrane g a s - l i q u i d 
s e p a r a t o r . T h i s d e v i c e c o n s i s t e d of a 2 m PTFE o u t e r tube (3.2 
mm o.d. X 1.5 mm i . d . ) and a s i l i c o n e rubber i n n e r tube (1 mm 
o.d. X 0.5 mm i . d . ) a l s o of 2 m i n l e n g t h . The two tubes were 
connected u s i n g v a r i a b l e bore 'T' c o n n e c t o r s . I o d i d e was 
determined a f t e r o x i d a t i o n to i o d i n e u s i n g hydrogen p e r o x i d e and 
a c i d i c molybdate a s a c a t a l y s t , and b i c a r b o n a t e was determined 
by d i s p l a c e m e n t from s o l u t i o n a s carbon d i o x i d e . The h y d r i d e 
forming elements were determined by c o n v e n t i o n a l sodium 
t e t r a h y d r o b o r a t e - h y d r o c h l o r i c a c i d r e d u c t i o n . Low p a r t s per 
b i l l i o n d e t e c t i o n l i m i t s were o b t a i n e d f o r each a n a l y t e . 
T h i s c h a p t e r i s devoted towards i n v e s t i g a t i n g t h e g a s - l i q u i d 
s e p a r a t i o n p r o c e s s e s i n v o l v e d f o r continuous f l o w h y d r i d e 
g e n e r a t i o n . V a r i o u s s e p a r a t i o n d e v i c e s have been i n v e s t i g a t e d , 
i n c l u d i n g a c o n v e n t i o n a l g l a s s 'U' tube s e p a r a t o r (GGLS) based 
on t h e d e s i g n of Thompson e t a l . ( 4 3 ) , a t u b u l a r membrane 
s e p a r a t o r (TMGLS) as d e s c r i b e d by Cave and Green (104,105) and 
a microporous PTFE membrane mounted i n a s t a n d a r d gas d i f f u s i o n 
c e l l (MGLS), s i m i l a r t o t h a t used by Pacey e t a l . ( 3 6 ) . The 
e f f e c t of sodium t e t r a h y d r o b o r a t e and h y d r o c h l o r i c a c i d 
c o n c e n t r a t i o n s t o g e t h e r w i t h c a r r i e r gas flow r a t e on s i g n a l 
magnitude and response times have been i n v e s t i g a t e d f o r each 
s e p a r a t o r f o r one or more of the h y d r i d e forming elements. The 
r e l a t i v e advantages and d i s a d v a n t a g e s of each s e p a r a t o r a r e 
d i s c u s s e d w i t h r e f e r e n c e t o t h e i r a n a l y t i c a l performance. 
3.1.1. E x p e r i m e n t a l and I n s t r u m e n t a t i o n 
A c o m m e r c i a l l y a v a i l a b l e continuous f l o w vapour/hydride g e n e r a t o r 
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s u p p l i e d by" the c o l l a b o r a t i n g body (P S A n a l y t i c a l L t d , 
Sevenoaks, Kent) .was used to i n v e s t i g a t e t h e v a r i o u s d e s i g n s of 
g a s - l i q u i d s e p a r a t i o n d e v i c e s . A s c h e m a t i c diagram of t h i s 
instrument-- i s shown, i n F i g u r e 2.1. The system was used 
throughout t h i s study, the o n l y m o d i f i c a t i o n being t h e 
replacement of d i f f e r e n t t y p e s of s e p a r a t o r . S i n c e t h i s 
instrument, i s a w e l l • e s t a b l i s h e d commercial product, major 
parameters such as seunple flow r a t e s were not v a r i e d . The aim 
of the study, .was t h e r e f o r e t o a s s e s s the s u i t a b i l i t y and 
c a p a b i l i t y , of n o v e l g a s - l i q u i d s e p a r a t i o n d e v i c e s f o r the 
e x i s t i n g h y d r i d e g e n e r a t i o n product. 
Table 3.1 l i s t s the o p e r a t i n g c o n d i t i o n s used i n t h e s e 
experiment's f o r AAS u s i n g the tube i n flame method ( s e e s e c t i o n 
1.2.4a). ; .These c o n d i t i o n s were m a i n t a i n e d f o r each g a s - l i q u i d 
s e p a r a t o r . 
T a b l e 3-1 Op e r a t i n g c o n d i t i o n s f o r t h e Unicam SP9 atomic 
a b s o r p t i o n / a t o m i c e m i s s i o n spectrometer 
Element As Se Sb Pb 
Wavelength/nm 193.7 196.0 206.0 283.3 
Bandpass/nm 1.0 1.0 1.0 1.0 
Damping/s 2.0 2.0 2.0 2.0 
Mode ABS ABS ABS ABS 
Background C o r r e c t i o n OFF OFF OFF OFF 
Lamp Current/mA 8.0 6.0 13.0 3.0 
Burner Height/mm 10.0 10.0 10.0 10.0 
A i r / 1 min'^ 5.0 5.0 5.0 5.0 
Ac e t y l e n e / 1 min"^ 1.2 1.2 1.2 1.2 
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Before the assessment could be undertaken i t was n e c e s s a r y to 
i d e n t i f y t he c r i t e r i a f o r an i d e a l g a s - l i q u i d s e p a r a t i o n f o r 
h y d r i d e g e n e r a t i o n . These c r i t e r i a i n c l u d e d : 
( i ) h i g h s e p a r a t i o n e f f i c i e n c y ; 
( i i ) f a s t response t i m e s ; 
( i i i ) s t a b l e s t e a d y s t a t e s i g n a l w i t h low n o i s e ; 
( i v ) minimum c a r r y - o v e r of the l i q u i d p r o d u c t s ; 
( V ) low i n t e r f e r e n c e s ; 
( v i ) e a s e of use and r o b u s t n e s s . 
3.2.1. G l a s s 'U' Tube G a s - L i q u i d S e p a r a t o r (GGLS) 
The c o n s t r u c t i o n of the GGLS ( a s s u p p l i e d w i t h t h e i n s t r u m e n t 
used i n t h i s s t u d y ) i s shown i n F i g u r e 3.1. The main parameters 
found t o i n f l u e n c e the magnitude of t h e h y d r i d e g e n e r a t i o n s i g n a l 
were sodium t e t r a h y d r o b o r a t e and h y d r o c h l o r i c a c i d c o n c e n t r a t i o n s 
and c a r r i e r gas flow r a t e . The s i g n i f i c a n c e of each of t h e s e 
v a r i a b l e s was i n v e s t i g a t e d u s i n g u n i v a r i a t e s e a r c h e s . The 
c o n d i t i o n s f o r a r s e n i c , selenium and antimony f o r t h e u n i v a r i a t e 
s e a r c h e s a r e summarised i n T a b l e 3.2 f o r atomic a b s o r p t i o n 
s p e c t r o m e t r y . A l l parameters e x c e p t the parameter b e i n g s t u d i e d 
were h e l d c o n s t a n t . 
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F i g u r e 3.1 G l a s s 'U' tube g a s - l i q u i d s e p a r a t o r 
continuous flow h y d r i d e g e n e r a t i o n 
f o r 
MIXED SAMPLE 
PLUS REAGENT CARRIER GAS 
TO ATOM CELL 
1 
L I Q U I D L E V E L 
WASTE 
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T a b l e 3.2 Hydride a e n e r a t i o n c o n d i t i o n s f o r a r s e n i c , selenium 
and antimony u s i n g the g l a s s 'U' tube g a s - l i q u i d 
s e p a r a t o r 
Element As Se Sb 
NaBHft cone - /% m/V 1-2 1 1-2 
NaBH^ flow r a t e / m l min"^ 3.5 3.5 3a5 
HCl conc./mol 1'^  5.0 5.0 3.0 
HCl f l o w r a t e / m l min"^ 7.5 7.5 7.5 
C a r r i e r gas flow r a t e / 1 min"^ 0.25 0.25 0.25 
The v a r i a t i o n s i n peak h e i g h t w i t h sodium t e t r a h y d r o b o r a t e 
c o n c e n t r a t i o n i s i l l u s t r a t e d i n F i g u r e 3.2 f o r a r s e n i c , s e l e n i u m 
and antimony. Sodium t e t r a h y d r o b o r a t e s o l u t i o n s a r e 
i n t r i n s i c a l l y u n s t a b l e , however, t h i s can be overcome by 
i n c r e a s i n g the a l k a l i n i t y of the s o l u t i o n , t y p i c a l l y w i t h 0.1 mol 
1^ ^ sodium hydroxide ( 5 7 ) . The s o l u t i o n i s then s t a b l e f o r two 
t o t h r e e days. The sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n g i v i n g 
t he maximum response was about 2% m/V f o r a r s e n i c and antimony. 
Selenium was more dependant on sodium t e t r a h y d r o b o r a t e 
c o n c e n t r a t i o n and an optimum was o b t a i n e d a t a c o n c e n t r a t i o n of 
1% m/V. These r e l a t i v e l y h i g h c o n c e n t r a t i o n s e n s u r e e x c e s s 
hydrogen formation a l l o w i n g e f f i c i e n t g e n e r a t i o n of the hy d r i d e 
s p e c i e s . 
The e f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on peak h e i g h t f o r 
a r s e n i c , selenium and antimony i s shown i n F i g u r e 3.3. The a c i d 
c o n c e n t r a t i o n g i v i n g maximum s i g n a l r e sponse f o r both a r s e n i c and 
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F i g u r e 3.2 - E f f e c t of sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n 
on peak h e i g h t f o r As, Se and Sb u s i n g t h e g l a s s 
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E f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on peak 
h e i g h t f o r As, Se and Sb u s i n g t h e g l a s s 'U' tube 
g a s - l i q u i d s e p a r a t o r 
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Hydrochloric Acid ConcentraUon / mol 1 
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s e l e n i u m i s about 5 mol 1"^. T h i s i s i n agreement w i t h Thompson 
e t a l . (43) and Ebdon e t a l . ( 5 7 ) , A lower o p t i m a l a c i d 
c o n c e n t r a t i o n of 3 mol 1"^  was o b t a i n e d f o r antimony. T h i s lower 
c o n c e n t r a t i o n was a l s o found by Nakahara ( 2 0 ) . 
Optimum c a r r i e r gas flow r a t e s a r e o f t e n a compromise between 
peak shape and s e n s i t i v i t y . For i n s t a n c e , h i g h c a r r i e r gas flow 
r a t e s g i v e f a s t response and minimal memory t i m e s , however, a 
r e d u c t i o n i n s e n s i t i v i t y i s o f t e n observed due to sample 
d i l u t i o n . C o n v e r s e l y , lower c a r r i e r gas flow r a t e s g i v e s l o w e r 
s i g n a l r e sponse and memory t i m e s , but s e n s i t i v i t y i s u s u a l l y 
s u p e r i o r . One must a l s o c o n s i d e r t h e s t a b i l i t y of the h y d r i d e 
s p e c i e s , U n s t a b l e h y d r i d e s must be d e l i v e r e d r a p i d l y t o the 
a t o m i s a t i o n c e l l t o prevent decomposition. A c a r r i e r gas flow 
r a t e of 0.25 1 min"^ was found t o be s u i t a b l e f o r a r s e n i c , 
s e l e n i u m and antimony. The v a r i a t i o n s i n peak h e i g h t w i t h 
c a r r i e r gas fl o w r a t e a r e shown i n F i g u r e 3.4. 
I n a d d i t i o n t o the t h r e e elements mentioned above, l e a d h y d r i d e 
(plumbane) g e n e r a t i o n was a l s o i n v e s t i g a t e d . I n o r d e r to a c h i e v e 
r e a s o n a b l e s e n s i t i v i t y , l e a d ( I I ) i n sample s o l u t i o n s must be 
o x i d i s e d t o l e a d ( I V ) . V a r i o u s o x i d i s i n g a g e n t s i n c l u d i n g 
potassium dichromate ( 1 0 6 ) , m a l i c a c i d - pota s s i u m dichromate and 
n i t r i c a c i d - ammonium peroxy d i - s u l p h a t e (107) have been 
u t i l i s e d . B o n i l l a e t a l . (108) have found t h a t a hydrogen 
p e r o x i d e - n i t r i c a c i d o x i d a n t m i x t u r e improves t h e r e a c t i o n 
k i n e t i c s and s e n s i t i v i t y compared to o t h e r o x i d a n t s . T h i s 
procedure was t h e r e f o r e adapted f o r con t i n u o u s f l o w plumbane 
g e n e r a t i o n . Sodium t e t r a h y d r o b o r a t e s t a b i l i s e d w i t h 0,1 mol 1"^  
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sodium hydroxide was a g a i n used as a r e d u c t a n t , however, an 
ox i d a n t mixture of n i t r i c a c i d and hydrogen p e r o x i d e was used 
i n s t e a d of h y d r o c h l o r i c a c i d as the sample m a t r i x . The main 
parameters i n f l u e n c i n g the magnitude of t h e l e a d h y d r i d e response 
were sodium t e t r a h y d r o b o r a t e , sodium h y d r o x i d e and h y d r o c h l o r i c 
a c i d c o n c e n t r a t i o n s and c a r r i e r gas flow r a t e . The s i g n i f i c a n c e 
of each of t h e s e parameters was i n v e s t i g a t e d u s i n g u n i v a r i a t e 
s e a r c h e s . The c o n d i t i o n s used a r e summarised i n T a b l e 3.3.. 
The e f f e c t o f i sodium .tetrahydroborate c o n c e n t r a t i o n on peak 
h e i g h t i s shown i n F i g u r e 3.5. The maximum s i g n a l r e s p o n s e was 
ob t a i n e d a t a c o n c e n t r a t i o n of 3% m/V, which i s a h i g h e r 
c o n c e n t r a t i o n than t h a t found f o r the o t h e r h y d r i d e forming 
elements i n v e s t i g a t e d . 
T a b l e 3.3 Plumbane g e n e r a t i o n c o n d i t i o n s u s i n g t h e g l a s s 'U' 
tube g a s - l i q u i d s e p a r a t o r 
Element Pb 
NaBH^ conc./% m/V i n 0.1 mol 1"^  NaOH 3.0 
NaBH^ flow r a t e / m l min'^ 3.5 
HNO3 conc./% V/V 0.3 
H2O2 conc./% m/V 1.0 
Blank f l o w r a t e / m l min"^ 7.5 
C a r r i e r gas flow r a t e / 1 min'^ 0.25 
As mentioned p r e v i o u s l y sodium t e t r a h y d r o b o r a t e s o l u t i o n s a r e 
u n s t a b l e and a r e t h e r e f o r e made a l k a l i n e w i t h sodium o r potassium 
hydroxide. The g e n e r a t i o n of plumbane i s e x t r e m e l y pH dependent 
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F i g u r e 3.4 - E f f e c t of c a r r i e r gas f l o w r a t e on peak h e i g h t 
f o r As, Se and Sb u s i n g t h e g l a s s 'U' tube gas-
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F i g u r e 3.5 E f f e c t of sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n 
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so the c o n c e n t r a t i o n of s t a b i l i s i n g agent must be c a r e f u l l y 
c o n t r o l l e d . C o n c e n t r a t i o n s above 0.5 mol 1"^  sodium h y d r o x i d e 
r e s u l t e d i n a complete l o s s of s i g n a l , F i g u r e 3.6. The e f f e c t 
of n i t r i c a c i d c o n c e n t r a t i o n on peak h e i g h t i s shown i n F i g u r e 
3.7. The maximum response was o b t a i n e d a t a c o n c e n t r a t i o n of 
0.3% V/Va I n comparison t o the o t h e r h y d r i d e forming elements 
t h i s c o n c e n t r a t i o n i s extremely low. Hydrogen p e r o x i d e was 
u t i l i s e d as an o x i d a n t and the maximum response was found a t a 
c o n c e n t r a t i o n of 1.0 m/V. Hydrogen p e r o x i d e was o b t a i n e d by 
d i l u t i o n of a s t o c k 30% m/V s o l u t i o n . The v a r i a t i o n i n peak 
h e i g h t w i t h hydrogen peroxide c o n c e n t r a t i o n i s shown i n F i g u r e 
3.8. 
3.2.2. A n a l y t i c a l Performance of t h e G l a s s 'U' Tube G a s - L i q u i d 
S e p a r a t o r 
The a n a l y t i c a l performance of h y d r i d e g e n e r a t i o n - atomic 
spectrometry can be c h a r a c t e r i s e d by f i g u r e s of m e r i t , such as 
the l i m i t of d e t e c t i o n , l i n e a r dynamic range and p r e c i s i o n and 
a c c u r a c y of measurements. 
The l i m i t of d e t e c t i o n i s d e r i v e d from t h e s m a l l e s t measurement 
which can be acc e p t e d w i t h c o n f i d e n c e a s genuine and i s not 
sus p e c t e d t o be o n l y an a c c i d e n t a l l y h i g h v a l u e o f the blan k 
measure. The l i m i t s of d e t e c t i o n o b t a i n e d f o r a r s e n i c , s e l e n i u m , 
antimony and l e a d u s i n g t h e GGLS, c o n t i n u o u s f l o w h y d r i d e 
g e n e r a t i o n atomic a b s o r p t i o n s p e c t r o m e t r y a r e g i v e n i n Tab l e 3.4. 
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F i g u r e 3.6 E f f e c t of sodium h y d r o x i d e c o n c e n t r a t i o n on 
plumbane g e n e r a t i o n 
Sodium Hydroxide Concentration / moi 1 
F i g u r e 3.7 E f f e c t of n i t r i c a c i d c o n c e n t r a t i o n on plumbane 
g e n e r a t i o n 
140 r 
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Nitric Acid ConcentraUon / %V/V 
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F i g u r e 3.8 - E f f e c t of hydrogen p e r o x i d e c o n c e n t r a t i o n on 
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T a b l e 3.4 L i m i t of d e t e c t i o n (3a) f o r a r s e n i c , s e l e n i u m , 
antimony and l e a d u s i n g the g l a s s 'U' tube g a s - l i q u i d 
s e p a r a t o r 






The l i m i t of d e t e c t i o n was d e f i n e d here a s : 
LOD ( X L ) = X B L A N K + 3 S 
where X B L W J K and SBLANK a r e the mean and e s t i m a t e d s t a n d a r d d e v i a t i o n 
of the blank r e s p e c t i v e l y . Thus, the l i m i t of d e t e c t i o n can be 
d e f i n e d as the q u a n t i t y of an a n a l y t e which g i v e s r i s e to a 
r e a d i n g e q u a l t o t h r e e times t h e s t a n d a r d d e v i a t i o n of a s e r i e s 
of t e n d e t e r m i n a t i o n s near the blank. The d e t e c t i o n l i m i t s shown 
f o r each element i n T a b l e 3.4 a r e t y p i c a l of t h o s e found f o r 
continuous flow h y d r i d e g e n e r a t i o n coupled t o atomic a b s o r p t i o n 
s p e c t r o m e t r y . 
One of t h e l i m i t a t i o n s of atomic a b s o r p t i o n s p e c t r o m e t r y i s the 
s m a l l l i n e a r dynamic range. C a l i b r a t i o n c u r v e s t e n d t o bend 
towards the c o n c e n t r a t i o n a x i s , p r i n c i p a l l y because s t r a y l i g h t , 
u s u a l l y from nearby l i n e s i n the lamp, c o n t r i b u t e s t o the t o t a l 
l i g h t f a l l i n g on the d e t e c t o r . I t t h e r e f o r e f o l l o w s , the. g r e a t e r 
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the l i n e - w i d t h the g r e a t e r t h e c u r v a t u r e and t h e lower the 
c o n c e n t r a t i o n a t which i t becomes s i g n i f i c a n t . The t y p i c a l 
l i n e a r dynamic range f o r h y d r i d e g e n e r a t i o n atomic a b s o r p t i o n 
s p e c t r o m e t r y i s between one and two. Dynamic range i s d e f i n e d 
here as the number decades of c o n c e n t r a t i o n o v e r which the 
c a l i b r a t i o n c u r v e i s l i n e a r . 
To e v a l u a t e the GGLS on r e a l samples, a r s e n i c and s e l e n i u m were 
determined i n a c e r t i f i e d water r e f e r e n c e m a t e r i a l (IAEA/W-4). 
P r i o r to the a n a l y s i s of a r s e n i c , potassium i o d i d e ( 1 % m/V) was 
added to the a c i d i f i e d sample to reduce a r s e n a t e t o a r s e n i t e . 
The p r e - r e d u c t i o n s t a g e t a k e s a p p r o x i m a t e l y t h i r t y minutes a t 
room temperature, but may be a c c e l e r a t e d by h e a t i n g . The 
r e d u c t i o n s t e p u s i n g potassium i o d i d e i s g i v e n i n t h e f o l l o w i n g 
e q u a t i o n : 
AsO^^- + 2H* + 21" - AsO^" + I 2 + H2O 
Selenium ( V I ) was reduced t o s e l e n i u m ( I V ) p r i o r t o a n a l y s i s by 
g e n t l y h e a t i n g the sample i n 5 mol 1'^  h y d r o c h l o r i c a c i d . The 
f o l l o w i n g e q u a t i o n shows the r e d u c t i o n s t e p f o r s e l e n i u m : 
Se0^2- + 2HC1 - SeOg^- + C I 2 + H2O 
A n a l y s i s must f o l l o w the p r e - r e d u c t i o n s t a g e as soon as p o s s i b l e 
to p r e v e n t t h e back o x i d a t i o n from the r e s i d u a l c h l o r i n e . T a b l e 
3.5 g i v e s the c e r t i f i e d v a l u e s f o r a r s e n i c and s e l e n i u m a l o n g 
w i t h t h e v a l u e s obtained u s i n g the GGLS. 
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T a b l e 3.5 Determination of a r s e n i c and s e l e n i u m i n water 
r e f e r e n c e m a t e r i a l (IAEA/W-4) u s i n g h y d r i d e g e n e r a t i o n 
and the g l a s s 'U' tube g a s - l i q u i d s e p a r a t o r 
Element C e r t i f i e d V a l u e V a l u e Obtained 
(^ Ag 1"') (ug i"') 
As 25 + 1.25 22.2 + 1.2 
Se 10. ± 0.5 10.5 ± 0.3 
3.2.3. Advantages and Disadvantages of t h e G l a s s 'U' Tube Gas-
L i q u i d S e p a r a t o r 
S i n c e the GGLS was i n t r o d u c e d by Thompson e t a l . (43) i n 1978, 
i t has gained huge p o p u l a r i t y , b e i n g used by most workers i n the 
f i e l d . T h i s p o p u l a r i t y has l a r g e l y been due t o the high 
s e n s i t i v i t y , f a s t s i g n a l r e s p o n s e , low memory times and e a s e of 
use. However t h e r e a r e s e v e r a l d i s a d v a n t a g e s , t h e main one being 
t h a t a f i n e a e r o s o l i s a l s o t r a n s p o r t e d w i t h the gaseous 
p r o d u c t s . T h i s a e r o s o l e s s e n t i a l l y c o n s i s t s of the h y d r i d e 
g e n e r a t i o n r e a c t i o n by-products, one of which i s sodium c h l o r i d e . 
T h i s i s known t o cause i r r e v e r s i b l e d e v i t r i f i c a t i o n o f the q u a r t z 
g l a s s t o p - c r i s t o b a l i t e ( 3 9 ) . T h e r e f o r e r e g u l a r replacement of 
q u a r t z atom c e l l s i s r e q u i r e d i f one i s to m a i n t a i n high 
s e n s i t i v i t y and p r e c i s i o n . The problem i s even more apparent 
when h y d r i d e g e n e r a t i o n i s coupled t o i n d u c t i v e l y coupled plasma 
- mass spectrometry. Here, the a e r o s o l contaminated w i t h sodium 
c h l o r i d e i s t r a n s p o r t e d to the plasma d i s c h a r g e . On e n t r y t o the 
quadrupole i n t e r f a c e the f o r m a t i o n of argon c h l o r i d e i o n s may 
o c c u r . These i o n s have a mass : charge r a t i o n of 75 u which 
c o i n c i d e s w i t h monoisotopic a r s e n i c , and t h e r e f o r e s e v e r e l y 
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l i m i t s i t s d e t e r m i n a t i o n . T h i s i s p a r t i c u l a r l y troublesome f o r 
samples c o n t a i n i n g high l e v e l s of c h l o r i d e i o n s such a s seawater 
or u r i n e . There a r e numerous ways to overcome t h i s problem and 
t h e s e w i l l be d i s c u s s e d i n d e t a i l i n the next s e c t i o n . 
The GGLS g e n e r a t e s copious amounts of hydrogen and w a t e r vapour 
and t h e s e have a l s o been found to be d e t r i m e n t a l to plasma 
d i s c h a r g e s . Nakahara (47) combined two g a s - l i q u i d s e p a r a t o r s i n 
s e r i e s i n an attempt to min i m i s e the c a r r y - o v e r o f t h e s e by-
product s t o the plasma. 
One f u r t h e r a p p l i c a t i o n where the t r a n s p o r t a t i o n of a f i n e 
a e r o s o l i s disadvantageous i s when the h y d r i d e s p e c i e s a r e 
p r e c o n c e n t r a t e d on a g l a s s 'U' tube submerged i n l i q u i d n i t r o g e n . 
A f t e r a s e t time, t h e 'U'. tube i s removed from the l i q u i d 
n i t r o g e n and warmed, t o s u b s e q u e n t l y r e l e a s e t h e h y d r i d e s p e c i e s . 
Monomethylarsenate, d i m e t h y l a r s e n a t e and i n o r g a n i c a r s e n i c may 
be s e p a r a t e d i n t h i s way u t i l i s i n g s e q u e n t i a l v o l a t i l i s a t i o n due 
to t h e i r d i f f e r e n t b o i l i n g p o i n t s and thus o f f e r i n g s p e c i a t i o n 
i n a d d i t i o n to s i g n i f i c a n t p r e - c o n c e n t r a t i o n ( 2 7 ) . The i n h e r e n t 
problem of the moi s t u r e c a r r y - o v e r from t he s e p a r a t o r can cause 
i c e blockage i n the l i q u i d n i t r o g e n t r a p . D r y i n g t r a p s 
c o n t a i n i n g c h e m i c a l d e s i c c a n t s have been employed, but t h e s e a r e 
o n l y temporary and may g i v e r i s e t o con t a m i n a t i o n and a n a l y t e 
l o s s e s . 
The GGLS o p e r a t e s on the p r i n c i p l e t h a t s u f f i c i e n t b a c k p r e s s u r e 
from the 'U' tube d r a i n e x i s t s to d i r e c t , when purged, the 
gaseous products t o the atomic r e s e r v o i r . However, problems may 
a r i s e i f any r e s t r i c t i o n s a r e p r e s e n t i n the l i n e t o the atomic 
63 
r e s e r v o i r , s i n c e t h e s e r e s u l t i n the d i s p l a c e m e n t of l i q u i d from 
the 'U' tube. The GGLS can t h e r e f o r e not o p e r a t e a g a i n s t any 
s u b s t a n t i a l b a c k p r e s s u r e . 
A t y p i c a l peak shape f o r the GGLS i s shown i n F i g u r e 3.9. The 
peak shown r e p r e s e n t s a 100 \ig 1'^ a r s e n i c s t a n d a r d and was 
o b t a i n e d u s i n g t h e c o n d i t i o n s summarised i n T a b l e 3.2. The 
s i g n a l r e a c h e s s t e a d y s t a t e a f t e r 25 seconds and the memory time 
i s about 30 seconds. T h e r e f o r e t o t a l sampling time i s l e s s than 
2 minutes, a l l o w i n g 30 d e t e r m i n a t i o n s per hour. 
3.3.1. Tubular Membrane G a s - L i q u i d S e p a r a t o r (TMGLS) f o r Atomic 
A b s o r p t i o n Spectrometry 
The c o n s t r u c t i o n of t h e TMGLS i s shown i n F i g u r e 3.10. T h i s 
s e p a r a t o r i s s i m i l a r i n d e s i g n to t h a t d e s c r i b e d by Cave and 
Green ( 1 0 3 ) . I t c o n s i s t s of a 2 m PTFE o u t e r tube (3.2 ram o.d. 
X 1.5 mm i . d . ) and a 2 m s i l i c o n e rubber i n n e r tube (1.0 mm o.d. 
X 0.5 mm i . d . ) , which a c t s as a semipermeable membrane. The two 
tubes a r e connected w i t h v a r i a b l e bore 'T' p i e c e connectors 
( O m n i f i t , Cambridge, UK). 
The g a s - l i q u i d m i x t u r e which forms a t t h e 'T' p i e c e where the 
r e d u c t a n t and a c i d i f i e d flows meet, i s pumped c o n t i n u o u s l y 
through the i n n e r s i l i c o n e rubber tube. Any gaseous products 
( i . e . hydrogen o r hydrogen and h y d r i d e s ) f r e e l y d i f f u s e through 
the membrane and a r e then subsequently swept through the o u t e r 
tube t o the atom r e s e r v o i r . Meanwhile, t h e w a s t e l i q u i d products 
flow c o n t i n u o u s l y t o w a s t e . 
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F i g u r e 3.9 - T y p i c a l peak shape f o r a 100 \xg 1'^ a r s e n i c 
s o l u t i o n u s i n g the g l a s s 'U' tube g a s - l i q u i d 
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F i g u r e 3.10 - T u b u l a r membrane g a s - l i q u i d s e p a r a t o r 










The s i g n i f i c a n c e of sodium t e t r a h y d r o b o r a t e and h y d r o c h l o r i c a c i d 
c o n c e n t r a t i o n along w i t h c a r r i e r gas flow r a t e were i n v e s t i g a t e d 
u s i n g u n i v a r i a t e s e a r c h e s . The c o n d i t i o n s f o r a r s e n i c and 
se l e n i u m u s i n g atomic a b s o r p t i o n s p e c t r o m e t r y a r e summarised i n 
Ta b l e 3.6. 
The most c r i t i c a l parameter f o r t h e TMGLS was found to be the 
sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n and i t s e f f e c t on peak 
h e i g h t i s shown i n F i g u r e 3.11. 
T a b l e 3.6 Hydride g e n e r a t i o n c o n d i t i o n s f o r t h e t u b u l a r membrane 
g a s - l i q u i d s e p a r a t o r w i t h atomic a b s o r p t i o n 
spectrometry d e t e c t i o n 
Element As Se 
NaBH^ conc./% m/V 0.05 0.40 
NaBH^ flow r a t e / m l min"^ 3.50 3.50 
HCl cone./mol 1"^  4.00 4.00 
HCl flow r a t e / m l min'^ 7.50 7.50 
C a r r i e r gas flow r a t e / 1 min"^ 0.10 0.10 
The sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n g i v i n g maximum s i g n a l 
response i s 0.05% m/V f o r a r s e n i c and 0.4% m/V f o r selenium. 
These s o l u t i o n s were s t a b i l i s e d i n 0.1 mol 1"^  sodium hydroxide. 
Compared to the GGLS, t h e s e c o n c e n t r a t i o n s a r e ext r e m e l y low, 
e s p e c i a l l y f o r a r s e n i c . Cave and Green ( 1 0 4 ) , u s i n g an almost 
i d e n t i c a l TMGLS coupled to ICP-AES r e p o r t e d an optimum a t 0.4% 
m/V NaBH^ f o r both As and Se. There a r e s e v e r a l p o s s i b l e 
e x p l a n a t i o n s as to why the sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n 
should be so low. One i s t h a t a t h i g h e r NaBH^ c o n c e n t r a t i o n s the 
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F i g u r e 3.11 - E f f e c t of sodivim t e t r a h y d r o b o r a t e c o n c e n t r a t i o n 
on peak h e i g h t f o r As and Se u s i n g t h e t u b u l a r 
membrane g a s - l i q u i d s e p a r a t o r w i t h atomic 
a b s o r p t i o n s p e c t r o m e t r y d e t e c t i o n 
SP 100 
2 .4 .6 .8 1.0 
Sodium Tetrahydroborate Concentration / %m/V 
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i n c r e a s e i n p r o d u c t i o n of hydrogen gas c a u s e s uneven flow of 
sample r e a g e n t mixture through the i n n e r s i l i c o n e rubber 
membrane, th e r e b y " g i v i n g n o i s y s i g n a l s . Another explarl|j:ation 
might be- t h a t e x c e s s hydrogen produced a t h i g h e r c o n c e n t r a t i o n s 
p r e f e r e n t i a l l y d i f f u s e s through t h e membrane, c a u s i n g a p r e s s u r e 
d i f f e r e n t i a l which i n t u r n i n h i b i t s the t r a n s f e r of h y d r i d e 
through the membrane. One must a l s o c o n s i d e r the p o s s i b i l i t y of 
sample ; d i l u t i o n w i t h the e x c e s s hydrogen, a l t h o u g h t h i s i s 
u n l i k e l y s i n c e a g r e a t e r volume of hydrogen i s g e n e r a t e d u s i n g 
the GGLS and no apparent sample d i l u t i o n i s observed. Whatever 
the r e a s o n f o r the low optimum c o n c e n t r a t i o n of sodium 
t e t r a h y d r o b o r a t e i t i s almost c e r t a i n l y r e l a t e d to t h e d i f f u s i o n 
p r o c e s s through the membrane. Furthermore, the t r a n s f e r of 
gaseous p r o d u c t s through the membrane i s not t o t a l l y e f f i c i e n t 
s i n c e the waste products c o n t a i n a c o n s i d e r a b l e amount of gas and 
t h i s i s o b v i o u s l y more pronounced a t h i g h e r r e d u c t a n t 
c o n c e n t r a t i o n s . 
The v a r i a t i o n i n peak h e i g h t w i t h h y d r o c h l o r i c a c i d c o n c e n t r a t i o n 
i s shown i n F i g u r e 3.12 f o r a r s e n i c and selenium. Although a 
maximum s i g n a l response was o b t a i n e d a t a c o n c e n t r a t i o n of 6 mol 
1'^  f o r both a r s e n i c and s e l e n i u m , a compromise c o n c e n t r a t i o n of 
4 mol 1"^  was chosen s i n c e a c i d c o n c e n t r a t i o n s above t h i s v a l u e 
cause i r r e v e r s i b l e d e g r a d a t i o n t o the s i l i c o n e r ubber membrane 
tube. The e f f e c t of c a r r i e r gas f l o w r a t e ( n i t r o g e n ) on peak 
h e i g h t f o r a r s e n i c and s e l e n i u m i s shown i n F i g u r e 3.13. The 
flow r a t e g i v i n g r i s e to a maximvun s i g n a l r e s p o n s e f o r both 
a r s e n i c and s e l e n i u m i s about 0.1 1 min"^. T h i s might appear 
low, but i f one c o n s i d e r s the v e r y s m a l l volume between t h e two 
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F i g u r e 3.12 - E f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on peak 
h e i g h t f o r As and Se u s i n g the t u b u l a r membrane 
g a s - l i q u i d s e p a r a t o r w i t h atomic a b s o r p t i o n 
d e t e c t i o n 
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F i g u r e 3.13 E f f e c t of c a r r i e r gas fl o w r a t e on peak h e i g h t 
f o r As and Se u s i n g t h e t u b u l a r membrane g a s -
l i q u i d s e p a r a t o r w i t h atomic a b s o r p t i o n 
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tubes ' ( a p proximately 2.0 cm^) one r e a l i s e s t h a t t h e r e s i d e n c e 
time i n s i d e t h e s e p a r a t o r i s s h o r t (about 1 s e c o n d ) . I t 
t h e r e f o r e f o l l o w s t h a t the d i s t a n c e between t h e atom c e l l and the 
gas e x i t of the s e p a r a t o r should be kept t o a minimum to a v o i d 
d i s p e r s i o n . 
3.3,2. A n a l y t i c a l Performance of the T u b u l a r Membrane G a s - L i q u i d 
S e p a r a t o r coupled t o Atomic A b s o r p t i o n Spectrometry 
The l i m i t s of d e t e c t i o n f o r a r s e n i c and s e l e n i u m u s i n g the TMGLS 
are g i v e n i n T a b l e 3.7. These d e t e c t i o n l i m i t s r e p r e s e n t 3a f o r 
10 r e a d i n g s of a sta n d a r d n e a r t h e blank. 
T a b l e 3.7 L i m i t of d e t e c t i o n (3a) f o r a r s e n i c and s e l e n i u m u s i n g 
the t u b u l a r membrane g a s - l i q u i d s e p a r a t o r coupled to 
atomic a b s o r p t i o n s p e c t r o m e t r y 
Element L i m i t o f D e t e c t i o n , 3a, (^ig 1"*) 
As 0.6 
Se 0,4 
The l i n e a r c a l i b r a t i o n range f o r both a r s e n i c and s e l e n i u m a r e 
comparable to t h a t of the GGLS w i t h t y p i c a l l i n e a r dynamic range 
between one and two. The l i n e a r c a l i b r a t i o n range i s dependant 
on the atomic a b s o r p t i o n d e t e c t i o n system r a t h e r t h a n the gas-
l i q u i d s e p a r a t i o n p r o c e s s . 
As mentioned i n the p r e v i o u s s e c t i o n , t h e v a l e n c e s t a t e of the 
a n a l y t e i s c r i t i c a l f o r h y d r i d e g e n e r a t i o n . The e f f e c t of 
v a l e n c e s t a t e f o r a r s e n i c was i n v e s t i g a t e d a t d i f f e r e n t sodium 
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tet'rahydroborate c o n c e n t r a t i o n s u s i n g t h e TMGLS-. T a b l e 3.-8 shows 
the e f f e c t of v a l e n c e s t a t e on peak h e i g h t at~ d i f f e r e n t ' sodiiim 
t e t r a h y d r o b o r a t e c o n c e n t r a t i o n s . Standard s o l u t i o n s (100 ^ig 1"^) 
of a r s e n i c (V) and a r s e n i c ( I I I ) were pr e p a r e d from sodium 
a r s e n a t e and sodium a r s e n i t e s a l t s r e s p e c t i v e l y . 
T a b l e 3.8 E f f e c t of a r s e n i c v a l e n c e s t a t e on peak h e i g h t a t 
d i f f e r e n t sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n s u s i n g 
the t u b u l a r membrane g a s - l i q u i d s e p a r a t o r 
P E M HEIGHT 
NaBH^ cone. (% m/V) ARSENIC (V) ARSENIC ( I I I ) 
0.05 0 223.8 ± 3.0 
1.00 31.6 + 4.0 94.5 ± 3.3 
2.00 22.3 + 1.5 49.8 ± 2.5 
From T a b l e 3.8 we see t h a t a t low sodium t e t r a h y d r o b o r a t e 
c o n c e n t r a t i o n s no response i s o b t a i n e d f o r the a r s e n i c (V) 
s p e c i e s . I n c r e a s i n g the t e t r a h y d r o b o r a t e c o n c e n t r a t i o n s t o 
1.0% m/V ca u s e s a drop i n s i g n a l response f o r a r s e n i c ( I I I ) a s 
expected ( F i g u r e 3.11), but t h e a r s e n i c (V) response was 
i n c r e a s e d . With t h e s e c o n d i t i o n s t he r e s p o n s e f o r a r s e n i c (V) 
was o n l y 30% as l a r g e a s t h a t f o r a r s e n i c ( I I I ) . T h i s i s i n 
agreement w i t h Thompson and Thomerson ( 3 8 ) . At a c o n c e n t r a t i o n 
of 2.0% m/V both a r s e n i c (V) and a r s e n i c ( I I I ) r e s p o n s e s d e c r e a s e 
f u r t h e r . S i n c e the optimum t e t r a h y d r o b o r a t e c o n c e n t r a t i o n f o r 
a r s e n i c u s i n g t he TMGLS i s about 0.05% m/V, i t t h e r e f o r e f o l l o w s 
t h a t f o r q u a n t i t a t i v e a n a l y s i s i t i s e x t r e m e l y important t o 
ensure complete r e d u c t i o n of a r s e n i c (V) to a r s e n i c ( I I I ) p r i o r 
to a n a l y s i s . 
71 
To t e s t the e f f i c i e n c y of t h e p r e - r e d u c t i o n s t a g e u s i n g potassium 
i o d i d e , a 100 ng 1'* sodium a r s e n a t e s o l u t i o n i n 4 mol 1"^  
h y d r o c h l o r i c a c i d was a n a l y s e d a t 5 minute i n t e r v a l s a f t e r 1% m/V 
potassium i o d i d e had been added. The r e s u l t s were compared to 
a 100 pig 1"^  sodium a r s e n i t e s o l u t i o n . F i g u r e 3.14 shows a p l o t 
of peak h e i g h t a g a i n s t time f o r a sodium a r s e n a t e s o l u t i o n w i t h 
added potassium i o d i d e ( 1 % m/V) a t room temperature- I t can be 
seen from F i g u r e 3.14 t h a t t h e r e d u c t i o n was complete a f t e r about 
35 minutes. The r e d u c t i o n p r o c e s s c o u l d be a c c e l e r a t e d by 
h e a t i n g the sample. 
To a s s e s s the TMGLS f o r the a n a l y s i s of r e a l samples, a s i m u l a t e d 
c e r t i f i e d water r e f e r e n c e m a t e r i a l (IAEA/W-4) was a n a l y s e d f o r 
a r s e n i c and selenium. P r i o r t o a n a l y s i s a r s e n i c (V) was reduced 
to a r s e n i c ( I I I ) u s i n g a c i d i f i e d potassium i o d i d e s o l u t i o n ( 1 % 
m/V), and selenium ( V I ) was reduced to s e l e n i u m ( I V ) u s i n g 5 mol 
1"^  h y d r o c h l o r i c a c i d . The r e s u l t s a l o n g w i t h the c e r t i f i e d 
v a l u e s a r e g i v e n i n T a b l e 3,9. 
T a b l e 3.9 Determination of a r s e n i c and s e l e n i u m i n water 
r e f e r e n c e m a t e r i a l (IAEA/W-4) u s i n g t h e t u b u l a r 
membrane g a s - l i q u i d s e p a r a t o r w i t h atomic a b s o r p t i o n 
spectrometry d e t e c t i o n 
Element C e r t i f i e d V a l u e V a l u e Obtained 
(J^g 1"') (fig I'M 
AS 25 ± 1.25 2 2 . 4 + 1 . 2 
Se 10 + 0.50 10.2 + 0.4 
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F i g u r e 3.14 E f f e c t of potassium i o d i d e on t h e s i g n a l from 
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The r e s u l t s f o r both a r s e n i c and s e l e n i u m show t h e e x c e l l e n t 
a c c u r a c y and p r e c i s i o n of the t e c h n i q u e . 
3.3.3. Advantages and Disadvantages of t h e T u b u l a r Membrane Gas-
L i q u i d S e p a r a t o r when coupled t o Atomic A b s o r p t i o n 
Spectrometry 
The TMGLS o f f e r s s e v e r a l advantages over the GGLS. The most 
important i s t h a t the membrane a c t s a s a p h y s i c a l b a r r i e r 
p r e v e n t i n g any l i q u i d products being t r a n s p o r t e d t o the atomic 
r e s e r v o i r . Although no e x t e n s i v e study was undertaken, i t i s 
b e l i e v e d t h a t the use of membrane g a s - l i q u i d s e p a r a t i o n would 
i n h i b i t the d e v i t r i f i c a t i o n p r o c e s s of q u a r t z atom c e l l s , s i n c e 
no sodium would be t r a n s p o r t e d w i t h the gaseous p r o d u c t s . 
Furthermore, a p p l i c a t i o n s i n v o l v i n g the p r e c o n c e n t r a t i o n of 
h y d r i d e s p e c i e s u s i n g c r y o g e n i c t r a p s would a l s o b e n e f i t from 
r e l a t i v e l y d r y gaseous p r o d u c t s . The TMGLS can a l s o operate 
a g a i n s t s u b s t a n t i a l back p r e s s u r e , u n l i k e t h e GGLS where the 
l i q u i d i n the 'U' tube w i l l be d i s p l a c e d . 
The d i s a d v a n t a g e of the TMGLS was the slow d i f f u s i o n of the 
gaseous products through the membrane. F i g u r e 3.15 shows a 
t y p i c a l peak shape f o r a 100 \ig 1"^  a r s e n i c s t a n d a r d . A s t e a d y 
s t a t e s i g n a l i s not reached f o r over a minute and t h e memory time 
i s a l s o i n the o r d e r of s e v e r a l minutes. T h i s slow s i g n a l 
r esponse must be r e l a t e d t o the d i f f u s i o n a c r o s s t h e membrane 
r a t h e r t h a t the second s t a g e when the gaseous p r o d u c t s a r e swept 
out of the s e p a r a t o r w i t h a flow of c a r r i e r g a s . Once the 
h y d r i d e has passed through the membrane i t s r e s i d e n c e time ( t ) 
can be c a l c u l a t e d from the f o l l o w i n g r e l a t i o n s h i p : 
7A 
t = 
where V = volume between t he i n n e r and o u t e r tube (cm^) . 
= c a r r i e r gas f l o w r a t e (cm^ s e c " ^ ) . 
Fi. = flow r a t e of the generated hydrogen assuming 100% of 
hydrogen i s t r a n s f e r r e d through t h e membrane (cm^ 
sec"^) . 
For a c a r r i e r gas flow r a t e of 0.1 1 min'^ and a sodium 
t e t r a h y d r o b o r a t e c o n c e n t r a t i o n of 0,05% m/V, t h e r e s i d e n c e time 
of t h e gaseous h y d r i d e once passed through t h e membrane i s 11.3 
seconds. With r e f e r e n c e to the long memory times seen i n F i g u r e 
3.15, t h e gaseous h y d r i d e s must pass through t h e w a l l s of the 
membrane tube v e r y s l o w l y . Once t h e sample has been removed from 
the i n n e r tube the hydrogen gas must then f o r c e t h e remaining 
h y d r i d e s out of the membrane w a l l s . One f u r t h e r d i s a d v a n t a g e of 
the TMGLS i s t h a t the i n n e r s i l i c o n e rubber tube may be degraded 
by c e r t a i n c h e m i c a l s such a s s t r o n g a c i d s . 
S e v e r a l a u t h o r s (36,95) have shown t h a t f a s t s e p a r a t i o n p r o c e s s e s 
can minimise t r a n s i t i o n metal i n t e r f e r e n c e s , by removing the 
gaseous a n a l y t e from the p o t e n t i a l l i q u i d i n t e r f e r e n t s as q u i c k l y 
as p o s s i b l e . One would t h e r e f o r e expect t h e TMGLS to be 
s u s c e p t i b l e to t r a n s i t i o n metal i n t e r f e r e n c e s because of the slow 
response. 
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F i g u r e 3.15 - T y p i c a l peak shape f o r a 100 \xg 1"^  a r s e n i c 
s o l u t i o n u s i n g t h e t u b u l a r membrane g a s - l i q u i d 
s e p a r a t o r 
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3.3.4. T u b u l a r Membrane G a s - L i q u i d S e p a r a t i o n f o r I n d u c t i v e l y 
Coupled Plasma - Mass Spectrometry 
As mentioned p r e v i o u s l y , the d e t e r m i n a t i o n of a r s e n i c and 
selenium by ICP-MS can be p r o b l e m a t i c , p a r t i c u l a r l y when samples 
c o n t a i n s u b s t a n t i a l amounts of c h l o r i d e . The problem r e s u l t s 
from s p e c t r a l o v e r l a p of argon c h l o r i d e s p e c i e s on t h e i s o t o p e s 
of '^As and ''Se. A r s e n i c i s monoisotopic and t h i s i s o b a r i c 
i n t e r f e r e n c e t h e r e f o r e , s e v e r e l y l i m i t s i t s d e t e r m i n a t i o n i n 
b i o l o g i c a l and environmental samples. There a r e , however, a 
number of ways t o overcome t h i s problem: 
( i ) by u s i n g methods such as m a thematical c o r r e c t i o n (109) 
whereby the c o n t r i b u t i o n from the i n t e r f e r e n t i s 
c a l c u l a t e d u s i n g n a t u r a l i s o t o p e abundances; 
( i i ) t h e use of helium plasmas ( e i t h e r microwave or r f ) , 
t h e r e b y e l i m i n a t i n g argon from t h e spectrum ( 4 2 ) ; 
( i i i ) by g e n e r a t i n g the h y d r i d e i n a n i t r i c a c i d medium or 
s u l p h u r i c a c i d ( 5 5 ) ; 
( i v ) chromatographic s e p a r a t i o n of a r s e n i c from c h l o r i d e 
(110) ; 
(v) the use of h i g h r e s o l u t i o n ICP-MS whereby the i n t e r f e r i n g 
s p e c i e s a r e s p e c t r a l l y r e s o l v e d from t h e a n a l y t e i s o t o p e 
(111) ; 
( v i ) t h e a d d i t i o n of a m o l e c u l a r gas ( e . g . n i t r o g e n ) or an 
o r g a n i c s o l v e n t (e.g. propanol) t o the plasma ( 9 3 ) . 
A l l t h e s e approaches a r e v i a b l e f o r p a r t i c u l a r a n a l y s e s , but i n 
t h i s i n s t a n c e work c o n c e n t r a t e d on h y d r i d e g e n e r a t i o n s i n c e t h e 
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d e t e c t i o n l i m i t s r e q u i r e d were e x t r e m e l y low. 
F i v e parameters c r i t i c a l l y i n f l u e n c e the magnitude of the h y d r i d e 
g e n e r a t i o n ICP-MS s i g n a l . These a r e the sodium t e t r a h y d r o b o r a t e 
and h y d r o c h l o r i c a c i d c o n c e n t r a t i o n s , forward power and c a r r i e r 
and a u x i l i a r y gas flow r a t e s . P r i o r t o each v a r i a t i o n t he i o n 
l e n s e s were tuned f o r maximum response. The s i g n i f i c a n c e of each 
v a r i a b l e was i n v e s t i g a t e d by u n i v a r i a t e s e a r c h e s u s i n g a 
100 ^g 1'* a r s e n i c s t a n d a r d . The c o n d i t i o n s used a r e summarised 
i n Table 3.10. 
T a b l e 3.10 O p e r a t i n g c o n d i t i o n s f o r h y d r i d e g e n e r a t i o n 
i n d u c t i v e l y coupled plasma - mass s p e c t r o m e t r y u s i n g 
t h e t u b u l a r membrane g a s - l i q u i d s e p a r a t o r 
Hydride G e n e r a t i o n 
NaBHi conc./% m/V 0.1 
NaBH^ flow r a t e / m l min"^ 3.5 
HCl conc./mol 1"^  4.0 
HCl flow r a t e / m l min'^ 7,5 
C a r r i e r gas flow r a t e / 1 min'* 0.9 
I n d u c t i v e l y Coupled Plasma - Mass Spe c t r o m e t r y 
Forward power/kW 1.8 
R e f l e c t e d power/kW 0 
Coolant gas flow/1 min 14 
A u x i l i a r y gas flow/1 min'^ 0.8 
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F i g u r e 3.16 shows the v a r i a t i o n i n peak h e i g h t w i t h c o n c e n t r a t i o n 
of sodium t e t r a h y d r o b o r a t e s t a b i l i s e d i n 0.1 mol 1"^  sodium 
hydr o x i d e . A maximum response was obt a i n e d a t 0.1% m/V, and t h i s 
p r o f i l e i s remarkably s i m i l a r t o t h a t o b t a i n e d u s i n g AAS 
d e t e c t i o n ( s e e F i g u r e 3.11). S e v e r a l p o s s i b l e e x p l a n a t i o n s f o r 
the s h a r p optimum a t low t e t r a h y d r o b o r a t e c o n c e n t r a t i o n s a r e 
g i v e n i n the p r e v i o u s s e c t i o n . 
The e f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on peak h e i g h t i s 
shown i n F i g u r e 3.17. Although a maximum r e s p o n s e was obtained 
a t an a c i d c o n c e n t r a t i o n of 6 mol 1"^, t h i s was found to 
permanently damage the i n n e r s i l i c o n e rubber membrane tube. A 
compromise optimum of 4 mol 1"^  was t h e r e f o r e adopted. 
The peak h e i g h t i n c r e a s e d w i t h i n c r e a s i n g forward power, F i g u r e 
3.18. A s i m i l a r r e s u l t was found by Powell e t a l . ( 5 4 ) , although 
t h e y r e p o r t e d a p l a t e a u above 1200 W, a f e a t u r e not observed i n 
t h i s study. 
F i g u r e 3.19 shows the v a r i a t i o n of peak h e i g h t w i t h c a r r i e r gas 
flow r a t e . T h i s i s e s s e n t i a l l y t h e i n j e c t o r gas f l o w and the 
s i g n a l r i s e s as the plasma i s punctured, r e a c h e s a maximum and 
then degrades due to d i l u t i o n . S i m i l a r l y t h e a u x i l i a r y gas fl o w 
produces a sharp maximum fo l l o w e d by r a p i d decay, when the argon 
begins to d i l u t e the sample. F i g u r e 3.20. The c a r r i e r and 
a u x i l i a r y gas flows a f f e c t the p o s i t i o n of the plasma r e l a t i v e 
to t h e sampler cone. The degree of i o n i s a t i o n v a r i e s throughout 
the a n a l y t i c a l r e g i o n of the plasma and thus v a r i a t i o n s i n the 
sampling p o s i t i o n w i l l r e s u l t i n changes i n s e n s i t i v i t y . 
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F i g u r e 3.16 - E f f e c t of sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n 
on peak h e i g h t u s i n g t h e t u b u l a r membrane gas-
l i q u i d s e p a r a t o r w i t h i n d u c t i v e l y coupled plasma 
- mass s p e c t r o m e t r y d e t e c t i o n 
300-
0.0 .2 .4 .6 .8 1.0 
Sodium Tetxahydroborate Cone. / % m/V 
F i g u r e 3.17 - E f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on peak 
h e i g h t u s i n g t h e t u b u l a r membrane g a s - l i q u i d 
s e p a r a t o r w i t h i n d u c t i v e l y coupled plasma - mass 









Hydrochloric Acid Cone. / mol 1 
80 
F i g u r e 3.18 - E f f e c t of forward power on peak h e i g h t u s i n g 
the t u b u l a r membrane g a s - l i q u i d s e p a r a t o r 
w i t h i n d u c t i v e l y coupled plasma - mass 
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Forward Power / kW 
F i g u r e 3.19 E f f e c t of c a r r i e r gas fl o w r a t e on peak h e i g h t 
u s i n g t h e t u b u l a r membrane g a s - l i q u i d s e p a r a t o r 
w i t h i n d u c t i v e l y coupled plasma - mass 
spe c t r o m e t r y d e t e c t i o n 
200 r 
.2? 100 
Carrier Gas Flow Rate / 1 min 
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F i g u r e 3.20 - E f f e c t of a u x i l i a r y gas flow r a t e on peak h e i g h t 
u s i n g the t u b u l a r membrane g a s - l i q u i d s e p a r a t o r 
w i t h i n d u c t i v e l y coupled plasma - mass 
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3.3.5. C h l o r i d e E x c l u s i o n from the Plasma u s i n g t h e T u b u l a r 
Membrane G a s - L i q u i d S e p a r a t o r 
C h l o r i d e i n t e r f e r e n c e can be monitored a t 77 u, which corresponds 
to *°Ar " C l i n the absence of "Se. T a b l e 3.11 shows t h e 
magnitude of i n t e r f e r e n c e u s i n g v a r i o u s methods of sample 
i n t r o d u c t i o n . The two atomic masses 75 u and 77 u correspond to 
"AS, ''^ Ar ^ ^Cl and ^ ^^ Ar " C l . 
T a b l e 3.11 R e l a t i v e s i g n a l and c h l o r i d e i n t e r f e r e n c e u s i n g 
d i f f e r e n t sample i n t r o d u c t i o n methods 
Sample I n t r o d u c t i o n Counts from 500 ng 1"^  As s t a n d a r d 
Method 75 u 77 u 
Pneumatic n e b u l i s a t i o n 13095 72 
(As i n 2% V/V HNO3) 
Pneumatic n e b u l i s a t i o n 64725 17529 
(As i n 4 mol 1"^  HCl) 
G l a s s G a s - L i q u i d S e p a r a t o r 84835 11785 
(As i n 3 mol 1"^  HCl) 
Tubular Membrane G a s - L i q u i d S e p a r a t o r 235127 56 
(As i n 4 mol 1"^  HCl) 
Using pneumatic n e b u l i s a t i o n i n a 2% V/V n i t r i c a c i d medium t h e 
number of counts a t 77 u i s n e g l i g i b l e , p r o b a b l y a r i s i n g from 
i n s t r u m e n t a l n o i s e , o r t r a c e s of s e l e n i u m i n t h e s t a n d a r d 
s o l u t i o n , we can t h e r e f o r e assume t h e r e i s no argon c h l o r i d e 
c o n t r i b u t i o n . When the standard s o l u t i o n was prepared i n 
4 mol 1'^  h y d r o c h l o r i c a c i d , a l a r g e p o s i t i v e b i a s was observed 
a t 75 u. The r e l a t i v e abundance of t h e " C l : ^'Cl i s o t o p e s i s 3 
: 1. Given t h e s i g n a l a t 77 u, a p p r o x i m a t e l y 50,000 counts a t 
75 u were d e r i v e d from argon c h l o r i d e . 
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As one would exp e c t when u s i n g h y d r i d e g e n e r a t i o n t h e a r s e n i c 
s i g n a l i n c r e a s e d and the argon c h l o r i d e d e c r e a s e d . However, 
t h e r e i s . s t i l l a .signi>f i c a n t argon c h l o r i d e c o n t r i b u t i o n when 
u s i n g t h e GGLS, t h i s a r i s e s from the t r a n s p o r t a t i o n o f an a e r o s o l 
-contaminated w i t h sodium c h l o r i d e from the GGLS. T h i s f i n e s p r a y 
can be p a r t i c u l a r l y troublesome when i t condenses i n t r a n s f e r 
l i n e s > l e a d i n g to l a r g e d r o p l e t s p a s s i n g t o t h e plasma, producing 
i n s t a b i l i t y and n o i s e . ; No m o i s t u r e was observed i n t h e t r a n s f e r 
l i n e s u s i n g the TMGLS. From T a b l e 3.11 we not o n l y see an 
i n c r e a s e i n the number of counts f o r the TMGLS we a l s o observe 
the e l i m i n a t i o n of argon c h l o r i d e i n t e r f e r e n c e . F i g u r e 3.21 i s 
a mass spectrum of the blank s o l u t i o n , showing counts f o r "As 
and " S e . The r e s i d u a l s i g n a l s a r e due t o a r s e n i c and selenium 
c ontamination i n the r e a g e n t s and t h i s i s confiirmed by the 
a r s e n i c and selenium i s o t o p i c p a t t e r n s . 
• 
3.3.6. A n a l y t i c a l Performance of the Tu b u l a r Membrane G a s - L i q u i d 
S e p a r a t o r f o r I n d u c t i v e l y Coupled Plasma - Mass 
Spectrometry 
The l i m i t s of d e t e c t i o n f o r a r s e n i c and s e l e n i u m a r e shown i n 
Tab l e 3.12. These were d e r i v e d u s i n g 3a on t e n r e a d i n g s near the 
blank. 
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F i g u r e 3.21 Mass spectrum of the blank s o l u t i o n showing counts f o r As* and Se* i n the absence of 






T a b l e 3.12 D e t e c t i o n l i m i t s f o r a r s e n i c and s e l e n i u m u s i n g the 
t u b u l a r membrane g a s - l i q u i d s e p a r a t o r coupled to 








The l i m i t of -detection i s l a r g e l y dependent on t h e q u a l i t y of the 
r e a g e n t s used, although: t h e a b i l i t y of t h e TMGLS t o dampen n o i s e 
from t h e p e r i s t a l t i c pump i s a l s o a c o n t r i b u t i n g f a c t o r . I n 
r e l a t i o n t o the s e n s i t i v i t y , r e p r o d u c i b i l i t y d a t a showing counts 
and r e l a t i v e standard d e v i a t i o n s f o r a r s e n i c and selen i u m a t 
d i f f e r e n t l e v e l s a r e shown i n T a b l e 3,13. Hence t h e system i s 
cap a b l e o f r e p r o d u c i b i l i t y of 2-3% a t l e v e l s i n t h e p a r t s per 
t r i l l i o n range. 
T a b l e 3.13 
Element 
R e p r o d u c i b i l i t y d a t a f o r a r s e n i c and s e l e n i u m u s i n g 
the t u b u l a r membrane g a s - l i q u i d s e p a r a t o r coupled to 
i n d u c t i v e l y coupled plasma - mass s p e c t r o m e t r y 
C O U N T R A T E 
75 As 77 Se 
Blank (RSD%) 
100 ng 1"^  








U n l i k e AAS t e c h n i q u e s , ICP-MS does not s u f f e r from poor l i n e a r i t y 
and t h e h y d r i d e g e n e r a t i o n ICP-MS t e c h n i q u e i s l i n e a r o v e r a t 
l e a s t f i v e o r d e r s of magnitude. 
I n o r d e r t o e v a l u a t e the TMGLS on r e a l scimples a range of f r e s h 
(IAEA/W-4, SRM 1643B, SLRS 1 ) , c o a s t a l (CASS 2) and seawater 
(MASS 1, NASS 2) c e r t i f i e d r e f e r e n c e m a t e r i a l s were a n a l y s e d f o r 
a r s e n i c and selenium. These were chosen because o f t h e i r low 
l e v e l s of a n a l y t e and v a r y i n g c h l o r i d e c o n t e n t . To ensure 
a r s e n i c was i n the c o r r e c t o x i d a t i o n s t a t e 0.1% m/V potassium 
i o d i d e was added t o the a c i d i f i e d sample p r i o r t o a n a l y s i s . The 
f i n a l sample was prepared i n 4 mol 1'^  h y d r o c h l o r i c a c i d . The 
r e s u l t s a r e shown i n T a b l e 3.14 and c l e a r l y demonstrate the 
a c c u r a c y and p r e c i s i o n of the TMGLS u s i n g h y d r i d e g e n e r a t i o n ICP-
MS. Furthermore t h e r e s u l t s show the e f f e c t i v e n e s s o f the TMGLS 
i n e x c l u d i n g c h l o r i d e from the plasma d i s c h a r g e , t h e p r e s e n c e of 
which would have l e d t o a l a r g e p o s i t i v e b i a s i n t h e a n a l y s i s . 
3.4.1. Microporous PTFE Membrane G a s - L i q u i d S e p a r a t o r (MGLS) f o r 
Atomic Absorption Spectrometry 
The c o n s t r u c t i o n of the MGLS i s shown i n F i g u r e 3.22. T h i s type 
of s e p a r a t o r i s b a s i c a l l y a m o d i f i e d gas d i f f u s i o n c e l l 
( T e c h n i c o n I n s t r u m e n t s , Tarrytown, New York, USA). I t c o n s i s t s 
of two perspex b l o c k s (9.0 mm long, 25 mm wide and 19 mm dee p ) . 
Each b l o c k has a 1 mm o u t e r d i a m e t e r groove machined onto one of 
i t s s u r f a c e s . The microporous PTFE membrane (Goodfellows, 
Cambridge, UK) i s p r e s s e d f i r m l y between t he two b l o c k s t o cover 
t h e grooves which a r e a l i g n e d one above the o t h e r when f i r m l y 
clamped t o g e t h e r . The g a s - l i q u i d m i x t u r e flows through one s i d e 
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T a b l e 3.14 The determination of a r s e n i c and selenium f o r c e r t i f i e d water r e f e r e n c e m a t e r i a l s using 





(Mg I'M FOUND (ug 
SELENIUM 
CERTIFIED FOUND 
(j^g I'M (ug I'M 
IAEA/W-4 25.0 + 1.25 23.4 ± 0.6 
(SIMULATED FRESH WATER) 
00 00 





0.55 ± 0.08 0.40 ± 0.07 
9.7 i 0.5 7.9 ± 0.68 
CASS 2 
(COASTAL WATER) 
1.01 ± 0.07 1.40 ± 0.02 
NASS 1 
(OPEN OCEAN WATER) 
1.65 ± 0.19 1.77 ± 0.01 
NASS 2 
(OPEN OCEAN WATER) 1.65 ± 0.19 2.01 ± 0.03 0.024 ± 0.004 0.03 ± 0.01 
* I n d i c a t i v e v a l u e only 
F i g u r e 3.22 - Schematic diagram of the p o l y t e t r a f l u o r o e t h y l e n e membrane g a s - l i q u i d separator 
CARRIER GAS 




of t h e s e p a r a t o r , any gaseous p r o d u c t s w i l l d i f f u s e through the 
membrane and w i l l s u b s e q u e n t l y be swept to t h e d e t e c t o r . 
Meanwhile t he l i q u i d products f l o w c o n t i n u o u s l y t o waste. I n 
t h i s s tudy a microporous PTFE membrane of t h i c k n e s s 0.235 mm, 
p o r o s i t y 40% and pore s i z e 0.02 u^n was i n v e s t i g a t e d . 
The s i g n i f i c a n c e of the c a r r i e r gas fl o w r a t e and sodium 
t e t r a h y d r o b o r a t e and h y d r o c h l o r i c a c i d c o n c e n t r a t i o n s were 
i n v e s t i g a t e d f o r a r s e n i c u s i n g u n i v a r i a t e s e a r c h e s . These 
c o n d i t i o n s a r e summarised i n T a b l e 3.15. 
Tabl e 3.15 Hydride g e n e r a t i o n c o n d i t i o n s f o r t h e PTFE membrane 
g a s - l i q u i d s e p a r a t o r w i t h atomic a b s o r p t i o n 
s p e c t r o m e t r y 
Element As 
NaBH^ conc./% m/V 0.1 
NaBH^ flow r a t e / m l min"^ 3.5 
HCl cone./mol 1"^  6.0 
HCl flow r a t e / m l min"^ 3-5 
C a r r i e r gas flow r a t e / 1 min'^ 0.1 
The v a r i a t i o n s i n peak h e i g h t w i t h t h e sodium t e t r a h y d r o b o r a t e 
c o n c e n t r a t i o n a r e shown i n F i g u r e 3.23. As seen w i t h the TMGLS, 
a r e l a t i v e l y s h a r p maximum was o b t a i n e d w i t h low t e t r a h y d r o b o r a t e 
c o n c e n t r a t i o n s . S e v e r a l e x p l a n a t i o n s f o r t h i s o b s e r v a t i o n have 
been d i s c u s s e d p r e v i o u s l y and w i l l t h e r e f o r e not be r e p e a t e d 
here. 
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F i g u r e 3.24 shows t he e f f e c t of h y d r o c h l o r i c a c i d on peak h e i g h t . 
An . optimiim c o n c e n t r a t i o n of 6 mol 1'^  was o b t a i n e d . 
P o l y t e t r a t l u o r o e t h y l e n e has a h i g h c h e m i c a l .. . r e s i s t a n c e . and 
t h e r e f o r e no f o r e s e e a b l e l i m i t a t i o n s c o n c e r n i n g d i f f i c u l t sample 
m a t r i c e s a r e . e n v i s a g e d . The v a r i a t i o n i n peak h e i g h t w i t h 
c a r r i e r gas flow r a t e i s shown i n F i g u r e 3.25. A low c a r r i e r gas 
flow r a t e of 0.1 1 min"^ was found t o g i v e maximum response. 
From:Table 3.:15 'we s e e - t h a t a lower sample f l o w r a t e of 3.5 ml 
. min"^ was u t i l i s e d r a t h e r than the u s u a l 7.5 ml min'^.. T h i s lower 
sample flow r a t e was n e c e s s a r y , s i n c e t h e r e s i d e n c e time of the 
g a s - l i q u i d m i x t u r e i n •the flow c h a n n e l of t h e s e p a r a t o r . i s 
e x t r e m e l y s m a l l . I n the work of Wang and Barnes (96) the sample 
flow r a t e s were s e t i n t h e range of 0.8 - 0.9 ml min'^. These 
. workers observed a l i n e a r i n c r e a s e i n s i g n a l w i t h sample flow 
r a t e , however, th e y d i d not exceed f l o w r a t e s of 1.12 ml min"*. 
T h i s s u g g e s t s t h a t a lower sample/reagent f l o w r a t e might f u r t h e r 
improve s e n s i t i v i t y . I n t h i s s tudy f l o w r a t e s below 3.5 ml min'^ 
were not i n v e s t i g a t e d s i n c e the aim of t h e i n v e s t i g a t i o n was to 
a s s e s s .the p o t e n t i a l of novel g a s - l i q u i d . s e p a r a t i o n d e v i c e s f o r 
an e x i s t i n g commercial . product of which t h e sample flow r a t e s 
were f i x e d . L i k e the TMGLS, the spent s o l u t i o n f l o w i n g to waste 
c o n s i s t e d of a g a s - l i q u i d mixture, t h e r e f o r e i n d i c a t i n g < 100% 
e f f i c i e n c y f o r the t r a n s f e r of h y d r i d e through the membrane. 
3.4.2.. A n a l y t i c a l Performance of the PTFE Membrane G a s - L i q u i d 
. - S e p a r a t o r f o r Atomic. TUDSorption S p e c t r o m e t r y . . 
Using t h e . c o n d i t i o n s summarised i n T a b l e 3.15 the l i m i t of 
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F i g u r e 3.23 E f f e c t of sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n 
on peak h e i g h t u s i n g t h e PTFE membrane g a s - l i q u i d 
s e p a r a t o r w i t h atomic a b s o r p t i o n s p e c t r o m e t r y 








1 2 3 
Sodium Tetrahydroborate Concentration / %m/V 
F i g u r e 3.24 - E f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on peak 
h e i g h t u s i n g t h e PTFE membrane g a s - l i q u i d 
s e p a r a t o r w i t h atomic a b s o r p t i o n s p e c t r o m e t r y 
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F i g u r e 3.25 E f f e c t of c a r r i e r gas flow r a t e on peak h e i g h t 
u s i n g the PTFE membrane g a s - l i q u i d s e p a r a t o r w i t h 
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d e t e c t i o n obtained f o r a r s e n i c was 0.72 1"^. The l i n e a r 
dyncunic range f o r the MGLS i s s i m i l a r t o t h a t o f the o t h e r 
s e p a r a t o r s when coupled to AAS, the t y p i c a l dynamic range being 
between one and two o r d e r s of magnitude. To a s s e s s t h e MGLS on 
r e a l sample m a t e r i a l s , a r s e n i c was determined i n a c e r t i f i e d 
water r e f e r e n c e m a t e r i a l (IAEA/W-4). Sample p r e p a r a t i o n f o r t h i s 
m a t e r i a l has been d i s c u s s e d i n the p r e v i o u s s e c t i o n s . The 
c e r t i f i e d v a l u e f o r a r s e n i c and the v a l u e o b t a i n e d i s g i v e n i n 
Ta b l e 3.16, the r e s u l t shows the e x c e l l e n t a c c u r a c y and p r e c i s i o n 
o b t a i n a b l e u s i n g the MGLS. 
T a b l e 3.16 Determination of a r s e n i c i n c e r t i f i e d water 
r e f e r e n c e m a t e r i a l (IAEA/W-4) u s i n g the PTFE 
membrane g a s - l i g u i d s e p a r a t o r w i t h atomic a b s o r p t i o n 
spectrometry d e t e c t i o n 
Element C e r t i f i e d V a l u e Value Obtained 
As 25.0 + 1.25 26 + 0.80 
3.4.3. Advantages and Disadvantages of the PTFE Membrane Gas 
L i q u i d S e p a r a t o r 
Although o n l y a b r i e f i n v e s t i g a t i o n was undertaken f o r the MGLS, 
i t s s e n s i t i v i t y , a c c u r a c y and p r e c i s i o n i s comparable t o the 
o t h e r two s e p a r a t o r s s t u d i e d . Being a membrane s e p a r a t o r , i t 
p o s s e s s e s s i m i l a r q u a l i t i e s t o those of t h e TMGLS and t h e r e f o r e 
should be advantageous i n a p p l i c a t i o n s where m o i s t u r e c a r r y - o v e r 
i s p r o b l e m a t i c . I t s main advantage, however, i s t h e ext r e m e l y 
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f a s t s e p a r a t i o n p r o c e s s and s h o r t memory t i m e s . T h i s i s 
i l l u s t r a t e d . i n F i g u r e 3.26 where a t y p i c a l peak shape i s shown 
f o r a 100 1"^  a r s e n i c s t a n d a r d . S e v e r a l a u t h o r s (36,95) have 
shown t h a t r f a s t s e p a r a t i o n p r o c e s s e s can m i n i m i s e t r a n s i t i o n 
metal i n t e r f e r e n c e s , the i d e a here being to remove t h e gaseous 
a n a l y t e from the p o t e n t i a l l i q u i d i n t e r f e r e n t s as q u i c k l y as 
p o s s i b l e . F a s t response times a r e a l s o advantageous f o r flow 
i n j e c t i o n a n a l y s i s and the MGLS i s o b v i o u s l y w e l l s u i t e d t o such 
an a p p l i c a t i o n . 
The main d i s a d v a n t a g e of the MGLS i s t h a t the microporous PTFE 
membranes a r e expensive and e a s i l y damaged when mounting the 
membrane i n t o the s e p a r a t o r . The l i q u i d flow c h a n n e l may a l s o 
become b l o c k e d i f samples a r e not f i l t e r e d p r i o r t o a n a l y s i s . 
3.5.1. Summary 
Three d i f f e r e n t g a s - l i q u i d phase s e p a r a t o r s have been d e s c r i b e d 
and a s s e s s e d i n d e t a i l f o r h y d r i d e g e n e r a t i o n c o u p l e d to atomic 
a b s o r p t i o n spectrometry and i n one p a r t i c u l a r c a s e i n d u c t i v e l y 
coupled plasma-mass spectrometry. A l l the s e p a r a t o r s s t u d i e d 
y i e l d sub p a r t s per b i l l i o n d e t e c t i o n l i m i t s f o r v a r i o u s h y d r i d e 
forming elements. To a s s e s s the s e p a r a t i o n d e v i c e s and the 
h y d r i d e g e n e r a t i o n technique f o r the a n a l y s i s o f r e a l i s t i c 
samples, a r s e n i c and selenium c o n c e n t r a t i o n s were determined i n 
c e r t i f i e d water r e f e r e n c e m a t e r i a l s (IAEA/W-4, SRM 1643B, SLRS 1, 
CASS 2, NASS 1, NASS 2 ) . A c c u r a t e and p r e c i s e r e s u l t s were 
o b t a i n e d f o r one or more of the r e f e r e n c e m a t e r i a l s l i s t e d above. 
I t was d i f f i c u l t to d i s t i n g u i s h between the s e p a r a t o r s on the 
b a s i s of t h e i r a n a l y t i c a l performance, ( i . e . l i m i t of d e t e c t i o n , 
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F i g u r e 3.26 - T y p i c a l peak shape f o r a 100 ^ig 1"^  a r s e n i c 
s o l u t i o n u s i n g t he PTFE membrane g a s - l i q u i d 
s e p a r a t o r 
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dynamic range and a c c u r a c y and p r e c i s i o n ) . 
The GGLS i s a w e l l e s t a b l i s h e d , s u c c e s s f u l and w e l l r e c e i v e d 
d e v i c e f o r the s e p a r a t i o n of gaseous h y d r i d e s . The main problem 
w i t h t h i s s e p a r a t o r i s t h a t the gaseous pro d u c t s a r e accompanied 
by a f i n e a e r o s o l which can be d e t r i m e n t a l i n c e r t a i n 
a p p l i c a t i o n s . I n most i n s t a n c e s however, t h e problem of moi s t u r e 
c a r r y - o v e r i s not too s e v e r e and can be overcome by v a r i o u s 
means. One p a r t i c u l a r a p p l i c a t i o n where m o i s t u r e c a r r y o v e r from 
the GGLS i s p a r t i c u l a r l y p r o b l e m a t i c , i s the d e t e r m i n a t i o n of 
a r s e n i c and selenium by ICP-MS. Here the a e r o s o l contaminated 
w i t h sodium c h l o r i d e i s d e l i v e r e d t o the plasma d i s c h a r g e where 
formation of argon c h l o r i d e may o c c u r . • T h i s has a mass : charge 
r a t i o n of 75 u which c o i n c i d e s w i t h a r s e n i c , which i s 
monoisotopic, and t h e r e f o r e s e v e r e l y l i m i t s i t s d e t e r m i n a t i o n . 
I t has been shown t h a t t h i s problem can be overcome u s i n g 
membrane g a s - l i q u i d s e p a r a t i o n d e v i c e s , s i n c e t h e membrane o n l y 
a l l o w s t h e passage of gaseous p r o d u c t s , and t h e r e f o r e i n h i b i t s 
t h e t r a n s p o r t of c h l o r i d e i o n s t o the plasma. 
Although o n l y a b r i e f i n v e s t i g a t i o n was undertaken f o r the 
microporous PTFE membrane s e p a r a t o r , i t pro b a b l y has g r e a t e s t 
p o t e n t i a l f o r the g a s - l i q u i d p r o c e s s of h y d r i d e g e n e r a t i o n s i n c e 
i t r e q u i r e s l e s s sample volume and the s e p a r a t i o n p r o c e s s i s 
f a s t e r . However, f u r t h e r i n v e s t i g a t i o n i s r e q u i r e d i n t o the type 
of membrane and p h y s i c a l geometry of the g a s - d i f f u s i o n c e l l . The 
r e l a t i v e advantages and d i s a d v a n t a g e s of each s e p a r a t o r a r e 
summarised i n T a b l e 3.17. 
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T a b l e 3-17 Summary of advantages and d i s a d v a n t a g e s f o r each 
s e p a r a t o r 
CRITERION G l a s s 'U' tube T u b u l a r membrane PTFE Membrane 
g a s - l i q u i d g a s - l l q u l d g a s - l i q u i d 
s e p a r a t o r s e p a r a t o r s e p a r a t o r 
SENSITIVITY GOOD GOOD GOOD 




ROBUSTNESS MODERATE FAIR MODERATE 
MOISTURE 
CARRY-OVER 
POOR GOOD GOOD 
INTERFERENCES MODERATE POOR GOOD 
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CHAPTER 4 
THE DETERMINATION OF MERCURY IN AQUEOUS AND GASEOUS SAMPLES 
4.1. INTRODUCTION 
The t o x i c o l o g i c a l e f f e c t of mercury compounds on envi r o n m e n t a l 
systems has long been r e c o g n i s e d , but i t was not u n t i l t h e 
d i s a s t e r a t Minamata Bay i n 1953 t h a t t h e s u b j e c t r e c e i v e d 
worldwide a t t e n t i o n ( 1 1 2 ) . Mercury i n t h e environment o c c u r s 
both n a t u r a l l y i n the form of m i n e r a l d e p o s i t s and 
a n t h r o p o g e n i c a l l y from i n d u s t r i a l and a g r i c u l t u r a l w a s t e s . 
Because of i t s high t o x i c i t y , t h e r e has been e x t e n s i v e r e s e a r c h 
and development i n t o t e c h n i q u e s to determine mercury. 
Furthermore t h e s e t e c h n i q u e s have been u t i l i s e d f o r the 
d e t e r m i n a t i o n of mercury i n a wide v a r i e t y of sample t y p e s . 
O r i g i n a l l y s p e c t r o p h o t o m e t r i c methods based on the formation of 
co l o u r e d c h e l a t e s between mercury i o n s and d i t h i z o n e were adopted 
( 1 1 3 ) . However t h e s e methods had poor s e n s i t i v i t y and e n t a i l e d 
long and t e d i o u s m a n i p u l a t i o n s which o f t e n caused c o n t a m i n a t i o n 
and l o s s of a n a l y t e . Today the most commonly used method f o r 
measuring mercury i s c o l d vapour - atomic a b s o r p t i o n 
spectrometry. T h i s technique was f i r s t d e s c r i b e d i n a R u s s i a n 
j o u r n a l by Poluektov and Vi t k u n a s e a r l y a s 1963 (114) and 
p o p u l a r i s e d f i v e y e a r s l a t e r by Hatch and O t t ( 1 6 ) . I n a t y p i c a l 
d e t e r m i n a t i o n the mercury i n the sample i s f i r s t o x i d i s e d t o 
mercury ( I I ) u s i n g a s u i t a b l e o x i d a n t and then reduced to gaseous 
mercury by adding an e x c e s s of r e d u c i n g agent. The l i b e r a t e d 
mercury gas i s purged from s o l u t i o n and s u b s e q u e n t l y d e l i v e r e d 
to a d e t e c t i o n system. 
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Both t i n ( I I ) c h l o r i d e and sodium t e t r a h y d r o b o r a t e r e d u c t i o n 
schemes have been u t i l i s e d f o r the g e n e r a t i o n of gaseous mercury. 
A comparative study of t h e s e two systems was undertaken by 
Yamamoto and co-workers ( 1 1 5 ) . S i m i l a r s e n s i t i v i t y was ob t a i n e d 
f o r each r e d u c t i o n system and r e a s o n a b l e agreement between 
seawater and s o i l samples was o b t a i n e d u s i n g t h e two systems. 
The study i n v o l v e d hovever, the amalgamation of mercury on gold 
p r i o r to s p e c t r o s c o p i c measurement and t h e r e f o r e t h e r e a c t i o n 
k i n e t i c s f o r each system were not c o n s i d e r e d . S e v e r a l a u t h o r s 
(116,117) have r e p o r t e d t h a t sodium t e t r a h y d r o b o r a t e r e a g e n t 
c o n t a i n i n g a s m a l l amount of copper ( I I ) can be used t o determine 
t o t a l mercury, without o x i d a t i v e p r e t r e a t m e n t i n a v a r i e t y of 
sample t y p e s , an o b s e r v a t i o n not borne out by o t h e r s (118,119). 
The sodium t e t r a h y d r o b o r a t e r e d u c t i o n scheme can be advantageous 
when the t e c h n i q u e i s coupled t o m u l t i e l e m e n t d e t e c t i o n systems 
such as ICP-MS, s i n c e the h y d r i d e forming elements may a l s o be 
determined ( 5 4 ) . The m a j o r i t y of workers f a v o u r t h e use of t i n 
( I I ) c h l o r i d e f o r the r e d u c t i o n s t e p . (68,69,120,121). 
I t i s g e n e r a l l y agreed t h a t o x i d a t i o n of mercury compounds i n the 
sample t o mercury ( I I ) i s n e c e s s a r y p r i o r t o t h e r e d u c t i o n 
p r o c e s s . A g r e a t v a r i e t y of o x i d a t i v e methods have been proposed 
f o r aqueous samples. These t y p i c a l l y i n v o l v e combination of 
s t r o n g a c i d s (HCl, H2SO4, HNO3), o x i d a n t s (HjOj, YL^CX-IOT, HzSjOg, 
KMnOO/ UV i r r a d i a t i o n and e l e v a t e d t e m p e r a t u r e s (113,115,118-
122). The use of high temperatures s h o u l d be avoi d e d i f p o s s i b l e 
to a v o i d l o s s of mercury due t o v o l a t i s a t i o n . B e c k n a l l e t a l . 
(123) have u t i l i s e d c h l o r i n e gas t o c l e a v e both a r y l and a l k y l 
mercury bonds. Bromine can be used t o the same e f f e c t , and may 
be generated i n the sample by o x i d a t i o n of bromi«^e w i t h a c i d 
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bromate ( 1 2 4 ) . T h i s procedure was found t o be e f f e c t i v e a t room 
temperature and a complete breakdown of organomercury compounds 
was observed a f t e r s e v e r a l minutes. F r e e bromine was removed 
p r i o r t o a n a l y s i s u s i n g hydroxylammonivim c h l o r i d e . S e v e r a l 
a u t h o r s have observed t h a t t he p r e s e n c e of e x c e s s bromine may 
cause i n t e r f e r e n c e (113,124). 
The v o l a t i l i t y of mercury compounds has been the s o u r c e of many 
d i f f i c u l t i e s encountered d u r i n g the d e t e r m i n a t i o n o f mercury i n 
b i o l o g i c a l and g e o l o g i c a l m a t e r i a l s . Methods of d i s s o l u t i o n 
u s u a l l y i n v o l v e the d e s t r u c t i o n of m a t e r i a l s u s i n g combinations 
of s t r o n g a c i d s and o x i d a n t s a t e l e v a t e d t e m p e r a t u r e s (125,126). 
To p r e v e n t l o s s e s of mercury, d i g e s t i o n was o f t e n performed i n 
an open system under r e f l u x ( 1 2 5 ) , o r under p r e s s u r e i n a c l o s e d 
decomposition v e s s e l ( 1 2 6 ) . More r e c e n t l y microwave d i s s o l u t i o n 
t e c h n i q u e s have been i n t r o d u c e d which i n c r e a s e t h e speed and 
convenience of the d i s s o l u t i o n procedure ( 1 2 7 ) . T h i s approach 
has been u t i l i s e d f o r the d e t e r m i n a t i o n of mercury i n b i o l o g i c a l 
(128) and g e o l o g i c a l samples ( 1 2 6 ) . 
P y r o l y t i c s e p a r a t i o n of mercury from s o l i d samples has been 
i n v e s t i g a t e d by s e v e r a l a u t h o r s (129,130). Depending on the 
amount of mercury i n the sample, l i b e r a t e d mercury can be 
absorbed i n an o x i d i s i n g s o l u t i o n (129,130) o r trapped on a 
c o l l e c t o r ( e . g . Au, F t ) p r i o r to s p e c t r o s c o p i c measurement 
(131,132). Although t h i s method i s e f f i c i e n t and r a p i d , i t 
s u f f e r s from i n t e r f e r i n g p y r o l y s i s p r o d u c t s . These have been 
avoided w i t h t h e use of v a r i o u s f i l t e r s , i n c l u d i n g s i l v e r wool 
(132) and alumina and s i l i c a ( 1 3 3 ) . V a r i o u s a d d i t i v e s t o the 
sample ( e . g . MgO, F l o r i s i l and CaO) have a l s o been found to 
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remove i n t e r f e r e n c e p y r o l y s i s products and i n c r e a s e p y r o l y s i s 
e f f i c i e n c y ( 1 3 0 ) . However, no s u f f i c i e n t e x p l a n a t i o n t o the r o l e 
of the a d d i t i v e s has been r e p o r t e d . 
I n o r d e r to o b t a i n s e n s i t i v i t y r equirements f o r t h e d e t e r m i n a t i o n 
of mercury i n environmental samples, s e v e r a l a u t h o r s (6,34,115) 
have coupled the c o l d vapour t e c h n i q u e t o v a r i o u s 
p r e c o n c e n t r a t i o n d e v i c e s . These u s u a l l y i n v o l v e p a s s i n g the 
mercury vapour over an eunalgamating medium ( e . g . Au, P t ) . Once 
a l l the mercury has been generated from the sample and c o l l e c t e d , 
t h e amalgamating medium i s heated and the mercury i s t r a n s p o r t e d 
by a gas stream to a s p e c t r o s c o p i c measurement system. S e v e r a l 
problems a s s o c i a t e d w i t h the c o u p l i n g of vapour g e n e r a t i o n to 
amalgamation t e c h n i q u e s have been r e p o r t e d . These i n c l u d e the 
reduced c o l l e c t i o n e f f i c i e n c y of mercury i n t h e p r e s e n c e of 
m o i s t u r e ( 3 4 ) , the p o i s o n i n g of the amalgamating medium s u r f a c e 
by o t h e r gaseous r e d u c t i o n p r o d u c t s (134) and t h e o c c a s i o n a l 
n e c e s s i t y f o r c l e a n i n g ( 6 ) . 
The amalgamation t e c h n i q u e i s t h e r e f o r e more s u i t a b l e f o r the 
d e t e r m i n a t i o n of mercury i n gaseous samples. S c o t t and Ottaway 
(135) determined mercury i n a i r u s i n g a p a s s i v e gold w i r e 
sampler. T h i s d e v i c e was dependent upon d i f f u s i o n of mercury 
from the a i r to the a d s o r b i n g gold s u r f a c e . The amount of 
mercury d e p o s i t e d i n a g i v e n time i s p r o p o r t i o n a l to the 
c o n c e n t r a t i o n of mercury vapour i n the a i r . C a l i b r a t i o n of t h i s 
procedure was complex, and i n v o l v e d exposure of t h e g o l d w i r e to 
known mercury c o n c e n t r a t i o n s f o r a g i v e n time, d i s s o l v i n g t he 
adsorbed mercury from t h e w i r e i n 50% V/V n i t r i c a c i d and 
a n a l y s i s of the r e s u l t i n g s o l u t i o n s . The method had a d e t e c t i o n 
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l i m i t of 3.6 ^g m"^  but had poor p r e c i s i o n . The d i s a d v a n t a g e of 
p a s s i v e sampling, i s t h a t a draught f r e e atmosphere i s r e q u i r e d , 
making i t u n s u i t a b l e f o r outdoor sampling. C o l l e c t i o n of mercury 
by pumping a i r through an amalgamation d e v i c e i s now the 
p r e f e r r e d method of p r e c o n c e n t r a t i o n f o r mercury i n a i r ( 1 3 6 ) . 
Two d i f f e r e n t methods of c a l i b r a t i o n have been a p p l i e d f o r the 
p r e c o n c e n t r a t i o n technique, t h e s e a r e , the use of mercury 
s t a n d a r d s o l u t i o n s and the i n j e c t i o n of known amounts of mercury 
vapour. The a c c u r a c y of the vapour i n j e c t i o n c a l i b r a t i o n methods 
has been a s s e s s e d by Dumarey e t a l . ( 3 3 ) . P r e c i s i o n of the 
i n j e c t i o n of mercury i n the range 1-100 ng was found to be l e s s 
than 1%, p r o v i d e d the s y r i n g e was p r e c o n d i t i o n e d b e f o r e use. The 
a c c u r a c y of the method was dependent on the temperature of the 
mercury s a t u r a t e d a i r , which must be lower than the ambient 
temperature. Temmerman e t a l . (136) have developed a method f o r 
the d e t e r m i n a t i o n of mercury i n a i r , u s i n g p r e c o n c e n t r a t i o n by 
amalgamation on gold sand t r a p s , f o l l o w e d by measurement u s i n g 
atomic f l u o r e s c e n c e spectrometry. 
A wide v a r i e t y of a n a l y t i c a l atomic s p e c t r o m e t r y t e c h n i q u e s have 
been u t i l i s e d f o r mercury vapour d e t e c t i o n , the most e x t e n s i v e l y 
used, p r o b a b l y because of i t s a v a i l a b i l i t y , i s a t o m i c a b s o r p t i o n 
s p e c t r o m e t r y . There a r e s e v e r a l d i s a d v a n t a g e s a s s o c i a t e d w i t h 
the use of t h i s d e t e c t i o n system, such as l i m i t e d l i n e a r 
c a l i b r a t i o n range, s p e c t r a l i n t e r f e r e n c e s r e s u l t i n g from non-
s p e c i f i c background a b s o r p t i o n of v o l a t i l e o r g a n i c s such as 
acetone and benzene (137) and d i f f i c u l t i e s a s s o c i a t e d w i t h 
measurements a t lower l e v e l s . 
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Mercury, by i t s v e r y n a t u r e i s a good element f o r d e t e r m i n a t i o n 
by f l u o r e s c e n c e , s i n c e i t i s atomic a t room tempera t u r e and a l s o 
absorbs and f l u o r e s c e s a t the same wavelength ( i . e . resonance 
f l u o r e s c e n c e ) . I n t e n s e mercury s o u r c e s a r e r e a d i l y a v a i l a b l e and 
a t o m i s a t i o n c e l l s a r e uncomplex when the t e c h n i q u e i s coupled to 
vapour g e n e r a t i o n . West i n 1974 (138) t h e o r e t i c a l l y showed t h a t 
c o l d vapour - atomic f l u o r e s c e n c e s p e c t r o m e t r y s h o u l d be more 
s e n s i t i v e and produce c o n s i d e r a b l y l e s s s p e c t r a l i n t e r f e r e n c e 
from n o n - s p e c i f i c a b s o r p t i o n compared t o the c o r r e s p o n d i n g AAS 
t e c h n i q u e . T h i s t h e o r e t i c a l t r e a t m e n t was l a t e r v e r i f i e d 
p r a c t i c a l l y by Thompson & Godden ( 6 8 ) . The a p p a r a t u s they 
d e s c r i b e d was a d i s p e r s i v e system based on a m o d i f i e d AA 
spectrometer and a d e t e c t i o n l i m i t of 0.02 ng ml"* was o b t a i n e d . 
Bertenshaw and Wagstaff (139) adopted the system a s d e s c r i b e d by 
Thompson and Godden f o r the d e t e c t i o n of mercury i n d r i n k i n g 
w a t e r s . They improved t h e l i m i t of d e t e c t i o n by u s i n g a 
permanganate s o l u t i o n to p r e c o n c e n t r a t e t h e l i b e r a t e d mercury. 
N o n - d i s p e r s i v e atomic f l u o r e s c e n c e s p e c t r o m e t r y has a l s o been 
i n v e s t i g a t e d as a technique f o r the d e t e r m i n a t i o n of mercury 
( 1 4 0 ) . The i n c r e a s e d l i g h t g a t h e r i n g power of a n o n - d i s p e r s i v e 
system i s o f t e n o f f s e t by background s c a t t e r from t h e atom c e l l , 
u s u a l l y a flame. However, s i n c e mercury i s atomic a t room 
temperature, no flame i s r e q u i r e d and s u b s e q u e n t l y background 
s c a t t e r i s minimal. Godden & S t o c k w e l l (69) d e s c r i b e d the 
development of a f i l t e r f l u o r o m e t e r s p e c i f i c a l l y d e s i g n e d f o r 
mercury a n a l y s i s . D e t e c t i o n l i m i t s t y p i c a l l y below 0.02 \xg 1"* 
were r e a d i l y o b t a i n a b l e w i t h t h i s i n s t r u m e n t . One f u r t h e r 
advantage of t h i s system was t h a t no atomic a b s o r p t i o n 
spectrometer was r e q u i r e d and the system was i n e x p e n s i v e , and 
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s i m p l e i n both c o n s t r u c t i o n and o p e r a t i o n . 
T h i s c h a p t e r r e p o r t s the use of a f i l t e r f l u o r o m e t e r (69) f o r the 
d e t e r m i n a t i o n of mercury i n a v a r i e t y of sample t y p e s . 
Continuous flow and flow i n j e c t i o n approaches have been adopted 
f o r v a r i o u s a p p l i c a t i o n s and the r e l a t i v e advantages and 
d i s a d v a n t a g e s of the two approaches a r e d i s c u s s e d w i t h r e f e r e n c e 
to t h e i r a n a l y t i c a l performance. The e f f e c t of m o i s t u r e c a r r y -
over on d e t e c t o r performance i s i n v e s t i g a t e d and n o v e l methods 
of m o i s t u r e removal have been developed. F i n a l l y , an automated 
p r e c o n c e n t r a t i o n system t o monitor mercury i n gaseous samples i s 
d e s c r i b e d and an a b s o l u t e c a l i b r a t i o n procedure i s a s s e s s e d . 
4.2.1, Continuous Flow C o l d Vapour G e n e r a t i o n - Atomic 
F l u o r e s c e n c e Spectrometry 
A c o m m e r c i a l l y a v a i l a b l e continuous f l o w vapour g e n e r a t o r 
s u p p l i e d by the c o l l a b o r a t i n g body (P S A n a l y t i c a l L t d , 
Sevenoaks, Kent, UK) was used i n t h i s study t o g e n e r a t e gaseous 
mercury, A s c h e m a t i c diagram of t h i s i n s t r u m e n t i s shown i n 
F i g u r e 2.1. T h i s d e s i g n has a l s o been d e s c r i b e d e l s e w h e r e by 
Ward and S t o c k w e l l ( 4 4 ) , 
As mentioned i n the p r e v i o u s s e c t i o n both t i n ( I I ) c h l o r i d e (68) 
and sodium t e t r a h y d r o b o r a t e (116) r e d u c t i o n schemes have been 
u t i l i s e d f o r the g e n e r a t i o n of gaseous mercury. Reductions 
i n v o l v i n g the sodium t e t r a h y d r o b o r a t e r e a g e n t g e n e r a t e copious 
amounts of hydrogen. T h i s v i g o r o u s r e a c t i o n c a u s e s a g i t a t i o n 
w i t h i n the r e a c t i o n v e s s e l encouraging the r e l e a s e of mercury 
vapour from s o l u t i o n . I n c o n t r a s t , the t i n ( I I ) c h l o r i d e 
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r e d u c t i o n i s much l e s s vigorous and a major p r o p o r t i o n of mercury 
w i l l s t a y i n s o l u t i o n . T h i s has l e d t o t h e development of a gas-
l i q u i d s e p a r a t o r which p r o v i d e s f o r c e d a g i t a t i o n of t h e l i q u i d 
t hereby r e l e a s i n g the mercury. The s e p a r a t o r i s i l l u s t r a t e d i n 
F i g u r e 4.1. The swan neck d e s i g n m i n i m i s e s the e x t e n t of 
moisture c a r r y - o v e r which a f f e c t s t he performance of the 
d e t e c t i o n system. T i n ( I I ) c h l o r i d e was used i n p r e f e r e n c e to 
sodium t e t r a h y d r o b o r a t e because i t p r o v i d e s b e t t e r p r e c i s i o n and 
s e n s i t i v i t y . 
Once generated the mercury vapour i s purged out of s o l u t i o n and 
fed i n t o the atom c e l l of t h e d e t e c t o r through a chimney 
i n t e r f a c e and i s f u r t h e r sheathed i n a stream of argon gas. T h i s 
supposedly c o n s t r a i n s the mercury i n the argon stream and 
p r o v i d e s a r a p i d f l u s h out time between samples. The chimney 
i n t e r f a c e i s based on the d e s i g n of Thompson and Godden ( 6 8 ) . 
The t r a n s f e r system f o r the mercury vapour i s shown i n F i g u r e 
4.2. 
Mercury vapour was d e t e c t e d u s i n g an atomic f l u o r e s c e n c e 
spectrometer (10.023 M e r l i n , P S A n a l y t i c a l L t d , Sevenoaks, Kent, 
UK). A b l o c k diagram of the system i s shown i n F i g u r e 4.3. I t 
b a s i c a l l y c o n s i s t s of a high i n t e n s i t y mercury vapour d i s c h a r g e 
lamp operated u s i n g d i r e c t c u r r e n t , a s e r i e s of l e n s e s and 
c o l l i m a t i n g d e v i c e s to focus and c o l l e c t l i g h t w i t h m i n i m i s a t i o n 
of s c a t t e r , a 254 nm i n t e r f e r e n c e f i l t e r to a c h i e v e wavelength 
i s o l a t i o n and a c o n v e n t i o n a l s i d e window p h o t o m u l t i p l i e r tube 
( I P 2 8 , Hamamatsu, Middlesex, UK). The o p t i c a l c o n f i g u r a t i o n i s 
shown i n F i g u r e 4.4. E s s e n t i a l l y , l i g h t from the s o u r c e i s 
c o l l e c t e d u s i n g a biconvex q u a r t z l e n s and focused l i g h t i s then 
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F i g u r e 4.1 - G a s - l i q u i d s e p a r a t o r 
r e d u c t i o n scheme 
f o r t h e t i n ( I I ) c h l o r i d e 
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F i g u r e 4.4 - O p t i c a l c o n f i g u r a t i o n f o r the atomic f l u o r e s c e n c e 
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F i g u r e 4.4 - O p t i c a l c o n f i g u r a t i o n f o r t he atomic f l u o r e s c e n c e 
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— Reference eel 
Cold vapour 
1 1 0 
c o l l i m a t e d over the chimney c e n t r a l c o r e . Opposite t h e lamp i s 
a s m a l l photodiode r e f e r e n c e c e l l . The f l u o r e s c e n c e e m i s s i o n i s 
d e t e c t e d a f t e r c o l l i m a t i o n and wavelength i s o l a t i o n . The 
d e t e c t o r may operate i n e i t h e r e m i s s i o n o r r a t i o mode. The 
e m i s s i o n mode corresponds t o the a c t u a l f l u o r e s c e n c e e m i s s i o n and 
the r a t i o mode corresponds to the s i g n a l d i v i d e d by t h e response 
of t h e r e f e r e n c e c e l l . The l a t t e r mode compensates f o r lamp 
d r i f t . The system i s f u l l y automated and c o n t r o l l e d u s i n g 
c o m m e r c i a l l y a v a i l a b l e Touchstone s o f t w a r e . (P S A n a l y t i c a l L t d , 
Sevenoaks, Kent, UK). T h i s has been developed i n a s s o c i a t i o n 
w i t h S p i n o f f T e c h n i c a l Systems ( E s s e x , UK). The u n i t s a r e 
connected to an IBM AT compatible computer through a DIO c a r d , 
t h e r e b y a l l o w i n g i n s t r u m e n t c o n t r o l and data c o l l e c t i o n . 
Reagents 
A l l r e a g e n t s used were of a n a l y t i c a l r e a gent grade, u n l e s s 
o t h e r w i s e s t a t e d ( A l d r i c h Chemical Company L t d , UK). Deion i z e d 
water was used throughout ( M i l l i - R 0 4 , M i l l i p o r e , MA, USA). T i n 
(11) c h l o r i d e s o l u t i o n s were prepared by d i s s o l v i n g t i n ( I I ) 
c h l o r i d e d i h y d r a t e i n c o n c e n t r a t e d h y d r o c h l o r i c a c i d . F r e s h 
s o l u t i o n s were prepared d a i l y . T r a c e s of mercury were removed 
from t h i s s o l u t i o n by purging w i t h argon gas f o r app r o x i m a t e l y 
20 minutes. Standard s o l u t i o n s were prepared by a p p r o p r i a t e 
d i l u t i o n of s t o c k 1000 mg 1'^  mercury ( I I ) c h l o r i d e . I n a l l 
c a s e s s t a n d a r d s o l u t i o n s were m a t r i x matched t o t h e samples. A l l 
g l a s s w a r e was soaked i n 10% n i t r i c a c i d f o r a t l e a s t 24 hours 
p r i o r t o use, and then r i n s e d f i v e times w i t h d i s t i l l e d water. 
T a b l e 4,1 g i v e s t h e c o n d i t i o n s f o r continuous f l o w vapour 
g e n e r a t i o n . 
i l l 
T a b l e 4,1 Vapour g e n e r a t i o n c o n d i t i o n s u s i n g t h e c o n t i n u o u s flow 
approach 
Delay Time / s 10 
R i s e Time / s 30 
A n a l y s i s Time / s 30 
Memory Time /s 50 
C a r r i e r gas flow r a t e / 1 min'^ 0.5 
S h i e l d gas flow r a t e / 1 min"^ 0.2 
T i n ( I I ) c h l o r i d e c o n c e n t r a t i o n i n 2.0 
10% V/V h y d r o c h l o r i c a c i d / % m/V 
T i n ( I I ) c h l o r i d e flow r a t e / m l min^^ 3.5 
Blank/Sample flow r a t e / m l min"^ 7.5 
4.2.2. A n a l y t i c a l performance of the continuous f l o w approach 
The a n a l y t i c a l performance of the c o l d vapour t e c h n i q u e coupled 
to atomic f l u o r e s c e n c e spectrometry can be c h a r a c t e r i s e d by 
f i g u r e s of m e r i t , such a s the l i m i t of d e t e c t i o n , l i n e a r dynamic 
range and p r e c i s i o n and a c c u r a c y of measurements. 
The l i m i t of d e t e c t i o n a s d e f i n e d i n s e c t i o n 3.2.2 f o r the 
te c h n i q u e u s i n g the c o n d i t i o n s i n T a b l e 4.1 was 3 ng 1'^. T h i s 
i s l a r g e l y dependent on the p u r i t y of the r e a g e n t s . T r a c e s of 
mercury can be removed from t i n ( I I ) c h l o r i d e by p u r g i n g t h e 
s o l u t i o n w i t h argon f o r a p p r o x i m a t e l y 20 minutes. The 
p u r i f i c a t i o n of a c i d s o l u t i o n s i s more d i f f i c u l t and s u b - b o i l i n g 
d i s t i l l a t i o n methods have been employed by some a u t h o r s ( 1 2 1 ) . 
Oxidants used f o r d i g e s t i o n o r as s t a b i l i s i n g a g e n t s may be 
p u r i f i e d by h e a t i n g i n a m u f f l e f u r n a c e o v e r n i g h t a t 250°C, 
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provided t h a t temperature does not exceed o r e q u a l t h e 
decomposition temperature of the o x i d a n t . The s e n s i t i v i t y of the 
f l u o r e s c e n c e d e t e c t o r can be reduced c o n s i d e r a b l y w i t h t h e use 
of a l t e r n a t i v e c a r r i e r g a s e s . N i t r o g e n and a i r were found t o 
reduce s e n s i t i v i t y by e i g h t and t h i r t y times r e s p e c t i v e l y 
compared to argon. T h i s r e d u c t i o n i n s e n s i t i v i t y i s due to a 
p r o c e s s known as quenching. T h i s i s b a s i c a l l y the r a d i a t i o n l e s s 
d e a c t i v a t i o n of e x c i t e d atoms due to c o l l i s i o n s w i t h f o r e i g n 
s p e c i e s p r e s e n t i n the c e l l . The e f f e c t i v e n e s s of t h i s p r o c e s s 
i s dependent on the r a t e a t which c o l l i s i o n s o c c u r , t h e type of 
n o n - r a d i o a c t i v e p r o c e s s i n v o l v e d and the e f f e c t i v e c r o s s - s e c t i o n 
of the quenching s p e c i e s . The f r a c t i o n of absorbed photons 
a c t u a l l y r e - e m i t t e d a s f l u o r e s c e n c e r a d i a t i o n i s known as the 
f l u o r e s c e n c e y i e l d , 0. T h i s i s d e f i n e d a s : 
0 = 
T o t a l p r o b a b i l i t y per second of d e - e x c i t a t i o n 
where Bij i s the E i n s t e i n c o - e f f i c i e n t f o r f l u o r e s c e n c e e m i s s i o n . 
The t o t a l p r o b a b i l i t y of d e - e x c i t a t i o n i s the summation of 
w i t h the r a t e of a l l n o n - r a d i o a c t i v e p r o c e s s e s c o n t r i b u t i n g t o 
quenching. The quenching p r o c e s s o c c u r r i n g w i t h mercury i n the 
prese n c e of n i t r o g e n and a i r a r e due t o i n e l a s t i c c o l l i s i o n s 
i n v o l v i n g t r a n s f e r of energy. The p r o c e s s f o r n i t r o g e n i s t h u s ; 
Hg* + N2 ^ Hg + N2 
where the s u p e r s c r i p t * i s used to i n d i c a t e the e x c i t e d s t a t e . 
The r a t e , r , of each c o l l i s i o n i s d e f i n e d as t h e number of 
e x c i t e d mercury atoms quenched per second p er u n i t volume and can 
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be e x p r e s s e d i n the form; 
r = k [Hg*] [ N 2 ] 
where k i s the r a t e c o n s t a n t f o r the p r o c e s s . The p r o b a b i l i t y 
of an e x c i t e d mercury atom being quenched i s t h e r e f o r e r / [ H g * ] . 
Hence the f l u o r e s c e n c e y i e l d f a c t o r f o r mercury w i t h quenching 
caused by n i t r o g e n w i l l be; 
7 = B i o 
k [ N 2 ] + B 10 
where B^Q i s the E i n s t e i n c o - e f f i c i e n t f o r the f i r s t e x c i t e d 
s t a t e t o ground s t a t e t r a n s i t i o n . I t t h e r e f o r e f o l l o w s t h a t t h e 
maximum v a l u e of 0 i s u n i t y where no quenching o c c u r s . T h i s , 
however i s h i g h l y u n l i k e l y to occur-
I n c o n t r a s t t o atomic a b s o r p t i o n s p e c t r o m e t r y , atomic 
f l u o r e s c e n c e p o s s e s s e s a wide l i n e a r c a l i b r a t i o n range. F i g u r e 
4.5 shows a n a l y t i c a l response c u r v e s f o r n i t r o g e n and argon 
c a r r i e r g a s e s . The l i n e a r c a l i b r a t i o n range s t r e t c h e s over f o u r 
o r d e r s of magnitude, which i s o b v i o u s l y b e n e f i c i a l i n view of t h e 
wide range of mercury c o n c e n t r a t i o n s found i n the envirorunent. 
Samples w i t h h i g h c o n c e n t r a t i o n s a r e s u s c e p t i b l e to s e l f -
a b s o r p t i o n . T h i s c a u s e s the c a l i b r a t i o n l i n e t o c u r v e towards 
t h e c o n c e n t r a t i o n a x i s . The p r o c e s s i s b e s t e x p l a i n e d u s i n g a 
s t a n d a r d i s e d f l u o r e s c e n c e c e l l , l i k e t h a t shown i n F i g u r e 4.6. 
I I A 
F i g u r e 4.5 - A n a l y t i c a l r e s p o n s e c u r v e s f o r c o n t i n u o u s flow -
atomic f l u o r e s c e n c e s p e c t r o m e t r y u s i n g both argon 
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T h i s t h e o r e t i c a l model assumes t h a t the l i g h t beams a r e p a r a l l e l , 
and t h a t we have uniform atomic c o n c e n t r a t i o n and temperature 
e t c . At h i g h c o n c e n t r a t i o n s , i n c i d e n t r a d i a t i o n p a s s i n g through 
A1 may be l o s t by a b s o r p t i o n b e f o r e e x c i t a t i o n can o c c u r . U s e f u l 
f l u o r e s c e n c e may a l s o be l o s t by r e - a b s o r p t i o n i n t h e r e g i o n A L . 
I n an i d e a l s i t u a t i o n t h e s e r e g i o n s would be i n f i n i t e l y s m a l l , 
t h e r e b y m i n i m i s i n g s e l f - a b s o r p t i o n . F i g u r e 4.7 shows a t y p i c a l 
s i g n a l t o time p r o f i l e o b t a i n e d u s i n g t h e c o n t i n u o u s flow 
approach f o r 2000 \xg 1"^  mercury s o l u t i o n and the s e l f - a b s o r p t i o n 
p r o c e s s i s c l e a r l y e v i d e n t . As the c o n c e n t r a t i o n i n c r e a s e s we 
get a r a p i d r i s e i n s i g n a l u n t i l t he c o n c e n t r a t i o n has reached 
a l e v e l where s e l f - a b s o r p t i o n o c c u r s . At t h i s p o i n t the s i g n a l 
begins t o f a l l , i n s e v e r e c a s e s t o z e r o . When t h e sample i s 
removed and t h e c o n c e n t r a t i o n b e g i n s t o d e c l i n e , the s i g n a l 
begins t o r i s e once more. C a r r y - o v e r times between samples can 
be up t o f i v e minutes, depending on t h e c o n c e n t r a t i o n of mercury 
p r e s e n t . 
As mentioned p r e v i o u s l y the magnitude of t h e atomic f l u o r e s c e n c e 
s i g n a l can be c o n s i d e r a b l y reduced w i t h the use of a l t e r n a t i v e 
c a r r i e r gases such as n i t r o g e n o r a i r compared t o argon. I n 
h i n d s i g h t one might expe c t t h a t t h i s r e d u c t i o n i n s i g n a l 
magnitude would a l l o w the a n a l y s i s of samples c o n t a i n i n g h i g h e r 
l e v e l s of mercury. T h i s , however, i s not t h e c a s e s i n c e the 
s e l f - a b s o r p t i o n p r o c e s s i s dependent on t h e atomic c o n c e n t r a t i o n , 
and the atom c e l l dimensions. The a n a l y t i c a l r e s p o n s e c u r v e f o r 
n i t r o g e n i s shown i n F i g u r e 4.5 and the d e c r e a s e i n s e n s i t i v i t y 
i s shown by the r e d u c t i o n i n n e t s i g n a l compared t o t h a t of 
argon. The shape of the c u r v e s a r e i d e n t i c a l . 
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F i g u r e 4.7 T y p i c a l peak shape using the continuous flow approach f o r a 2000 \xq 1'^ s o l u t i o n of 
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To e v a l u a t e the continuous flow approach f o r c o l d vapour - AFS, 
mercury was determined i n u r i n e and water c e r t i f i e d r e f e r e n c e 
m a t e r i a l s . As mentioned i n s e c t i o n 4.1.1 i t i s n e c e s s a r y to 
o x i d i s e mercury compounds w i t h i n the sample t o mercury ( I I ) p r i o r 
to a n a l y s i s . T h i s has been a c h i e v e d u s i n g a v a r i e t y of s t r o n g 
a c i d s and o x i d a n t s . The procedure used i n t h i s s t u d y i n v o l v e d 
the g e n e r a t i o n of bromine w i t h i n the sample by o x i d a t i o n of 
bromide w i t h a c i d bromate ( 1 2 4 ) . Aqueous sample volumes were 
a c c u r a t e l y measured and t r a n s f e r r e d i n t o c l e a n 100 ml v o l u m e t r i c 
f l a s k s . To the Scimple 5. ml of c o n c e n t r a t e d h y d r o c h l o r i c a c i d and 
4.0 ml of 0.1 N potassium bromate/potassium bromide s o l u t i o n was 
added. The g e n e r a t i o n of bromine i s c l e a r l y e v i d e n t from the 
yellow-brown c o l o u r a t i o n of the s o l u t i o n . Samples were allowed 
to s t a n d f o r a p e r i o d of one hour t o e n s u r e complete 
decomposition of organomercury compounds. P r i o r t o a n a l y s i s 
t r a c e s of f r e e bromine were removed by adding s e v e r a l drops of 
12% m/V hydroxylammonium c h l o r i d e . T a b l e 4.2 shows the r e s u l t s 
o b t a i n e d along w i t h the c e r t i f i e d v a l u e s . 
T a b l e 4.2 Determination of mercury i n c e r t i f i e d r e f e r e n c e 
m a t e r i a l s u s i n g t h e continuous f l o w approach 
CERTIFIED REFERENCE MATERIAL CERTIFIED VMAJE VALUE OBTAINED 
(Mg I'M ( n g 1-^ 
IAEA/W-4 - SIMULATED 2.5 + 0.125 2.45 + 0.04 
FRESH WATER 
SERONORM URINE 5 1 . 0 + 5 . 0 5 9 . 0 + 6 . 0 
BATCH 108 
The r e s u l t s i n T a b l e 4.2 show t h a t the t e c h n i q u e i s both a c c u r a t e 
and p r e c i s e . Furthermore, t h e d i g e s t i o n p r o c e d u r e i n v o l v i n g 
bromination s u c c e s s f u l l y decomposes organomercury s p e c i e s a t room 
1 1 8 
temperature. 
4.2-3. Summary 
The continuous flow approach f o r c o l d vapour - atomic 
f l u o r e s c e n c e spectrometry i s an e x t r e m e l y s e n s i t i v e t e c h n i q u e 
w i t h d e t e c t i o n l i m i t s t y p i c a l l y i n the p a r t per t r i l l i o n range 
(3 ng I'M . However, i n o r d e r t o a t t a i n t h i s l e v e l of d e t e c t i o n , 
h i g h p u r i t y r e a g e n t s a r e r e q u i r e d and a t t e n t i o n t o c l e a n l i n e s s 
of g l a s s w a r e i s v i t a l t o a v o i d c o n t a m i n a t i o n and l o s s e s . The use 
of a l t e r n a t i v e c a r r i e r g a ses, such as n i t r o g e n and a i r was found 
to reduce the s i g n a l magnitude when compared t o argon, due to 
quenching and t h i s p r o c e s s has been d i s c u s s e d i n d e t a i l above. 
I n c o n t r a s t to atomic a b s o r p t i o n s p e c t r o m e t r y , atomic 
f l u o r e s c e n c e i s e s s e n t i a l l y a l i n e a r t e c h n i q u e and l i n e a r i t y was 
found t o span over f o u r o r d e r s of magnitude. Samples w i t h 
c o n c e n t r a t i o n s exceeding the l i n e a r range a r e s u b j e c t to s e l f -
a b s o r p t i o n . One of the problems a s s o c i a t e d w i t h a t o t a l l y 
automated system, i s t h a t o c c a s i o n a l l y a sample may c o n t a i n an 
e x c e p t i o n a l l y high l e v e l of mercury. I f t h i s s i t u a t i o n a r i s e s , 
then subsequent d e t e r m i n a t i o n s may g i v e i n a c c u r a t e r e s u l t s 
because of the e x c e s s i v e d r i f t and c a r r y - o v e r of t h e p r e v i o u s 
sample. The a c c u r a c y and p r e c i s i o n of the t e c h n i q u e has been 
shown w i t h the a n a l y s i s of u r i n e and water c e r t i f i e d r e f e r e n c e 
m a t e r i a l s . Reasonable agreement was found i n each c a s e . The 
adopted d i g e s t i o n procedure f o r organomercury compounds i n v o l v e d 
b r o m i n a t i o n . T h i s procedure has the advantages of b e i n g r a p i d , 
o c c u r r i n g a t room temperature t h e r e b y m i n i m i s i n g l o s s e s due to 
v o l a t i l i t y , as w e l l as a l l o w i n g the decomposition of a l l mercury 
compounds. 
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4.3.1. Flow I n j e c t i o n - Cold Vapour - Atomic F l u o r e s c e n c e 
Spectrometry 
An automated f l o w i n j e c t i o n c o l d vapour g e n e r a t i o n system 
(40.630, P S A n a l y t i c a l L t d , Sevenoaks, Kent, UK) coupled to an 
atomic f l u o r e s c e n c e spectrometer (69) was used t o determine 
mercuiry i n a v a r i e t y of sample t y p e s . A s c h e m a t i c diagram of the 
system has been shown i n F i g u r e 2.2. The p r e v i o u s s e c t i o n 
d e s c r i b e d the a n a l y t i c a l performance of t h e continuous flow 
approach. The l i m i t of d e t e c t i o n f o r t h i s system i s 3 ng 1"* 
w i t h l i n e a r i t y t o 100 \ig 1'^. The l i n e a r c a l i b r a t i o n range 
t h e r e f o r e s t r e t c h e s over four o r d e r s of magnitude. Samples w i t h 
c o n c e n t r a t i o n s exceeding the l i n e a r range a r e s u s c e p t i b l e t o 
s e l f - a b s o r p t i o n , 
The flow i n j e c t i o n approach u t i l i s e s s m a l l sample volumes, 
t y p i c a l l y between 50 and 200 ^ i l . Although not as s e n s i t i v e a s 
the continuous flow approach, i t i s l e s s s u s c e p t i b l e t o s e l f -
a b s o r p t i o n and m a t r i x i n t e r f e r e n c e s . T h i s a l l o w s t h e upper l i m i t 
of the c a l i b r a t i o n range to be i n c r e a s e d . F i g u r e 4.8 shows t h r e e 
a n a l y t i c a l response c u r v e s c o r r e s p o n d i n g t o 75, 100 and 200 u l 
l o o p s i z e s . As expected, the s m a l l e r volumes gave h i g h e r upper 
l i m i t c a l i b r a t i o n r a nges, w i t h s l i g h t l y l e s s s e n s i t i v i t y . T a b l e 
4.3 summarises the e f f e c t of sample volume on l i n e a r i t y . Samples 
c o n t a i n i n g h i g h l e v e l s of mercury a r e s t i l l s u s c e p t i b l e to s e l f -
a b s o r p t i o n , and a t y p i c a l p r o f i l e i s shown i n F i g u r e 4.9. The 
p r o f i l e corresponds to a 10 mg 1*^  s o l u t i o n of mercury and the 
s e l f - a b s o r p t i o n i s c l e a r l y observed. However, t h i s was not as 
s e v e r e as t h a t f o r continuous flow ( F i g u r e 4 . 7 ) , and the c a r r y 
1 2 0 
F i g u r e 4.8 A n a l y t i c a l response c u r v e s f o r f l o w i n j e c t i o n -
atomic f l u o r e s c e n c e s p e c t r o m e t r y u s i n g 75 ( v ) , 
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F i g u r e 4.9 T y p i c a l peak shape f o r the flow i n j e c t i o n approach for a 100,000 ng 1'^  s o l u t i o n of 
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over times between samples w i t h h i g h l e v e l s were n e g l i g i b l e . 
T a b l e 4.3 E f f e c t of sample volume on l i n e a r c a l i b r a t i o n range 
Sample Volume Upper L i m i t of C a l i b r a t i o n Range S l o p e 










To a s s e s s the v a l i d i t y of the flo w i n j e c t i o n CV-AFS tech n i q u e , 
a range of c e r t i f i e d r e f e r e n c e m a t e r i a l s and z i n c b a t t e r y anodes 
have been a n a l y s e d f o r mercury. The r e s u l t a r e shown i n Table 
4.4. 
T a b l e 4,4 Determination of mercury i n c e r t i f i e d r e f e r e n c e 
m a t e r i a l s and b a t t e r y anodes 
C e r t i f i e d 
R e f e r e n c e 
M a t e r i a l 
NIST SRM 1641b 
(Mercury i n 
Water) 
NBS SRM 3133 
( S p e c t r o m e t r i c 
s o l u t i o n ) 
ZINC ANODE A 
ZINC ANODE B 
ZINC ANODE C 
Expected C o n c e n t r a t i o n 
C e r t i f i e d Found 
C o n c e n t r a t i o n 
1.367 + 0.01 1.411 + 0.04 









(»^ g g-M 
(Hg ml-*) 
9.89 ± 0.2 
(ng ml-^) 
1060 + 30 
(^ig g"^) 
4.11 + 0.29 
(^ g^ g"^) 







The r e s u l t s i n T a b l e 4.4 show t h a t t h e t e c h n i q u e i s both a c c u r a t e 
and p r e c i s e . The advantage of t h i s system i s t h a t minimal sample 
d i l u t i o n i s r e q u i r e d ; which c o n s i d e r a b l y r e d u c e s sample 
p r e p a r a t i o n time and e r r o r s i n v o l v e d i n l a r g e s e r i a l d i l u t i o n s . 
One f u r t h e r advantage i s t h a t m a t r i x i n t e r f e r e n c e i s reduced 
s i n c e , f i r s t l y , the a n a l y t e i s s e p a r a t e d from t h e m a t r i x by 
g e n e r a t i o n of gaseous mercury and, s e c o n d l y , s m a l l sample volumes 
a r e u t i l i s e d . 
The system d e s c r i b e d has a l s o been u t i l i s e d f o r the d i r e c t 
d e t e r m i n a t i o n of mercury i n c o n c e n t r a t e d s u l p h u r i c a c i d . The 
p o t e n t i a l d i f f i c u l t i e s w i t h t h i s a n a l y s i s a r e r e l a t e d t o the 
vi g o r o u s exothermic r e a c t i o n between water and s u l p h u r i c a c i d . 
The flow i n j e c t i o n approach, however, overcomes t h e s e 
d i f f i c u l t i e s and no problems r e l a t e d to h e a t d i s s i p a t i o n were 
encountered. A t y p i c a l s i g n a l t o time p r o f i l e w i t h i n t h e l i n e a r 
range of the system i s shown i n F i g u r e 4.10. 
4.3.2. Summary 
The f l o w i n j e c t i o n approach has been u t i l i s e d f o r t h e a n a l y s i s 
of samples c o n t a i n i n g h i g h l e v e l s of mercury. I n c o n t r a s t t o t h e 
continuous f l o w approach, flow i n j e c t i o n i s l e s s s u s c e p t i b l e t o 
s e l f - a b s o r p t i o n , c a r r y - o v e r and m a t r i x i n t e r f e r e n c e s i n c e o n l y 
s m a l l volumes a r e u t i l i s e d . The obvious s o l u t i o n would be to 
perform d i l u t i o n s , but t h i s i n c r e a s e s sample p r e p a r a t i o n time and 
may a l s o g i v e r i s e t o e x p e r i m e n t a l e r r o r . To a s s e s s t h e 
p o t e n t i a l f o r the a n a l y s i s of r e a l samples, c e r t i f i e d w a t e r 
r e f e r e n c e m a t e r i a l s and z i n c b a t t e r y anodes have been a n a l y s e d 
and r e a s o n a b l e agreement was found. 
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4.4.:i. The E f f e c t s of Moisture on C o l d Vapour - Atomic 
F l u o r e s c e n c e Spectrometry 
One of the problems a s s o c i a t e d w i t h t h e d e t e r m i n a t i o n of mercury 
u s i n g the c o l d vapour te c h n i q u e i s t h a t m o i s t u r e o c c a s i o n a l l y 
condenses on the t r a n s f e r tube w a l l s and e v e n t u a l l y e n t e r s the 
d e t e c t i o n system. Problems r e s u l t i n g from t h e m o i s t u r e have been 
mentioned by numerous authors u s i n g v a r i o u s d e s i g n s of g a s - l i q u i d 
s e p a r a t o r ( 6;113,121/141-143) . The e f f e c t s of m o i s t u r e a r e a 
g r a d u a l l o s s i n s e n s i t i v i t y and b a s e l i n e d r i f t f o r AAS, AFS and 
ICP systems. . The m o i s t u r e , u s u a l l y i n t h e form of an a e r o s o l , 
i s a c o m p l i c a t e d m i x t u r e of r e a g e n t s and sample m a t r i x . I n 
s e v e r e c a s e s t h i s m i x t u r e may cause fogging of o p t i c s and atom 
c e l l windows. The most commonly used method f o r t h e r e d u c t i o n 
of m o i s t u r e c a r r y - o v e r d u r i n g mercury d e t e r m i n a t i o n s i n v o l v e s the 
use of d e s i c c a n t s , such as c o n c e n t r a t e d s u l p h u r i c a c i d ( 1 4 1 ) , 
magnesium p e r c h l o r a t e ( 1 2 1 ) , a c t i v a t e d s i l i c a g e l (143) and 
anhydrous c a l c i u m c h l o r i d e ( 1 4 2 ) . Although e f f e c t i v e , t h e s e 
d r y i n g agents become q u i c k l y s a t u r a t e d and t h e r e f o r e need 
c o n s t a n t replacement. They may a l s o g i v e r i s e to c o n t a m i n a t i o n 
and l o s s of a n a l y t e a t t r a c e l e v e l s . 
The problem of m o i s t u r e c a r r y - o v e r o r i g i n a t e s from the g a s - l i q u i d 
s e p a r a t o r d e s i g n . Most commercial s e p a r a t o r s use a s p a r g i n g 
procedure to l i b e r a t e mercury gas from s o l u t i o n and t h e r e f o r e 
have a s s o c i a t e d m o i s t u r e c a r r y - o v e r . The s e p a r a t o r s u p p l i e d w i t h 
the vapour g e n e r a t o r used i n t h i s work has a swan neck d e s i g n t o 
minimise m o i s t u r e c a r r y - o v e r , however, t h i s i s not t o t a l l y 
e f f e c t i v e and m o i s t u r e i n the form of an a e r o s o l may be 
t r a n s p o r t e d a l o n g the t r a n s f e r tubes t o t h e d e t e c t o r . 
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R e c e n t l y , Hoult (143) a s s e s s e d the e x t e n t of m o i s t u r e c a r r y - o v e r 
f o r t h i s d e s i g n of s e p a r a t o r . T h i s was a c h i e v e d by p l a c i n g an 
a c t i v a t e d s i l i c a g e l t r a p between t h e s e p a r a t o r and d e t e c t o r . 
By weighing t h e s i l i c a g e l t r a p b e f o r e and a f t e r a two^ hour 
a n a l y s i s p e r i o d t h e amount of m o i s t u r e c a r r y - o v e r was determined. 
With a purge gas flow r a t e of 1.0 1 min"^ a p p r o x i m a t e l y 0.8 g 
per hour of m o i s t u r e was f l u s h e d through t h e system. D e c r e a s i n g 
the f low : r a t e - t o . 0.5 1 min"^ reduced the m o i s t u r e c a r r y - o v e r t o 
0,5 g per hour. . He- a l s o n o t i c e d t h a t t h e removal of m o i s t u r e 
i n c r e a s e d the n e t s i g n a l i n t e n s i t y by a t l e a s t 60%. T h i s 
i n c r e a s e was due to a r e d u c t i o n i n f l u o r e s c e n c e quenching 
r e s u l t i n g from the p r e s e n c e of m o i s t u r e . 
The s e v e r i t y of the moisture problem can be seen t o a g r e a t e r 
e x t e n t by performing a long term s t a b i l i t y t e s t . T h i s i n v o l v e d 
r e p e a t e d runs of a s t a n d a r d over a p e r i o d of s e v e r a l hours 
without the use of a dorying f a c i l i t y . F i g u r e 4.11, shows t h e 
v a r i a t i o n i n peak h e i g h t f o r a 1.0 pig 1"^  mercuiry s t a n d a r d 
s o l u t i o n s t a b i l i s e d i n 2% V/V n i t r i c a c i d o v e r a p e r i o d of 3 
hours, u s i n g a c a r r i e r gas flow r a t e of 0.8 1 min"^, and an 
average run time of 2 minutes. The r e l a t i v e s t a n d a r d d e v i a t i o n 
(RSD) f o r 25 runs was 1.2%, a f t e r which e r r a t i c s p i k e s begin t o 
appear. These were found to be due t o t h e formation of l a r g e 
m o i s t u r e d r o p l e t s condensing i n the t r a n s f e r tube, and e v e n t u a l l y 
e n t e r i n g the d e t e c t o r . I n s e v e r e c a s e s l a r g e d r o p l e t s i n t h e 
t r a n s f e r tube may c a u s e p u l s a t i o n i n t h e s e p a r a t o r due t o s m a l l 
back p r e s s u r e f l u c t u a t i o n s . There was a l s o a g e n e r a l d e c r e a s e 
i n the. net a n a l y t e s i g n a l w i t h time and t h i s was probably due t o 
an i n c r e a s e i n quenching and/or the d i s s o l u t i o n of mercury vapour 
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F i g u r e 4.11 - V a r i a t i o n i n peak h e i g h t w i t h r un number w i t h no 















i n the a e r o s o l m i x t u r e . The s o l u b i l i t y of t h e mercury w i l l be 
l a r g e l y dependent on the a e r o s o l c o m p o s i t i o n . T a b l e 4.5 shows 
t h e r e l a t i v e s t a n d a r d d e v i a t i o n s f o r the f i r s t , second, t h i r d and 
f o u r t h b a t c h of 25 run s . The RSD f o r 100 runs was 7.8% obt a i n e d 
over a p e r i o d of 3 hours. 
T a b l e 4.5 R e l a t i v e s t a n d a r d d e v i a t i o n s f o r t h e f i r s t , second, 
t h i r d and f o u r t h batch of 25 runs 
Method of M o i s t u r e 





No Drying F a c i l i t y 1. 2% 5.5% 6.0% 11.4% 
P h y s i c a l M o i s t u r e 
Trap 2. 3% 2.2% 14.8% 
Membrane Dryer Tube 
Bef o r e Simplex O p t i m i s a t i o n 
2. 3% 4.7% 2.5% 3.3% 
Membrane Dryer Tube 
A f t e r Simplex O p t i m i s a t i o n 
1. 8% 0.8% 1.2% 1.2% 
One arrangement which can be used to improve t h e s t a b i l i t y w i t h 
time i n v o l v e s t h e use of a p h y s i c a l m o i s t u r e t r a p . F i g u r e 4.12. 
T h i s was c o n s t r u c t e d u s i n g a 100 ml c o n i c a l f l a s k w i t h gas i n l e t 
and e x i t p o r t s . The i n c r e a s e i n deadspace between t h e s e p a r a t o r 
and t h e d e t e c t o r w i t h t h e i n c l u s i o n of t h i s d e v i c e d i d not a f f e c t 
t h e s e n s i t i v i t y of the system. I t s r o l e was t o c a t c h o r c o l l e c t 
l a r g e d r o p l e t s . A s t a b i l i t y t e s t was performed u s i n g t h i s 
arrangement, which i n d i c a t e d a marked improvement a t a c a r r i e r 
gas flow r a t e of 0.8 1 min"". F i g u r e 4.13. The system was s t a b l e 
f o r a p p r o x i m a t e l y 2 hours and the RSD's f o r the f i r s t two batches 
of 25 runs were 2.3% and 2.2% r e s p e c t i v e l y . T a b l e 4.5. A f t e r 
t h i s p e r i o d e r r a t i c s p i k e s were a g a i n observed. 
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F i g u r e 4.12 - Schematic diagram of the p h y s i c a l m o i s t u r e t r a p 




F i g u r e 4.13 V a r i a t i o n i n peak h e i g h t w i t h run number u s i n g 









The use of c h e m i c a l o r p h y s i c a l m o i s t u r e t r a p s a r e e f f e c t i v e , but 
o n l y f o r s h o r t p e r i o d s of time, t y p i c a l l y i n t h e o r d e r of s e v e r a l 
h o u r s . P r e c i s i o n may be r e s t o r e d by r e p l a c i n g t h e d e s i c c a n t o r 
by c l e a n i n g out and d r y i n g t h e f l a s k , t h i s however i s time 
consuming and i s a major drawback i n terms of automation. Such 
approaches to remove m o i s t u r e may a l s o g i v e r i s e t o con t a m i n a t i o n 
and a n a l y t e l o s s e s d u r i n g t r a c e a n a l y s i s . I n o r d e r t o overcome 
m o i s t u r e c a r r y - o v e r f o r l o n g e r p e r i o d s of time, t h e m o i s t u r e has 
t o be removed c o n t i n u o u s l y r a t h e r than t r a p p e d . T h i s may be 
a c h i e v e d u s i n g a d e v i c e such a s a h y g r o s c o p i c membrane d r y e r tube 
(Perma Pure Products I n c . , Monmouth A i r p o r t , Farmingdale NJ 
07727, USA), as shown i n F i g u r e 4.14. T h i s b a s i c a l l y c o n s i s t s 
of two c o n c e n t r i c tubes 24 cm i n l e n g t h connected w i t h v a r i a b l e 
bore 'T' p i e c e c o n n e c t o r s . The o u t e r tube i s made from PTFE and 
has dimensions 4 m m i . d . x 6 m m o . d . The i n n e r tube i s a Nafion 
h y g r o s c o p i c membrane w i t h dimensions 2 mm i . d . x 3 mm o.d. As 
the wet gas from the s e p a r a t o r p a s s e s through t h e membrane, the 
m o i s t u r e i s removed and t r a n s f e r r e d t o the o u t e r tube. Meanwhile 
a d r y e r gas flows i n the o p p o s i t e d i r e c t i o n t o t h a t of the wet 
gas, removing the m o i s t u r e on the o u t e r s u r f a c e of t h e membrane. 
The d r y e r can be any gas such a s a i r , n i t r o g e n o r argon, provided 
i t i s r e l a t i v e l y d ry. 
The manufacturers of t h i s d e v i c e reconmiend an o u t e r d r y e r gas 
f l o w t w i c e t h a t of the i n n e r c a r r i e r gas flow t o remove moi s t u r e 
e f f e c t i v e l y . Based on t h i s recommendation a c a r r i e r gas fl o w 
r a t e of 0.5 1 min"* and a d r y e r gas flow r a t e of 1,0 1 min"^ was 
chosen and a s t a b i l i t y t e s t performed. F i g u r e 4.15. T h i s shows 
t h a t a f t e r a pproximately 40 runs o r 1.5 hours, t h e peak h e i g h t 
b e g i n s to d e t e r i o r a t e d r a m a t i c a l l y , hence t h e h i g h e r RSD 
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Figure- 4.14 - Hygroscopic membrane d r y e r tube 
Wet gas from 
separator 
Dryer gas out Dryer gas in 
Detector 
Hygroscopic membrane 
F i g u r e 4.15 - V a r i a t i o n i n peak h e i g h t w i t h run number u s i n g a 
h y g r o s c o p i c membrane d r y e r tube b e f o r e simplex 


















i n the second b a t c h of 25 r u n s . T a b l e 4.5. I t i s a l s o 
i n t e r e s t i n g t o note t h a t t h e r e a r e no e r r a t i c s p i k e s as observed 
p r e v i o u s l y . Although the m o i s t u r e i s removed, the h y g r o s c o p i c 
membrane becomes s a t u r a t e d and t h i s c a u s e s t h e membrane to s w e l l . 
T h i s s w e l l i n g c r e a t e s a back p r e s s u r e which r e s u l t s i n the 
d i s p l a c e m e n t of l i q u i d i n the 'U' tube of t h e s e p a r a t o r , and t h i s 
i n t u r n reduces t h e amount of a g i t a t i o n o c c u r r i n g and t h e r e f o r e 
reduces s e n s i t i v i t y . A v a r i a b l e s t e p - s i z e s i m p l e x o p t i m i s a t i o n 
procedure (144) was adopted to o p t i m i s e t h e gas f l o w - r a t e s of the 
system u s i n g a c r i t e r i a of m e r i t of n e t s i g n a l . The optimum 
c o n d i t i o n s were found t o be 0.32 1 min"' c a r r i e r gas f l o w - r a t e 
and 2.6 1 min"^ d r y e r gas f l o w - r a t e . These c o n d i t i o n s a r e what 
one would expect, s i n c e the lower c a r r i e r gas f l o w o b v i o u s l y 
reduced t h e amount of a e r o s o l generated and t h e h i g h e r d r y e r gas 
flow removed the m o i s t u r e more e f f i c i e n t l y . F i g u r e s 4.16 and 
4.17 show u n i v a r i a t e s e a r c h e s f o r c a r r i e r and d r y e r gas flow-
r a t e s , r e s p e c t i v e l y , w i t h the o t h e r parameters s e t a t t h e i r 
o p t i m a l volume. The c a r r i e r f l o w - r a t e has a d r a m a t i c e f f e c t on 
net a n a l y t e s i g n a l , and t h i s may be e x p l a i n e d i n terms of c a r r i e r 
gas d i l u t i o n of t h e a n a l y t e and a e r o s o l p r o d u c t i o n i n s i d e the 
s e p a r a t o r . The optimum c a r r i e r gas f l o w - r a t e i s c o n s i d e r a b l y 
l e s s than the c o n d i t i o n s normally used, but s i n c e the i n n e r 
d i ameter of the membrane i s much s m a l l e r , h i g h gas v e l o c i t i e s 
e n s u r e r a p i d d e l i v e r y of t h e a n a l y t e to t h e d e t e c t o r . Dryer gas 
f l o w - r a t e had l i t t l e e f f e c t on n e t s i g n a l , s i n c e i t s o n l y purpose 
i s t o remove m o i s t u r e from the o u t e r s u r f a c e of t h e membrane. 
A m u l t i - v a r i a t e o p t i m i s a t i o n procedure f o r t h e gas flows was 
t h e r e f o r e not e s s e n t i a l i n t h i s c a s e , because t h e two v a r i a b l e s 
a r e independent of each o t h e r . Using t h e optimum c o n d i t i o n s 
found a f u r t h e r s t a b i l i t y t e s t was performed and t h e r e s u l t s 
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F i g u r e 4.16 - V a r i a t i o n i n peak h e i g h t w i t h c a r r i e r gas fl o w 
r a t e u s i n g the h y g r o s c o p i c membrane d r y e r tube 
Carrier Gas Flow Rate / 1 min 
- 1 
F i g u r e 4.17 - V a r i a t i o n i n peak h e i g h t w i t h d r y e r gas flow r a t e 











Dryer Gas Flow Rate / I min 
- 1 
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a r e shown i n F i g u r e 4,18. Over a p e r i o d of 3 hours t he s i g n a l 
remained e x t r e m e l y s t a b l e , w i t h no d r i f t o r e r r a t i c s p i k e s . An 
RSD of 2% was o b t a i n e d f o r 90 a n a l y t i c a l r u ns o v e r a p e r i o d of 
3 hours. The Nafion membrane i s c h e m i c a l l y r e s i s t a n t , however, 
the d r y i n g c a p a c i t y may be d e c r e a s e d i f i t becomes contaminated 
w i t h n o n - v o l a t i l e l i q u i d s or s a l t s . O r g a n i c l i q u i d s can be 
removed w i t h 1, 1, 1, t r i c h l o r o e t h a n e . S u l p h u r i c a c i d may be 
removed w i t h d e i o n i z e d water. I n o r g a n i c s a l t s which may be 
absorbed i n t o t h e membrane can be removed w i t h 10% V/V n i t r i c 
a c i d a t 50-60°C. I n t h i s study t he d e v i c e was used r o u t i n e l y f o r 
s i x months w i t h o u t o b s e r v i n g any d e c r e a s e i n m o i s t u r e removal 
e f f i c i e n c y , however, t h i s w i l l o b v i o u s l y depend on usage. At the 
end of each working day the d r y e r gas was l e f t on f o r 
approximately 10 minutes t o ensure t h a t a l l m o i s t u r e was removed 
from the membrane. 
I n order to t e s t whether o r not mercury was being l o s t due to 
d i f f u s i o n through t h e membrane, a go l d sand t r a p was i n s t a l l e d 
a t t h e o u t l e t of t h e d r y e r tube ( s e e s e c t i o n 4.5.2). The argon 
d r y e r gas was p r e v i o u s l y c l e a n e d of mercury u s i n g g o l d sand and 
c h a r c o a l t r a p s . No mercury was d e t e c t e d i n t h e d r y e r gas fl o w 
o u t l e t , i n d i c a t i n g no d i f f u s i o n of mercury through t h e membrane. 
Furthermore an i n c r e a s e i n net s i g n a l o f a p p r o x i m a t e l y 60% was 
observed due t o a r e d u c t i o n of quenching from m o i s t u r e m o l e c u l e s . 
Any l o s s e s through t he membrane tube would t h e r e f o r e have been 
t o l e r a b l e . 
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F i g u r e 4.18 - V a r i a t i o n i n peak h e i g h t w i t h run number u s i n g a 
h y g r o s c o p i c membrane d r y e r tube a f t e r s i m p l e x 














The problems a s s o c i a t e d w i t h m o i s t u r e c a r r y - o v e r d u r i n g mercury 
d e t e r m i n a t i o n s u s i n g the c o l d vapour t e c h n i q u e a r e w e l l 
documented and i n c l u d e g r a d u a l l o s s i n s e n s i t i v i t y and long term 
i n s t a b i l i t y . Chemical and p h y s i c a l m o i s t u r e t r a p s a r e e f f e c t i v e , 
but t h e y e v e n t u a l l y become s a t u r a t e d and may g i v e r i s e to 
contamination and a n a l y t e l o s s e s . The p r e c i s i o n may be r e s t o r e d 
by r e p l a c i n g the t r a p , but t h i s i s time consuming and i s a major 
drawback i n terms of automation. The most e f f e c t i v e way to 
remove the m o i s t u r e i s w i t h t h e use of a membrane d r y e r tube 
which c o n t i n u o u s l y d e s o l v a t e s t h e wet gaseous stream. I t was 
found t h a t the o p e r a t i n g c o n d i t i o n s f o r t h i s d e v i c e were c r i t i c a l 
f o r c o n s i s t e n t removal of m o i s t u r e . Furthermore, t h e removal of 
m o i s t u r e i n c r e a s e d the net s i g n a l by a p p r o x i m a t e l y 60%, due to 
a r e d u c t i o n i n quenching from m o i s t u r e . 
4.5.1. C a l i b r a t i o n Procedures f o r a Computer C o n t r o l l e d 
Adsorber/Desorber System to Monitor Mercury i n Gaseous 
Samples 
I n the f i e l d of o c c u p a t i o n a l h e a l t h , t h e q u a n t i t a t i v e 
d e t e r m i n a t i o n of mercury c o n c e n t r a t i o n s i n ambient a i r i s of 
c o n s i d e r a b l e importance. A i r b o r n e mercury c o n c e n t r a t i o n s i n un-
p o l l u t e d a r e a s a r e u s u a l l y i n the range of 1-5 ng m'^ , making i t 
n e c e s s a r y to p r e c o n c e n t r a t e the a n a l y t e . Because of i t s high 
t o x i c i t y , t he adopted t h r e s h o l d l i m i t (50 \xg m"^ ) f o r mercury 
(145) i n workroom room a i r i s low, and t h e r e f o r e t h e r e i s a g r e a t 
need f o r s e n s i t i v e automated systems t o c o n t i n u o u s l y monitor 
mercury i n a i r . 
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T h i s s e c t i o n d e s c r i b e s a computer c o n t r o l l e d s y s t e m which 
u t i l i s e s a gold sand impregnated t r a p p i n g u n i t t o p r e c o n c e n t r a t e 
a i r b o r n e mercury. On c o m p l e t i o n of the c o l l e c t i o n , t h e mercury 
i s r e v a p o r i s e d and d e t e c t e d by atomic f l u o r e s c e n c e s p e c t r o m e t r y . 
An a b s o l u t e c a l i b r a t i o n procedure based upon t h e i n j e c t i o n of 
known volumes of mercury vapour a t a f i x e d t e m p e r a t u r e has been 
developed. With the knowledge of the i n j e c t e d volume and 
temperature of the mercury vapour, the s o f t w a r e c a l c u l a t e s the 
q u a n t i t y of mercury on the gold sand t r a p . The s y s t e m i s f u l l y 
automated i n terms of c o l l e c t i o n and q u a n t i f i c a t i o n -
4.5.2. I n s t r u m e n t a t i o n 
A c o m m e r c i a l l y a v a i l a b l e mercury f l u o r e s c e n c e s p e c t r o m e t e r 
(P S A n a l y t i c a l L t d , Sevenoaks, Kent, UK) was used t o determine 
mercury c o n c e n t r a t i o n s i n ambient a i r . T h i s d e t e c t o r i s 
d e s c r i b e d i n d e t a i l i n s e c t i o n 4.2.1. The s e n s i t i v i t y of the 
d e t e c t o r i s such t h a t i s p o s s i b l e t o d e t e c t l e v e l s of mercury 
d i r e c t l y i n a i r . However, t h e p r e s e n c e of a i r w i l l tend to 
quench t h e f l o r e s c e n c e and t h e r e f o r e reduce s e n s i t i v i t y . I f the 
l e v e l s of mercury a r e low, then some means of p r e c o n c e n t r a t i n g 
t h e mercury i s r e q u i r e d . Many t r a p p i n g systems have been 
developed based on gold w i r e ( 1 3 5 ) , s i l v e r ( 1 4 6 ) , g o l d / p l a t i n u m 
gauze (6) and gold impregnated sand ( 1 3 6 ) . 
A s c h e m a t i c diagram of t h e a d s o r b e r / d e s o r b e r system i s shown i n 
F i g u r e 4.19. The t r a n s p o r t gas i s swept through t h e t r a p and 
f i l t e r s and housed i n a s p e c i a l l y d e s i g n e d c o o l i n g chamber. 
Around the t r a p i s a nichrome c o i l connected t o a power supply. 
T h i s arrangement a l l o w s v i s u a l i n s p e c t i o n of t h e c o i l and t r a p , 
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F i g u r e 4.19 - Schematic arrangement of the gold sand t r a p and he a t e r assembly 
Coil Connections (a + b) Cooling Chamber 





Heating Coil Gold Sand Cooling Inlet 
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and a l l o w s the c o o l a n t gas t o p a s s over t h e c o i l t o reduce 
temperature r a p i d l y and a l l o w t h e next sample t o be c o l l e c t e d . 
The c o o l a n t gas flow of e i t h e r n i t r o g e n , a i r or argon i s s i m p l y 
vented t o waste. With c a r e f u l a t t e n t i o n t o c l e a n l i n e s s t he t r a p 
should have an e x t r e m e l y long l i f e t i m e - T h i s l i f e t i m e i s however 
s i g n i f i c a n t l y shortened by: 
a) continuous high d e s o r p t i o n temperatures which c a u s e the 
gold to evaporate s l o w l y ; f o r t h i s r e a s o n t h e maximum 
temperature d u r i n g d e s o r p t i o n s h o u l d not e x c e e d 800*'C; 
b) contamination w i t h s o l u t i o n , t h i s c a u s e s the gold to be 
covered w i t h s a l t s upon d e s o r p t i o n , t h u s r e d u c i n g the a r e a 
a v a i l a b l e f o r t r a p p i n g mercury. T r a p s can be c l e a n e d by 
f l u s h i n g w i t h s u f f i c i e n t q u a n t i t i e s of d i s t i l l e d water and 
then d r y i n g c o m p l e t e l y w i t h a gas s t r e a m w i t h o u t h e a t i n g ; 
c) c ontamination by a e r o s o l s d u r i n g sampling of a i r . T h i s 
c a u s e s the gold t o be covered by p r o d u c t s of t h e a e r o s o l s 
d u r i n g d e s o r p t i o n ( i . e . t a r l i k e p r o d u c t s ) . T h i s may cause 
permanent deunage t o the t r a p . A f i l t e r p l a c e d i n f r o n t of 
the t r a p d u r i n g sampling i s t h e r e f o r e recommended. 
Once the mercury i s cimalgamated t o the gold sand, t h e system goes 
through 3 c y c l e s . The f i r s t c y c l e i s used t o s t a b i l i s e 
c o n d i t i o n s and t o f l u s h out any r e s i d u a l a i r o r gas. On 
completion of t h i s , t he h e a t i n g c y c l e t a k e s p l a c e , t h u s d e s o r b i n g 
the mercury which i s then swept to the f l u o r e s c e n c e d e t e c t o r . 
The t h i r d c y c l e r a p i d l y c o o l s the t r a p p i n g u n i t . 
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A v a l v e m a n i f o l d was assembled (Neptune R e s e a r c h I n c . , Maplewood, 
NJ 07040 USA) t o d i v e r t t h e gas and argon f l o w o v e r the t r a p . 
W h i l s t the i n s t r u m e n t i s i n a c t i v a t e d an a i r o r gas f l o w can be 
c o n t i n u o u s l y passed over t h e gold sand t r a p . I n t h i s way, i f t h e 
flow r a t e and time f o r c o l l e c t i o n a r e known, i t i s t h e n p o s s i b l e 
to c a l i b r a t e f o r mercury i n a u n i t volume of a i r or g a s . During 
the c o l l e c t i o n s t a g e an argon stream i s f e d d i r e c t l y t o t h e 
f l u o r e s c e n c e d e t e c t o r . The flow p a t t e r n i s shown i n F i g u r e 4.20, 
a l l the v a l v e s and flow paths a r e c o n s t r u c t e d from i n e r t 
m a t e r i a l s to ensure no s o r p t i o n of mercury t a k e s p l a c e . Once t h e 
c y c l e i s a c t i v a t e d the v a l v e c o n f i g u r a t i o n changes so t h a t the 
argon flow i s d i r e c t e d over the t r a p . A i r or gas i s f l u s h e d out 
i n the f i r s t s t a g e of the c y c l e and c o n d i t i o n s i n t h e d e t e c t o r 
a r e s t a b i l i s e d . As the mercury i s desorbed i t i s f l u s h e d i n t o 
the d e t e c t o r and a t r a n s i e n t s i g n a l i s produced. 
The system i s f u l l y automated i n terms of c o l l e c t i o n and 
q u a n t i f i c a t i o n when t h e u n i t s a r e connected to an IBM AT 
compatible computer through a U-Micro DIO (U-Micro Computers, 
C h e s h i r e , UK). The s o f t w a r e was developed by t h e c o l l a b o r a t i n g 
body (P S A n a l y t i c a l L t d , Sevenoaks, Kent, UK) and was w r i t t e n 
by S p i n o f f T e c h n i c a l Systems ( B e n f l e e t , E s s e x , UK). 
4.5.3. C a l i b r a t i o n Procedure 
There a r e b a s i c a l l y two methods of c a l i b r a t i o n which can be 
adopted, e i t h e r r e d u c t i o n of a mercury s t a n d a r d s o l u t i o n (119) 
or t h e i n j e c t i o n of known amounts of mercury vapour ( 3 3 ) . The 
former method has s e v e r a l l i m i t a t i o n s . At low c o n c e n t r a t i o n s , 
the s o l u t i o n s become u n s t a b l e . T h i s i n s t a b i l i t y i s caused 
141 
F i g u r e 4.20 - Schematic l a y o u t o f the v a l v e assembly, shown i n 
the sampling p o s i t i o n 
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p a r t l y by v o l a t i l i s a t i o n , and s o r p t i o n of t h e mercury on the 
v e s s e l w a l l s ( 1 4 7 ) . S e v e r a l a u t h o r s have r e p o r t e d an improved 
s t a b i l i t y on a c i d i f i c a t i o n and a d d i t i o n of s t r o n g o x i d i s i n g 
a gents ( 1 4 7 ) . However, t h e s e a d d i t i o n s g i v e r i s e t o high blank 
c o n t r i b u t i o n s . The i n j e c t i o n procedure i s not s u b j e c t to t h e s e 
l i m i t a t i o n s . 
A c a l i b r a t i o n procedure based on the work d e s c r i b e d by Dumarey 
and co-workers (33) was adopted f o r t h i s work. I t i n v o l v e d the 
i n j e c t i o n of known volumes of mercury vapour a t a s e t 
temperature, i n t o an argon c a r r i e r gas stream which d i r e c t e d the 
mercury vapour onto the gold sand t r a p . The mercury vapour was 
i n t r o d u c e d i n t o the argon stream v i a an O m n i f i t Septum ( O m n i f i t 
L t d , Cambridge, UK). T h i s a l l o w e d the s y r i n g e to be i n s e r t e d 
d i r e c t l y i n t o t he argon flow path to t r a n s p o r t t h e mercury vapour 
d i r e c t l y over the gold sand t r a p . P r i o r t o c a l i b r a t i o n t he 
system was o p t i m i s ed to p r o v i d e the b e s t peak shape and to 
m i n i m i s e t a i l i n g . Checks were run t o e n s u r e t h a t t h e r e was no 
remaining mercury on the t r a p once i t had been r e v a p o r i s e d . 
F i g u r e 4.21 shows the i n s t r u m e n t a l arrangement. The mercury 
vapour was i n j e c t e d d u r i n g the f l u s h i n g s t a g e of t h e o p e r a t i o n . 
The system was o p t i m i s e d u n i v a r i a t e l y f o r c a r r i e r gas and s h i e l d 
gas f l o w - r a t e . The e f f e c t s of c a r r i e r gas f l o w - r a t e on peak a r e a 
and peak h e i g h t a r e shown i n F i g u r e 4.22. With i n c r e a s i n g 
c a r r i e r gas f l o w - r a t e both peak h e i g h t and a r e a d e c r e a s e d . The 
optimum c a r r i e r gas flow r a t e i s 0.6 1 min'^. F i g u r e 4.23 shows 
the e f f e c t s of s h i e l d i n g gas on peak h e i g h t and peak a r e a . A 
maximum s i g n a l was obtained a t 0.2 1 min"'. The c a l i b r a t i o n 
procedure was h i g h l y dependent on good house k e e p i n g and a pure 
argon s u p p l y . An argon c l e a n up system was developed which 
1A3 
F i g u r e 4.21 - In s t r u m e n t a l arrangement f o r mercury i n a i r , i l l u s t r a t i n g connections between u n i t s 
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i n c o r p o r a t e d a c t i v a t e d c h a r c o a l and g o l d sand t r a p s . T h i s 
arrangement was found t o remove a l l t r a c e s of mercury. E l e m e n t a l 
mercury was used a s the primary s t a n d a r d and t h i s was c o n t a i n e d 
i n a c l o s e d v i a l which was h e l d i n a t h e r m o s t a t i c a l l y c o n t r o l l e d 
bath. The temperature of the mercury vapour was monitored u s i n g 
a d i g i t a l thermometer. The s a t u r a t i o n c o n c e n t r a t i o n of atomic 
mercury i n a i r was c a l c u l a t e d u s i n g t h e d a t a of Weast ( 1 4 8 ) . The 
s a t u r a t i o n c o n c e n t r a t i o n was a u t o m a t i c a l l y c a l c u l a t e d by the 
s o f t w a r e u s i n g the formula (165) : 
C =3216522.61 x 10-<AMB/TI) 
T 
where C = the c o n c e n t r a t i o n of mercury i n a i r , i n ng ml'^. 
A = -8.134459741 
B = 3240.871534 
T = a b s o l u t e temperature i n K e l v i n 
Dumarey e t a l . (33) found i t n e c e s s a r y t o p r e c o n d i t i o n the gas 
micro s y r i n g e i n o r d e r t o o b t a i n r e p r o d u c i b l e s i g n a l s . T h i s was 
done by withdrawing the maximum volume of mercury s a t u r a t e d a i r 
and w i t h the s y r i n g e needle i n s i d e the v i a l , l e a v i n g f o r 10 
minutes. T h i s prevented the p a r t i a l s o r p t i o n of mercury onto the 
s y r i n g e w a l l s . By c a r e f u l l y c o n t r o l l i n g the temperature of the 
mercury i n the v i a l , i t was p o s s i b l e t o c a l i b r a t e o v e r d i f f e r e n t 
c o n c e n t r a t i o n ranges u s i n g t h e same s y r i n g e . A l t e r n a t i v e l y , one 
can use v a r i o u s s i z e s of m i c r o s y r i n g e to o b t a i n s i m i l a r 
c o n c e n t r a t i o n ranges. Care must be ta k e n when l a r g e volumes a r e 
withdrawn, s i n c e s e v e r a l minutes a r e r e q u i r e d to a l l o w a s t a t e 
of s a t u r a t i o n t o be r e g a i n e d . 
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One f u r t h e r d i s a d v a n t a g e of t h i s p r ocedure i s t h a t t h e 
e q u i l i b r i u m between l i q u i d .and gaseous mercury i s dependent upon 
the c l e a n l i n e s s of the s u r f a c e . A f t e r some time t h e mercury a t 
the s u r f a c e may become o x i d i s e d by at m o s p h e r i c oxygen. I f t h i s 
o c c u r s then t h e l a y e r must be removed and p u r i f i e d by 
d i s t i l l a t i o n . 
The p r e c i s i o n of the i n j e c t i o n p r ocedure improved when t he 
volumes i n j e c t e d where a t the upper l i m i t of the s y r i n g e range. 
Ta b l e 4.6 g i v e s t h e p r e c i s i o n and output (peak a r e a ) a t v a r i o u s 
i n j e c t i o n volumes a t 20°C. 
T a b l e 4.6 The p r e c i s i o n and output a t v a r i o u s i n j e c t i o n volumes 
a t 20°C 
INJECTION CONCENTRATION RELATIVE RUNS RSD% 
VOLUME (ng m"^ ) PEAK AREA 
(Hi 1) 
0 0.0 32 5 10.4 
10 131.8 276 5 11.3 
20 263.5 588 5 6.8 
30 395.3 901 5 3.2 
40 527.0 1155 5 4.4 
A t y p i c a l c a l i b r a t i o n c u r v e i s shown i n F i g u r e 4.24. T h i s was 
found to have a l i n e a r c o r r e l a t i o n c o - e f f i c i e n t of 0,9999. A 
l i m i t of d e t e c t i o n (3a on 10 runs of t h e b l a n k ) of 4.1 ng m"^  was 
obta i n e d . S i n c e t h i s development work was c a r r i e d out, the 
system has been s u c c e s s f u l l y u t i l i s e d f o r t h e d e t e r m i n a t i o n of 
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F i g u r e 4.24 - A t y p i c a l c a l i b r a t i o n c u r v e f o r t h e 
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mercury i n a i r , n a t u r a l gas and hydrogen. 
4.5.4. Summary 
The procedure d e s c r i b e d above p r o v i d e s a s i m p l e , r e l i a b l e and 
e f f e c t i v e means of c a l i b r a t i n g t he system i n an a b s o l u t e f a s h i o n . 
The s e n s i t i v i t y of the atomic f l u o r e s c e n c e s p e c t r o m e t e r i s such 
t h a t samples c o n t a i n i n g a i r b o r n e mercury need o n l y be c o l l e c t e d 
f o r s h o r t p e r i o d s of time ( 1 0 - 3 0 m i n u t e s ) . I n o r d e r t o o b t a i n 
good a c c u r a c y and p r e c i s i o n i t was n e c e s s a r y t o i n t r o d u c e an 
argon c l e a n up system to remove t r a c e s of mercury. The v a l v e 
assembly p r o v i d e d a convenient method of c o n t r o l l i n g t h e gas flow 
over the gold sand t r a p and i n t o the f l u o r e s c e n c e d e t e c t o r 
without the i n t r o d u c t i o n of a i r which reduces s e n s i t i v i t y due to 
quenching. The system was t o t a l l y automated i n terms of 
c o l l e c t i o n and q u a n t i f i c a t i o n and the s o f t w a r e performed a l l the 
n e c e s s a r y c a l c u l a t i o n s i n the range of u n i t s as d e s i r e d by the 
u s e r . 
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CHAPTER 5 
DEVELOPMENT OF AN ATOMIC FLUORESCENCE SPECTROMETER 
FOR THE HYDRIDE FORMING ELEMENTS 
5.1. INTRODUCTION 
The use of the h y d r i d e g e n e r a t i o n t e c h n i q u e c o u p l e d to atomic 
f l u o r e s c e n c e spectrometry has proved to be a s e n s i t i v e method f o r 
the d e t e r m i n a t i o n of those elements which form v o l a t i l e h y d r i d e s 
( 5 6 - 6 7 ) . 
Thompson (56) i n 1975 was the f i r s t t o d e s c r i b e a d i s p e r s i v e 
atomic f l u o r e s c e n c e system f o r t h e d e t e r m i n a t i o n o f a r s e n i c , 
selenium, antimony and t e l l u r i u m a f t e r h y d r i d e g e n e r a t i o n . He 
u t i l i s e d an argon-hydrogen flame m a i n t a i n e d on a pyrex tube as 
an atom c e l l and modulated microwave e x c i t e d e l e c t r o d e l e s s 
d i s c h a r g e lamps (EDLs) as an e x c i t a t i o n s o u r c e f o r each element. 
D e t e c t i o n l i m i t s u s i n g t h i s system ranged from 0.06 to 0.1 lag 
1'^ . A s i m i l a r d i s p e r s i v e AFS system was d e s c r i b e d by Ebdon e t 
a l . (57) f o r the d e t e r m i n a t i o n of a r s e n i c and s e l e n i u m u s i n g a 
continuous flow h y d r i d e g e n e r a t i o n approach. A t o m i s a t i o n was 
a c h i e v e d u s i n g a m i n i a t u r e argon-hydride flame b u r n i n g on a g l a s s 
'Y' burner l o c a t e d a t the f o c a l p o i n t of t h e e n t r a n c e s l i t l e n s . 
E x c i t a t i o n of atomic s p e c i e s u s i n g EDLs was o b t a i n e d w i t h 
i l l u m i n a t i o n a t 45° i n p r e f e r e n c e t o the c o n v e n t i o n a l 90° 
i l l u m i n a t i o n , s i n c e t h i s reduced background r a d i a t i o n s and 
s c a t t e r t h ereby a l l o w i n g s i g n a l a m p l i f i c a t i o n w i t h minimal 
i n c r e a s e i n n o i s e . The l i m i t of d e t e c t i o n f o r a r s e n i c and 
selen i u m was found t o be 0.34 and 0.13 ^g 1"^  r e s p e c t i v e l y . T h i s 
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system was l a t e r u t i l i s e d f o r the d e t e r m i n a t i o n of a r s e n i c and 
se l e n i u m i n c o a l ( 1 4 9 ) . 
Brown e t a l . (58) used an argon sheathed, e l e c t r o t h e r m a l l y 
heated, q u a r t z a t o m i s e r f o r the a t o m i s a t i o n of hydrogen s e l e n i d e . 
M a i n t a i n i n g t h e at o m i s e r a t 800**C, t h e h y d r i d e was c a r r i e d t o the 
a t o m i s e r by a stream of hydrogen e v o l v e d from t h e decomposition 
of sodium t e t r a h y d r o b o r a t e . They observed a d r a m a t i c improvement 
i n s e n s i t i v i t y when the flow r a t e of t h e s h e a t h i n g gas was 
d e c r e a s e d so t h a t a s m a l l argon-hydrogen flame i g n i t e d . With t he 
flame i g n i t e d a l i m i t of d e t e c t i o n of 1.4 ng of s e l e n i u m was 
ob t a i n e d from a 10 ml sample s o l u t i o n . The i n c r e a s e i n 
s e n s i t i v i t y observed w i t h flame i g n i t i o n i s i n agreement w i t h the 
r e s e a r c h of DSdina and Rubeska (85) and Welz and Schubert-Jacobs 
( 8 4 ) . These authors have suggested t h a t t h e a t o m i s a t i o n of 
gaseous h y d r i d e s i s caused by c o l l i s i o n s w i t h f r e e hydrogen, 
oxygen and h y d r o x y l r a d i c a l s w i t h i n t h e flame. I n t h e absence 
of t h e s e r a d i c a l s , atoms may condense t o form p o l y a t o m i c s p e c i e s 
f o r example, SB2, Se^ and Se^,, 
Most of the h y d r i d e forming elements can be d e t e c t e d u s i n g atomic 
f l u o r e s c e n c e spectrometry i n the UV r e g i o n below 250 nm. T h i s i s 
p a r t i c u l a r l y u s e f u l s p e c t r a l r e g i o n s i n c e v e r y l i t t l e background 
i s s i o n i s seen even from t he flame atom c e l l s . More 
i m p o r t a n t l y , t h e spectrum i s no l o n g e r complex, s i n c e t h e a n a l y t e 
has been s e p a r a t e d from the m a t r i x d u r i n g t h e h y d r i d e g e n e r a t i o n 
s t a g e . I t t h e r e f o r e f o l l o w s t h a t n o n - d i s p e r s i v e atomic 
f l u o r e s c e n c e spectrometry i s f e a s i b l e . 




g e n e r a t i o n coupled t o n o n - d i s p e r s i v e atomic f l u o r e s c e n c e 
spectrometry. They r e p o r t e d a d e t e c t i o n l i m i t o f 2 ng f o r 
a r s e n i c u s i n g a z i n c r e d u c t i o n procedure. A comparative s t u d y 
between d i s p e r s i v e and n o n - d i s p e r s i v e systems f o r the 
d e t e r m i n a t i o n of a r s e n i c u s i n g premixed argon-hydrogen and 
nitrogen-hydrogen flames was undertaken by Nakahara and co-
workers ( 5 9 ) . The b e s t l i m i t of d e t e c t i o n (0.12 \ig 1"^) was 
obtained u s i n g the n o n - d i s p e r s i v e system w i t h an argon-hydrogen 
flame atom c e l l . T h i s system had t h e advantage of h i g h e r 
throughput ( l a r g e s o l i d a n g l e , i n p u t and e x i t a p e r t u r e s and 
h i g h e r t r a n s m i s s i o n ) and simultaneous measurement of a l l 
f l u o r e s c e n c e l i n e s . Nakahara and co-workers have s u b s e q u e n t l y 
p u b l i s h e d a s e r i e s of papers on n o n - d i s p e r s i v e atomic 
f l u o r e s c e n c e s p e c t r o m e t r y f o r the d e t e r m i n a t i o n of a r s e n i c ( 5 9 ) , 
bismuth ( 6 0 ) , l e a d ( 6 1 ) , antimony ( 6 2 ) , s e l e n i u m ( 6 3 ) , t i n (64) 
and t e l l u r i u m ( 6 5 ) . Azad e t a l . determined s e l e n i u m (151) and 
a r s e n i c (152) i n s o i l d i g e s t s by n o n - d i s p e r s i v e AFS u s i n g a 
hydric/e. g e n e r a t i o n t e c h n i q u e . R e s u l t s o b t a i n e d w i t h t h i s system 
were compared t o those o b t a i n e d u s i n g i n d u c t i v e l y coupled plasma-
e m i s s i o n s p e c t r o m e t r y and good agreement was o b t a i n e d . 
From the p i o n e e r i n g work on h y d r i d e g e n e r a t i o n atomic 
f l u o r e s c e n c e s p e c t r o m e t r y i t can be seen t h a t the most s u i t a b l e 
atom r e s e r v o i r c o n s i s t s of an argon-hydrogen flame. The r e a s o n s 
f o r t h i s being: ( a ) the flame emits v e r y low background r a d i a t i o n 
i n the r e g i o n where the h y d r i d e forming elements a r e d e t e c t e d ; 
(b) the h y d r i d e s a r e e a s i l y decomposed a t low flame temperatures 
and ( c ) quenching i s r e l a t i v e l y low i n argon supported flames. 
T s u j i i and co-workers (153,154) have r e p o r t e d t h a t lower hydrogen 
fl o w r a t e s ( i . e . s m a l l e r argon-hydrogen f l a m e s ) improve the 
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s i g n a l to n o i s e r a t i o . T h i s l e d the same group t o develop a new 
d e s i g n of atom c e l l to accommodate the use of a m i n i a t u r e argon-
hydrogen flame. They u t i l i s e d t he t e c h n i q u e t o o b t a i n depth 
p r o f i l e s of a r s e n i c (155) and antimony (156) i n semi-conductor 
s i l i c o n by c h e m i c a l e t c h i n g . The s e c t i o n i n g depth was measured 
by d e t e r m i n i n g the amount of s i l i c a d i s s o l v e d i n h y d r o f l u o r i c 
a c i d , w i t h the use of ICP-AES. T h i s method p e r m i t t e d 
d e t e r m i n a t i o n down to 10^® atoms of a r s e n i c and antimony cm'^ . 
The same workers (157) developed an argon sheathed, p y r o l y t i c a l l y 
coated, g r a p h i t e f u r n a c e a t o m i s e r used i n a v e r t i c a l p o s i t i o n f o r 
the a t o m i s a t i o n of a r s e n i c . No atomic f l u o r e s c e n c e was observed 
when the a t o m i s a t i o n temperature was below 1100°C and t h e r e f o r e 
the furnace was m a i n t a i n e d a t a c o n s t a n t t e m p e r a t u r e of 1200**C. 
A d e t e c t i o n l i m i t of 0.01 ng of a r s e n i c was o b t a i n e d f o r a 100 nl 
sample s o l u t i o n u s i n g n o n - d i s p e r s i v e AFS d e t e c t i o n . 
D'Ulivo and co-workers used a n o n - d i s p e r s i v e AFS system coupled 
w i t h h y d r i d e g e n e r a t i o n f o r the d e t e r m i n a t i o n of l e a d (158) and 
d i a l k y l and t r i a l k y l l e a d ( 1 5 9 ) . The same workers (66) developed 
a m u l t i - e l e m e n t system based on an argon-hydrogen m i n i a t u r e 
flame, i r r a d i a t e d by f o u r r a d i o frequency e x c i t e d EDLs, each 
being modulated a t a s e t frequency. The e m i t t e d f l u o r e s c e n c e 
r a d i a t i o n was d e t e c t e d by one p h o t o m u l t i p l i e r tube, connected to 
f o u r l o c k i n a m p l i f i e r s tuned to the frequency of t h e r e l e v a n t 
EDL. More r e c e n t l y , the same group (67) designed an 
e l e c t r o t h e r m a l l y heated q u a r t z tube flame a t o m i s e r , f o r the 
d e t e r m i n a t i o n of s e l e n i u m . Using the b a t c h approach, evolved 
h y d r i d e s were swept i n t o the a t o m i s e r by a stream of argon. A 
s m a l l argon-hydrogen flame then s e l f - i g n i t e d a t t h e hot tube 
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o u t l e t , due to the e x c e s s hydrogen e v o l v e d d u r i n g the 
decomposition of sodium t e t r a h y d r o b o r a t e . T h i s flame was 
s u f f i c i e n t to a c h i e v e a t o m i s a t i o n i n d i c a t i n g t h a t a t o m i s a t i o n i s 
probably v i a a f r e e r a d i c a l mechanism w i t h i n t h e flame. The 
system was used t o determine s e l e n i u m i n a range of c e r t i f i e d 
r e f e r e n c e m a t e r i a l s such as c o a l f l y ash, s e a w a t e r , f i s h muscle 
and f i s h t i s s u e s , and the r e s u l t s o b t a i n e d agreed w e l l w i t h the 
c e r t i f i e d v a l u e s . 
To date t h e r e a r e , s u r p r i s i n g l y , no c o m m e r c i a l l y a v a i l a b l e atomic 
f l u o r e s c e n c e d e t e c t o r s f o r the v o l a t i l e h y d r i d e forming elements. 
T h i s i s l a r g e l y due t o the l a c k of r e l i a b l e h i g h i n t e n s i t y 
e x c i t a t i o n s o u r c e s . R e c e n t l y , boosted d i s c h a r g e h o l l o w cathode 
lamps (BDHCLs) have become co m m e r c i a l l y a v a i l a b l e (160) and i t 
would seem t h a t t h e s e might o f f e r a promising s o u r c e f o r atomic 
f l u o r e s c e n c e spectrometry, 
T h i s c h a p t e r i s devoted to t h e development of an atomic 
f l u o r e s c e n c e spectrometer and i t s s u i t a b i l i t y f o r c o u p l i n g to 
continuous flow h y d r i d e g e n e r a t i o n . P r e l i m i n a r y work 
c o n c e n t r a t e d on the d e t e r m i n a t i o n of a r s e n i c u s i n g a 
monochromator AFS measurement system, u t i l i s i n g a BDHCL as an 
e x c i t a t i o n s o u r c e . The i n s t r u m e n t a t i o n concepts were focused on 
four main a r e a s : ( a ) the l i g h t s o u r c e , (b) the atom c e l l , ( c ) the 
o p t i c a l c o n f i g u r a t i o n and (d) the readout and d a t a p r o c e s s i n g 
( i . e . e l e c t r o n i c c o n f i g u r a t i o n ) f o r the i n s t r u m e n t a t i o n . A 
d e t e c t i o n system was l a t e r developed which u t i l i s e d an 
i n t e r f e r e n c e f i l t e r f o r wavelength i s o l a t i o n and r e d u c t i o n of 
flame e m i s s i o n . A s o l a r - b l i n d p h o t o m u l t i p l i e r tube was used to 
d e t e c t f l u o r e s c e n c e e m i s s i o n . The a n a l y t i c a l performance of both 
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systems i s d e s c r i b e d i n d e t a i l f o r t h e d e t e r m i n a t i o n of a r s e n i c 
and s e l e n i u m . 
E x p e r i m e n t a l 
5.2.1. Continuous Flow Hydride G e n e r a t i o n 
A continuous flow h y d r i d e g e n e r a t i o n system was used i n t h i s 
study t o g e n e r a t e c o v a l e n t gaseous h y d r i d e s . T h i s system was 
d e s c r i b e d - i n d e t a i l i n . s e c t i o n 2.1.1. Using the c o n v e n t i o n a l 
g l a s s 'U' tube g a s - l i q u i d s e p a r a t o r , t y p i c a l h y d r o c h l o r i c a c i d 
and sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n s used were 4 mol 1"* 
and 2.0% m/V r e s p e c t i v e l y . The c h e m i s t r y of t h e h y d r i d e 
g e n e r a t i o n system i s d i s c u s s e d i n s e c t i o n s 5.4.10 and 5.5.3. 
5.2.2. Reagents 
U n l e s s s p e c i f i e d o t h e r w i s e , a l l r e a g e n t s were of AnalaR or 
A x i s t a r grade (BDH L t d , Poole, D o r s e t ) . D e - i o n i s e d water was 
used throughout ( M i l l i - R 0 4 , M i l l i p o r e Corp, M a s s a c h u s e t t s , USA). 
Sodium t e t r a h y d r o b o r a t e s o l u t i o n s ( S p e c t r o s o L , BDH) i n 0.1 mol 
1"^  sodium hydroxide s o l u t i o n as a s t a b i l i s e r . F r e s h s o l u t i o n s 
were prepared d a i l y . Standard s o l u t i o n s were pr e p a r e d by 
a p p r o p r i a t e d i l u t i o n of s t o c k 1000 mg 1'^  a r s e n i c ( I I I ) c h l o r i d e 
s o l u t i o n ( S p e c t r o s o L , BDH) u s i n g h y d r o c h l o r i c a c i d s o l u t i o n s . 
F r e s h s o l u t i o n s were prepared d a i l y . P o t a s s i u m i o d i d e ( 1 % m/V 
i n 4 mol 1'^  h y d r o c h l o r i c a c i d ) was used t o reduce a r s e n a t e t o 
a r s e n i t e . A l l g l a s s w a r e was soaked i n 10% V/V n i t r i c a c i d f o r 
24 hours p r i o r t o use, and then r i n s e d f i v e times w i t h d i s t i l l e d 
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water. 
5.3.1. I n s t r u m e n t a t i o n f o r the Monochromator System 
A m o d i f i e d atomic a b s o r p t i o n / e m i s s i o n spectrometer (SP9, Unicam 
L t d , Cambridge, UK), coupled t o a continuous f l o w h y d r i d e 
g e n e r a t o r (P S A n a l y t i c a l L t d , Sevenoaks, UK) was used i n t h i s 
study to develop a d i s p e r s i v e AFS system f o r the d e t e r m i n a t i o n 
of a r s e n i c . A p l a n of the i n s t r u m e n t a t i o n i s shown i n F i g u r e 
5.1. E s s e n t i a l l y , the c o n v e n t i o n a l burner assembly of the 
s p e c t r o m e t e r was removed and r e p l a c e d by a t r i a n g u l a r o p t i c a l 
bench, which c o n t a i n e d a l i g h t s o u r c e , l e n s and an atom c e l l . 
T h i s arrangement allowed o p t i m i s a t i o n i n a l l t h r e e p l a n e s 
( x , y , z ) . The atom c e l l was i l l u m i n a t e d a t r i g h t a n g l e s t o the 
d e t e c t o r a x i s to prevent r a d i a t i o n from the e x c i t a t i o n s o u r c e 
r e a c h i n g the d e t e c t o r . S i n c e atomic a b s o r p t i o n o p e r a t e s 
a c c o r d i n g to the b a s i c l i m i t s of t h e Beer-Lambert law, one of 
which i s t h a t absorbance i s independent of the s o u r c e i n t e n s i t y , 
atomic a b s o r p t i o n apparatus u s u a l l y have low l i g h t g a t h e r i n g 
c a p a b i l i t i e s . For t h i s r e a s o n , the e n t r a n c e s l i t of the 
monochromator was f u l l y opened (10 nm) i n o r d e r t o i n c r e a s e the 
s o l i d a n g l e , the g a i n s e t t i n g was maximised and t h e i n s t r u m e n t 
was used i n the e m i s s i o n mode. 
5.3.2. E x c i t a t i o n Source f o r the Monochromator System 
As mentioned p r e v i o u s l y i n s e c t i o n 2.4.1. f l u o r e s c e n c e i n t e n s i t y 
i s d i r e c t l y p r o p o r t i o n a l to the i n t e n s i t y of the e x c i t i n g 
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F i g u r e 5.1 P l a n of the o p t i c a l arrangement f o r the 
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r a d i a t i o n . Consequently, a h i g h r a d i a n c e e x c i t a t i o n source i s 
r e q u i r e d f o r atomic f l u o r e s c e n c e i n o r d e r t o o b t a i n good l i m i t s 
of d e t e c t i o n . The b a s i c requirements f o r an e x c i t a t i o n source 
f o r atomic f l u o r e s c e n c e a r e : 
1) h i g h r a d i a n t output over the a n a l y t i c a l l i n e ; 
2) good s h o r t and long term s t a b i l i t y w i t h a s t e a d y uniform 
l e v e l of r a d i a n c e ; 
3) s h o r t warm up time; 
4) minimum maintenance and adjustment t o o b t a i n optimum 
performance; 
5) long l i f e t i m e ; 
6) low c o s t of s o u r c e and a s s o c i a t e d power s u p p l y ; 
7) a v a i l a b i l i t y f o r a l a r g e number of elements; 
8) s t r o n g i n c o n s t r u c t i o n to a v o i d breakage; 
9) minimum i n t e r f e r e n c e to the a n a l y t i c a l l i n e due to the 
p r e s e n c e of s p e c t r a l l i n e s of the f i l l e r gas o r i m p u r i t i e s . 
The m a j o r i t y of papers p u b l i s h e d on h y d r i d e g e n e r a t i o n AFS have 
u t i l i s e d microwave e x c i t e d e l e c t r o d e l e s s d i s c h a r g e lamps ( E D L s ) . 
These c o n s i s t of an evacuated q u a r t z or g l a s s b u l b c o n t a i n i n g a 
s m a l l amount of pure metal or metal s a l t ( u s u a l l y a h a l i d e ) , i n 
an i n e r t gas atmosphere such as argon. When e x c i t e d , t h e s e lamps 
a r e v e r y i n t e n s e ( t y p i c a l l y 200 t o 2000 times more i n t e n s e than 
a c o n v e n t i o n a l hollow cathode lamp) and emit narrow l i n e s . 
U n f o r t u n a t e l y , they a r e o f t e n u n p r e d i c t a b l e i n use and r e q u i r e 
c a r e f u l temperature c o n t r o l t o a c h i e v e good s t a b i l i t y ( 1 6 1 ) . 
Radiofrequency e x c i t e d EDLs have a l s o been u t i l i s e d f o r h y d r i d e 
g e n e r a t i o n atomic f l u o r e s c e n c e spectrometry ( 1 5 8 ) , but t h e s e a r e 
o n l y 5-100 times more i n t e n s e than hollow cathode lamps. These 
a r e more s t a b l e than microwave e x c i t e d EDLs but a r e u s u a l l y l e s s 
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s t a b l e than HCLs. 
Although c o n v e n t i o n a l hollow cathode lamps may be u t i l i s e d f o r 
atomic f l u o r e s c e n c e they do not p r o v i d e the i n t e n s i t y r e q u i r e d 
f o r adequate e x c i t a t i o n . I n c r e a s i n g the i n t e n s i t y by i n c r e a s i n g 
the c u r r e n t l e a d s to broadening and l a t e r s e l f - r e v e r s a l of the 
r e s o n a n t l i n e s by s e l f - a b s o r p t i o n . I n atomic f l u o r e s c e n c e 
s p e c t r o s c o p y t h i s phenomenon i s not a problem a s long a s the 
i n t e n s i t y of the c e n t r a l wavelength can be i n c r e a s e d . I n c r e a s e s 
i n t h e non-absorbing i n t e n s i t y cause o n l y a s m a l l i n c r e a s e of 
s c a t t e r e d l i g h t . The i n t e n s i t y of the hol l o w cathode lamp may 
be i n c r e a s e d without s e l f - a b s o r p t i o n broadening by superimposing 
a boosted p o s i t i v e column d i s c h a r g e a c r o s s t h e h o l l o w cathode 
d i s c h a r g e ( 1 6 0 ) . The p o s i t i v e column fe e d s a d d i t i o n a l e l e c t r o n s 
i n t o t h e hollow cathode plasma without i n c r e a s i n g s p u t t e r i n g , but 
e n s u r i n g t h a t most of the atoms a r e e x c i t e d . The combination of 
a low v o l t a g e - high c u r r e n t d i s c h a r g e i n the absence of ground 
s t a t e atoms i n the l i g h t path means t h a t s e l f - a b s o r p t i o n i s 
avoided, w h i l e high i n t e n s i t y may be a c h i e v e d . T h i s t y p e of lamp 
i s p a t e n t e d and i s now c o m m e r c i a l l y a v a i l a b l e (SuperLamp, Photron 
Pty L t d , V i c t o r i a , A u s t r a l i a ) , and was thought t o be a s u i t a b l e 
h i g h i n t e n s i t y source f o r t h i s development work. A schematic 
diagram of the boosted d i s c h a r g e hollow cathode lamp i s shown i n 
F i g u r e 5.2. 
The BDHCL was operated from the e x i s t i n g SP9 i n s t r u m e n t lamp 
c u r r e n t s upply (0-20 mA), which i s modulated a t 150 Hz. The 
modulated SP9 power supply was connected t o the boosted d i s c h a r g e 
s u p p l y and then to the BDHCL v i a male and female o c t a l plugs 
r e s p e c t i v e l y . T h e r e f o r e , t h e primary d i s c h a r g e w i l l be modulated 
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F i g u r e 5.2 - Schematic diagram of the boosted di s c h a r g e hollow cathode lamp 
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a t 150 Hz and the boosted d i s c h a r g e w i l l be o p e r a t e d u s i n g d i r e c t 
c u r r e n t . Decoding c i r c u i t r y w i t h i n t h e SP9 th e n d e t e c t s 
modulated l i g h t which w i l l be i n the form of an AC s i g n a l and 
s e p a r a t e s i t from any flame e m i s s i o n which w i l l be m a n i f e s t e d as 
a DC s i g n a l . 
The BDHCL was op t i m i s e d f o r boost d i s c h a r g e and p r i m a r y c u r r e n t 
i n o r d e r t o o b t a i n t h e maximum r a d i a n c e . T h i s was a c h i e v e d by 
p o s i t i o n i n g the BDHCL o p p o s i t e t h e d e t e c t o r and v a r y i n g one 
parameter w h i l s t the o t h e r was h e l d c o n s t a n t ( i . e . u n i v a r i a n t 
s e a r c h ) . The e f f e c t of boost d i s c h a r g e on lamp i n t e n s i t y u s i n g 
primary c u r r e n t s of 15 and 20 mA i s shown i n F i g u r e 5.3. F o r 
primary c u r r e n t s of 15 and 20 mA, optimum boost d i s c h a r g e 
c u r r e n t s were found to be 40 and 55 mA r e s p e c t i v e l y . T h i s s h i f t 
i n optimum boost c u r r e n t w i t h i n c r e a s i n g primary c u r r e n t i s 
expected, s i n c e a t h i g h e r p r imary c u r r e n t s s p u t t e r i n g w i l l be 
i n c r e a s e d and t h e r e f o r e to p r e v e n t s e l f - a b s o r p t i o n , more 
e l e c t r o n s from the boost d i s c h a r g e must pa s s through t h e cathode. 
Exceeding the boost c u r r e n t optimum w i l l reduce t h e i n t e n s i t y of 
the lamp, i n s e v e r e c a s e s t o z e r o . T h i s i s caused by e l e c t r o n s 
from the boost d i s c h a r g e sweeping through t h e cathode, p r e v e n t i n g 
e l e c t r o n s from h i t t i n g t h e cathode r e d u c i n g s p u t t e r i n g . The 
e f f e c t of primary c u r r e n t on lamp i n t e n s i t y w i t h a boost 
d i s c h a r g e of 55 mA i s shown i n F i g u r e 5.4. The i n t e n s i t y of the 
lamp remains c o n s t a n t u n t i l 10 mA a f t e r which i t r i s e s 
d r a m a t i c a l l y . The maximum recommended o p e r a t i n g p r i m a r y c u r r e n t 
f o r the a r s e n i c BDHCL i s 30 mA, u n f o r t u n a t e l y t h e maximum lamp 
c u r r e n t s e t t i n g on the SP9 s p e c t r o m e t e r i s o n l y 20 mA and 
t h e r e f o r e t h e e f f e c t of c u r r e n t above t h i s v a l u e c o u l d not be 
i n v e s t i g a t e d f o r the monochromator system. Using t h e optimum 
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F i g u r e 5.3 E f f e c t of boost c u r r e n t on a r s e n i c lamp i n t e n s i t y 
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F i g u r e 5.4 - E f f e c t of primary c u r r e n t on a r s e n i c lamp 
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c o n d i t i o n s t h e BDHCL was t e n times more i n t e n s e than a 
c o n v e n t i o n a l h o l l o w cathode lamp w i t h a lamp c u r r e n t of 8 mA. 
Watson (160) observed o n l y a 2-3 f o l d i n c r e a s e i n i n t e n s i t y w i t h 
the BDHCL compared to c o n v e n t i o n a l hollow cathode lamps, however, 
h i s BDHCL was not operated w i t h c o n d i t i o n s f o r maximum r a d i a n c e . 
The e m i s s i o n i n t e n s i t y r a t i o f o r 193.7:194.0 nm u s i n g a bandpass 
of 0.2 nm was found t o be 26.3:1 and 19.2:1 f o r t h e BDHCL and t h e 
co n v e n t i o n a l HCL r e s p e c t i v e l y . T h e r e f o r e one would expect t h a t 
the use of a BDHCL would a l s o be advantageous f o r atomic 
a b s o r p t i o n spectrometry, Higher r a d i a n c e s h o u l d g i v e b e t t e r 
s i g n a l to n o i s e r a t i o and a l s o lower e m i s s i o n s from nearby non-
absorbing l i n e s s h o u l d i n c r e a s e s e n s i t i v i t y and improve t he 
l i n e a r c a l i b r a t i o n f u n c t i o n . 
The BDHCL has a recommended warm up time of 30 minutes. The 
disadvantages of t h e BDHCL a r e the high c o s t of t h e lamp (£250) 
and the bo o s t e r power supply (£1000), t he s h o r t l i f e t i m e (5000 
mA/hours) and t h e i r c o m p l e x i t y of o p e r a t i o n and c o n s t r u c t i o n . 
5.3.3. E f f e c t of Wavelength on Atomic F l u o r e s c e n c e f o r A r s e n i c 
The atomic f l u o r e s c e n c e spectrum f o r a r s e n i c i s r e l a t i v e l y 
complex. Some 15 s p e c t r a l l i n e s have been found t o e x h i b i t 
atomic f l u o r e s c e n c e ( 1 6 2 ) . Resonance l i n e s o c c u r a t 189.04, 
193.76 and 197.26 nm. The o t h e r 12 l i n e s a r e due to non-
resonance f l u o r e s c e n c e , The 238.12, 243.72, 245.65, 249.29, 
303.28 and 311.96 nm l i n e s a r e due to d i r e c t l i n e f l u o r e s c e n c e , 
w h i l e the 228.81, 234.98, 274.50, 278.02 and 286.04 nm l i n e s a r e 
examples of t h e r m a l l y a s s i s t e d d i r e c t l i n e f l u o r e s c e n c e . 
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Using the d i s p e r s i v e measurement system w i t h a bandpass of 10 nm, 
the s p e c t r a l c h a r a c t e r i s t i c s of the BDHCL e m i s s i o n s and 
f l u o r e s c e n c e of the f i v e most prominent l i n e s were i n v e s t i g a t e d -
The r e s u l t s o b t a i n e d a r e shown i n T a b l e 5.1. 
T a b l e 5.1 S p e c t r a l c h a r a c t e r i s t i c s of the boosted d i s c h a r g e 
hollow cathode lamp e m i s s i o n and atomic f l u o r e s c e n c e 
f o r a r s e n i c 
Wavelength R e l a t i v e E m i s s i o n R e l a t i v e Atomic 
(nm) I n t e n s i t y F l u o r e s c e n c e S i g n a l 
189.04 16.2 79.9 
193.76 32.4 100.0 
197.26 26.7 64.0 
228.81 100.0 4.0 
234.98 89.5 22.3 
( a ) R e l a t i v e i n t e n s i t y to the 228.81 nm l i n e u s i n g a bandpass 
of 0.2 nm 
(b) R e l a t i v e f l u o r e s c e n c e to the 193.7 nm l i n e u s i n g a bandpass 
of 10.0 nm 
With t h i s system the h i g h e s t s e n s i t i v i t y was o b t a i n e d when the 
monochromator was tuned to a wavelength of 193.76 mn. However, 
u s i n g a 10 nm bandpass, i t i s d i f f i c u l t t o a s s e s s whether or not 
the v a l u e o b t a i n e d i s s o l e l y due to one a n a l y t i c a l l i n e o r 
i n c l u d e s a c o n t r i b u t i o n from b o r d e r i n g l i n e s . A bandpass of 
10 nm i s r e q u i r e d , s i n c e the apparatus has low l i g h t g a t h e r i n g 
c h a r a c t e r i s t i c s . F i g u r e 5.5 shows t h e e f f e c t of bandpass on 
s i g n a l t o background r a t i o . As expected, i n c r e a s i n g t h e bandpass 
al l o w e d more atomic f l u o r e s c e n c e to be c o l l e c t e d . The v a l u e s 
shown i n T a b l e 5.1 were not c o r r e c t e d f o r the p h o t o m u l t i p l i e r 
s p e c t r a l response which i s why t h e r e appears t o be g r e a t e r 
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F i g u r e 5.5 E f f e c t of bandpass on s i g n a l t o background r a t i o 
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e m i s s i o n i n t e n s i t y from t he BDHCL a t t h e 228.81 and 234.98 nm 
l i n e s . Furthermore, s i n c e t h e s p e c t r a l r e s p o n s e of the 
p h o t o m u l t i p l i e r i s low below 200 nm, one can t h e r e f o r e assume 
t h a t t h e m a j o r i t y of t h e f l u o r e s c e n c e o c c u r s a t the t h r e e 
resonance l i n e s . The v a l u e s i n T a b l e 5.1 suggest t h a t a non-
d i s p e r s i v e system w i t h a s o l a r - b l i n d p h o t o m u l t i p l i e r tube would 
be advantageous s i n c e the f l u o r e s c e n c e o b t a i n e d would be from a 
c o l l e c t i o n of wavelengths, t h e r e b y i n c r e a s i n g s e n s i t i v i t y . 
5.3.4. O p t i c a l C o n f i g u r a t i o n of the Monochromator System 
The b a s i c l a y o u t of the o p t i c a l c o n f i g u r a t i o n f o r the 
monochromator system i s shown i n F i g u r e 5.1. A boosted d i s c h a r g e 
hollow cathode lamp, a biconvex q u a r t z l e n s and an atom c e l l were 
mounted on a t r i a n g u l a r o p t i c a l bench a t r i g h t a n g l e s t o the 
d e t e c t i o n a x i s . Emitted f l u o r e s c e n c e was c o l l e c t e d onto the 
m i r r o r where i t was r e f l e c t e d onto t he monochromator e n t r a n c e 
s l i t . The monochromator i s of t h e E b e r t type o f geometry. 
Having passed through the e n t r a n c e s l i t t h e now d i v e r g i n g beam 
a r r i v e s a t one s i d e of a c o l l i m a t i n g m i r r o r which r e f l e c t s l i g h t 
onto t h e d i f f r a c t i o n g r a t i n g . T h i s has 1200 l i n e s p e r mm over 
2 cm X 2 cm a r e a . The d i s p e r s e d beam i s d i r e c t e d back t o the 
o t h e r s i d e of the c o l l i m a t i n g m i r r o r which f o c u s e s t h e beam onto 
the e x i t s l i t . Monochromatic l i g h t emerging from t h i s s l i t now 
e n t e r s t h e window of the p h o t o m u l t i p l i e r tube where t h e r a d i a t i o n 
i s c o n v e r t e d i n t o an e l e c t r i c a l s i g n a l . 
The maximum f l u o r e s c e n c e i n t e n s i t y w i l l be o b t a i n e d a t the p o i n t 
where t h e h i g h e s t atom d e n s i t y o c c u r s i n t h e flcune. I t i s 
t h e r e f o r e c r i t i c a l to i r r a d i a t e t h i s r e g i o n i n the most e f f e c t i v e 
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way p o s s i b l e . I n o r d e r to o b t a i n t h i s c o n d i t i o n i t was n e c e s s a r y 
to o p t i m i s e both the d i s t a n c e s between the l e n s and t h e hollow 
cathode d i s c h a r g e and the l e n s and the c e n t r e of t h e atom c e l l . 
The biconvex q u a r t z l e n s used i n t h i s study had a f o c a l l e n g t h 
and o u t e r diameter of 25 mm. Syimnetric biconvex l e n s e s o f f e r the 
b e s t performance o b t a i n a b l e from a s i n g l e l e n s i n f i n i t e 
c o n j u g a t e imaging. 
5.3.5. Atom R e s e r v o i r s f o r Atomic F l u o r e s c e n c e S p e c t r o m e t r y 
The b a s i c requirements of an atomic r e s e r v o i r f o r atomic 
f l u o r e s c e n c e spectrometry a r e an e f f i c i e n t and r a p i d p r o d u c t i o n 
of f r e e atoms w i t h the minimum background (and background n o i s e ) , 
a h i g h degree of r e p r o d u c i b i l i t y w i t h minimal memory e f f e c t s , low 
quenching p r o p e r t i e s and minimal d i l u t i o n of the atoms. 
The m a j o r i t y of papers p u b l i s h e d on h y d r i d e g e n e r a t i o n - AFS have 
u t i l i s e d argon-hydrogen f l a m e s . T h i s i s because: ( a ) the flame 
emits v e r y low background r a d i a t i o n over the wavelength r e g i o n 
of i n t e r e s t ; (b) the h y d r i d e compounds a r e e a s i l y decomposed i n 
such a low temperature flame and ( c ) the quenching e f f e c t i s 
r e l a t i v e l y low i n argon supported flames and hydrogen. 
Four atom c e l l d e s i g n s have been i n v e s t i g a t e d i n t h i s study, and 
t h e s e a r e i l l u s t r a t e d i n F i g u r e s 5.6 to 5.9. I n i t i a l s t u d i e s 
i n v o l v e d the use of the a t o m i s a t i o n c e l l shown i n F i g u r e 5.6. 
T h i s b a s i c a l l y c o n s i s t e d of a b o r o s i l i c a t e g l a s s tube (8.5 mm 
i . d . x 100 mm h i g h ) w i t h i n v e r t e d 'Y' s i d e arms t o a c t as gas 
i n l e t s . Gases of the h y d r i d e g e n e r a t i o n p r o c e s s (argon, hydrogen 
and h y d r i d e s ) were passed i n t o one arm of the b u r n e r w h i l s t t he 
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F i g u r e 5.6 - I n v e r t e d 'Y' burner atom c e l l 
8.5 mm 
H AT. H . AsH 
2 3 





Ar. H . AsH 
Z 3 
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F i g u r e 5.8 - Argon sheathed e l e c t r i c a l l y heated atom c e l l 
8.5mm 
Electrically heated 
nichrome wire Capillaries 
Argon sheath 
Ar. H . AsH 
2 3 
F i g u r e 5.9 C h e m i c a l l y generated hydrogen d i f f u s i o n flame 
atom c e l l 
Borosilicate glass tube 
Ar, H . AsH 
2 3 
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other had a low flow of hydrogen obtained from a gas c y l i n d e r . 
The r e s u l t was an argon-hydrogen d i f f u s i o n flame upon i g n i t i o n . 
Argon-hydrogen d i f f u s i o n flames are normally transparent but i n 
t h i s instance a c h a r a c t e r i s t i c orange colouration was observed 
due to the emission of sodium atoms. The sodium i n the form of 
sodivun c h l o r i d e a r i s e s as a by-product of the hydride generation 
reaction ( i . e . NaBH^ + HCl) and i s d e l i v e r e d to the flame i n the 
form of a f i n e a erosol, (see section 3.2.3). The optimum gas 
flow r a t e s for the atomiser shown i n Figure 5.6 were found to be 
0.4 and 0.3 1 min"^ for hydrogen and argon r e s p e c t i v e l y . At 
lower gas flow r a t e s the flame was unstable, due to pulsations 
from the p e r i s t a l t i c pump of the hydride generation system. 
Furthermore, a t low gas flow rates the base of the flame tended 
to s i t i n s i d e the tube o r i f i c e because of i n s u f f i c i e n t gas 
v e l o c i t i e s . At higher gas flow r a t e s a decrease i n fluorescence 
i n t e n s i t y was observed due to analyte d i l u t i o n and sho r t e r 
residence time of the atoms i n the o p t i c a l path. This atom c e l l 
design proved an e f f e c t i v e means of atomising gaseous hydrides 
and a l i m i t of detection (as defined i n s e c t i o n 3.2.2) of 1.46 
\xg 1"^  a r s e n i c was obtained. The upper l i m i t of the l i n e a r 
c a l i b r a t i o n range was found to be about 100 ixg 1"^  a r s e n i c . 
Concentrations exceeding t h i s value are s u s c e p t i b l e to s e l f -
absorption ( s e c t i o n 4.2.3). The l i n e a r c a l i b r a t i o n range 
therefore only extends over 2 orders of magnitude, which i s 
comparatively short f o r atomic fluorescence spectrometry. 
In view of the s a f e t y regulations a s s o c i a t e d with the use of 
hydrogen gas c y l i n d e r s , i t was envisaged t h a t a non-flame atom 
c e l l might be more s u i t a b l e for a commercial instrument. 
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The f i r s t flameless design i n v e s t i g a t e d i s shown i n Figure 5.7. 
This was b a s i c a l l y a s i l i c a tube (8.5 nun o.d. x 150 nun long) with 
one gas i n l e t for hydride generation products (hydrogen, 
hydrides) and the c a r r i e r gas, argon. The s i l i c a tube was evenly 
wound with nichrome wire (2 m length, 6.5 £2 m"^ ) and heated 
r e s i s t i v e l y v i a a Variac (0-240 V) transformer. With t h i s 
arrangement temperatures of up to 850**C were achieved. These 
were measured using a thermocouple device. Using a 1% m/V sodium 
tetrahydroborate s o l u t i o n at a flow r a t e of 3.5 ml min"^, 
hydrogen was generated at approximately 0.07 1 min"^. At tube 
temperatures above 750°C the excess hydrogen i g n i t e d at the top 
of the burner producing a mini argon-hydrogen d i f f u s i o n flame. 
Attempts to extinguish t h i s flame were un s u c c e s s f u l . 
Furthermore, once the flame had been produced, decreasing the 
temperature of the s i l i c a tube had no e f f e c t on the fluorescence 
i n t e n s i t y . This i n d i c a t e s that the atomisation process was not 
v i a thermal decomposition, but due to f r e e r a d i c a l s i n the flame. 
Several authors have discussed t h i s theory i n d e t a i l and proposed 
various mechanisms (84-T88). This atom c e l l design produced a 
l i m i t of detection of 6.74 ng 1"^  a r s e n i c and the upper l i m i t of 
the l i n e a r c a l i b r a t i o n range was found to be about 100 \xg 1"^  
a r s e n i c . 
The i n a b i l i t y to extinguish the flame l e d to the design of the 
atom c e l l shown i n Figure 5.8. This i s s i m i l a r to the previous 
design except that a s e r i e s of c a p i l l a r i e s were positioned around 
the outside of the inner e l e c t r i c a l l y heated s i l i c a tube. A 
supply .of argon was then introduced as a sheath gas to prevent 
flame i g n i t i o n . Sheath gas flow r a t e s of at l e a s t 1.5 1 min'^ 
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were required to extinguish the flame. At an atom c e l l 
temperature of approximately 850°C i n the absence of a flame, no 
fluorescence was observed. However, i f the sheath gas was 
lowered s u f f i c i e n t l y enough to allow d i f f u s i o n of oxygen from the 
surrounding atmosphere to penetrate the sheath gas, a mini argon-
hydrogen d i f f u s i o n flame was produced. This was found to be an 
e f f e c t i v e means of atomising the gaseous hydrides, T s u j i i and 
Kuga (157) developed an argon sheathed p y r o l y t i c a l l y coated, 
graphite furnace atomiser for the atomisation of a r s i n e . No 
atomic fluorescence was observed below furnace temperatures of 
1100°C, and therefore the furnace was maintained a t a constant 
temperature of 1200''C. Brown et a l , (58) and D'Ulivo et a l , (67) 
both observed an increase i n s e n s i t i v i t y f o r selenium when they 
allowed the i g n i t i o n of a mini hydrogen d i f f u s i o n flame produced 
from the chemical reagents. As mentioned previously, t h i s 
increase i n s e n s i t i v i t y favours the suggestion that atomisation 
of gaseous hydrides i s caused by c o l l i s i o n with f r e e r a d i c a l s 
within the flcime (84-88). In the absence of these r a d i c a l s f r e e 
atoms are thermally decomposed to polyatomic species such as Sej, 
AS2 and As^ which have no p r a c t i c a l use i n atomic fluorescence. 
Although the atomisation mechanisms for the gaseous hydrides i s 
not f u l l y understood, there are c l e a r l y d i s t i n c t advantages of 
using argon supported flames i n atomic fluorescence spectrometry. 
On the b a s i s of the above considerations, the atom c e l l i n Figure 
5.9 was investigated. This i s an extremely simple design which 
b a s i c a l l y c o n s i s t s of a 10 cm long b o r o s i l i c a t e g l a s s tube. Gases 
leaving the separator (argon, hydrogen and hydrides) are passed 
through the centre of the tube and upon i g n i t i o n a small argon-
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hydrogen d i f f u s i o n flame i s produced. The advantage here of 
using a continuous flow r a t h e r than the batch hydride generation 
process i s that hydrogen i s produced continuously thereby 
permitting a permanent flame. Other workers have only used t h i s 
approach for the batch hydride technique (58,67). Various tube 
diameters were investigated, ranging from (11 mm o.d. x 9 mm 
i.d.) to (5 mm o.d. x 3 mm i . d . ) . The best o p t i c a l arrangement 
for each tube diameter was determined and the a n a l y t i c a l 
performance assessed. These findings are reported i n Table 5.2. 
The optimum c a r r i e r gas flow r a t e was 0.50 1 min'^ for the 
l a r g e s t tube s i z e and 0.28 1 min"^ for the other tube s i z e s . 
Larger tube diameters require higher gas flows, s i n c e at low gas 
flow r a t e s the flame was found to s i t i n s i d e the g l a s s tube. 
However, higher gas flow r a t e s cause a reduction i n s e n s i t i v i t y 
due to atom d i l u t i o n and a decrease i n the residence time of the 
atoms i n the o p t i c a l path. The e f f e c t of c a r r i e r gas flow r a t e 
on peak height i s shown i n Figure 5.10 for a 3 mm i . d . tube s i z e . 
In terms of the a n a l y t i c a l performance, the most s t r i k i n g feature 
with varying tube diameters was the l i m i t of detection. The 
values i n Table 5.2 show that an improvement i n s e n s i t i v i t y was 
observed with decreasing tube diameter. This i s mainly due to 
two f a c t o r s . The f i r s t being that the flame becomes more s t a b l e 
with decreasing tube diameter. Large tube diameters were more 
sus c e p t i b l e to the pulsation from the p e r i s t a l t i c pump of the 
hydride generation system, an e f f e c t which was l e s s prominent 
with smaller tube diameters. The second reason for the 
s e n s i t i v i t y improvement was t h a t the smaller the flame, the 
higher the atom density which allowed the source to e x c i t e atoms 
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11 o.d. X 9 i.d 0.50 6.7 100 
9 o.d. X 7 i.d 0.28 0.94 70 
7 o.d. X 5 i.d 0.28 0.63 80 
5 o.d. X 3 i.d 0.28 0.28 100 
Figure 5.10 - E f f e c t of c a r r i e r gas flow r a t e on a r s e n i c net 








Carrier Gas Flow Rate / 1 min 
1 7 5 
more e f f i c i e n t l y . ' Tube diameters of l e s s than 3 mm i . d . were 
investigated, but i n these cases the flame a c t u a l l y l i f t e d o ff 
the top of the burner, because of the higher gas and burner 
v e l o c i t i e s . 
The upper concentration l i m i t s of the l i n e a r c a l i b r a t i o n range 
for each atom c e l l are a l s o given i n Table 5.2. Concentrations 
exceeding the value shown are s u s c e p t i b l e to s e l f - a b s o r p t i o n and 
t h i s process has been explained i n d e t a i l i n s e c t i o n 4.2.3. With 
an e x c i t a t i o n beam of 6 mm at the centre of the atom c e l l tube, 
ground s t a t e atoms i n the outer portion of the flame are l e s s 
l i k e l y to be excited and may reabsorb fluorescence emission. 
This e f f e c t w i l l be greater with l a r g e r tube s i z e s and therefore 
one would expect s e l f - a b s o r p t i o n to be more prominent. The 
l i n e a r c a l i b r a t i o n range i n each case only spans over 2-3 orders 
of magnitude, which i s poor for atomic fluorescence spectrometry. 
The upper l i m i t of the concentration range cannot be increased 
because of the self-absorption process, however, i t i s envisaged 
that improvements w i l l occur at the lower concentration side of 
the c a l i b r a t i o n . 
The major advantage of t h i s atom c e l l design i s that no 
a d d i t i o n a l supply of hydrogen i s required, which i s extremely 
important i n view of the present s a f e t y r e g u l a t i o n s associated 
with the use of hydrogen c y l i n d e r s . Because the hydrogen i s 
generated chemically from the reagents of the hydride generation 
system, the concentration of the reagents i s extremely important 
and t h i s w i l l therefore be discussed i n s e c t i o n 5.4.10. 
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5.4.1. Non-Dispersive Atomic Fluorescence Spectrometry 
There are b a s i c a l l y two instrumental approaches for atomic 
fluorescence spectrometry, these may be c l a s s i f i e d into 
d i s p e r s i v e and non-dispersive measurement systems. Dispersive 
systems are normally based on modified atomic absorption/emission 
spectrometers and wavelength i s o l a t i o n i s achieved using a 
monochromator. Atomic absorption apparatus u s u a l l y has low l i g h t 
gathering c h a r a c t e r i s t i c s , e s p e c i a l l y i n the f a r UV wavelength 
region. Atomic fluorescence, however, re q u i r e s high l i g h t 
gathering power to be used to the best advantage. In f a c t , no 
monochromation i s required for atomic fluorescence because i t can 
be arranged so that only one fluorescent species i s excited by 
an element s p e c i f i c e x c i t a t i o n source. This i s q u i t e d i f f e r e n t 
to the s i t u a t i o n i n atomic emission where the flame may e x c i t e 
a l l elements i n the a n a l y t i c a l s o l u t i o n simultaneously, i n t h i s 
instance a s i n g l e l i n e must be resolved. In c o n t r a s t , i n atomic 
fluorescence, i t i s p o s s i b l e to use a l l the l i n e s of the element 
i f a l i n e source i s used for e x c i t a t i o n . Summation of these 
fluorescence l i n e s i s p o s s i b l e and therefore non-dispersive 
systems are u s u a l l y more s e n s i t i v e than d i s p e r s i v e systems. They 
are a l s o l e s s complex and do not require the use of an atomic 
absorption/emission spectrometer. A schematic diagram of a non-
d i s p e r s i v e system i s shown i n Figure 2.7. On some occasions i t 
may be advantageous where there i s strong emission from the 
flame, to use a f i l t e r between the atom r e s e r v o i r and the 
detector. The majority of papers on hydride generation - AFS 
have u t i l i s e d non-dispersive measurement systems because of the 
reasons discussed above (59-67). In t h i s study i t was found that 
the introduction of an i n t e r f e r e n c e f i l t e r was required, i n order 
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to 'reduce flame background. Interference f i l t e r s are b a s i c a l l y 
miniature interferometers and therefore i n the s t r i c t e s t sense 
they may be c l a s s i f i e d as a simple d i s p e r s i v e device. 
5.4.2. Instrumentation f o r the F i l t e r System 
A block diagram of the f i l t e r measurement system i s shown i n 
Figure 5.11. I t basical'ly c o n s i s t s of a boosted discharge hollow 
cathode lamp with power supply, an argon-hydrogen d i f f u s i o n flame 
maintained on a - b o r o s i l i c a t e g l a s s tube, a c o l l e c t i o n of lenses, 
a s o l a r - b l i n d photomultiplier tube and an e l e c t r o n i c pre-amp 
readout system. The i n d i v i d u a l constituent u n i t s w i l l now be 
discussed i n more d e t a i l . 
5.4.3. Boosted Discharge Hollow Cathode Lamp f o r the F i l t e r 
System 
The boosted discharge hollow cathode lamp was described i n d e t a i l 
i n s ection 5.3.2. Using the monochromator system the primary 
discharge of the BDHCL. was modulated at 150 Hz, and the boost 
discharge was operated using d i r e c t c u r r e n t . Fluorescence 
emission was then detected and s e l e c t i v e l y a m p l i f i e d using a 
l o c k - i n cimplifier. The f i l t e r system u t i l i s e d a DC p r e - a m p l i f i e r 
(Merlin pre-amp M023P003, P S A n a l y t i c a l , Sevenoaks, UK) so the 
primary discharge was therefore operated i n the DC mode. A f t e r 
long periods of usage running a t high power s e t t i n g s i t was noted 
that the booster supply began to overheat. T h i s eventually 
r e s u l t e d i n e l e c t r o n i c component f a i l u r e . The f a u l t y component 
was replaced s e v e r a l times, but the problem reoccurred- The 
manufacturers, when made aware of t h i s problem, redesigned the 
1 7 8 





















power supply for the BDHCL (Starna Ltd, Essex, UK) and these 
modifications were then evaluated. Figures 5.12 and 5.13 show 
the e f f e c t of boost current on peak height and s i g n a l to 
background r a t i o r e s p e c t i v e l y for primary currents of 25.0, 27.5 
and 30.0 mA. In both cases the maximum fluorescence occurred 
when the primary and boost currents were s e t a t 30 and 35 mA 
r e s p e c t i v e l y . The new power supplies prevented any fur t h e r 
increase i n boost current and therefore higher currents were not 
inve s t i g a t e d , A general improvement i n the s t a b i l i t y of the 
BDHCL was observed with the new power s u p p l i e s . 
5.4,4. Interference F i l t e r 
The i n t e r f e r e n c e f i l t e r (Envin S c i e n t i f i c Ltd, G l o u c e s t e r s h i r e , 
UK) i n v e s t i g a t e d has a peak wavelength of 200 nm and a bandpass 
of + 10 rnn h a l f width. A transmission s p e c t r a of t h i s f i l t e r i s 
shown i n Figure 5.14. This was obtained using a scanning UV-vis 
spectrometer (LanUDda 7, Perkin Elmer, Buckinghamshire, UK) by 
mounting the f i l t e r i n the o p t i c a l beam. In se c t i o n 5,3.3 the 
e f f e c t of wavelength on atomic fluorescence was discussed. The 
majority of the fluorescence was obtained a t the three resonance 
l i n e s , 189.04, 193.76 and 197.26 nm. The i n t e r f e r e n c e f i l t e r has 
r e l a t i v e l y low transmission at these wavelengths and t h i s w i l l 
a f f e c t the performance of the system. The f i l t e r used i s of the 
Fabry-Perot type and c o n s i s t s of an extremely t h i n l a y e r of 
d i e l e c t r i c m a t e r i a l sandwiched between s e m i - r e f l e c t i n g m e t a l l i c 
f i l m s . This can be manufactured by p r e c i s e deposition under 
vacuum. The process of wavelength i s o l a t i o n i s shown i n Figure 
5.15. For the purpose of i l l u s t r a t i o n angular incidence i s 
shown, but normal incidence i s u s u a l l y used. For transmission 
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Figure 5.12 - E f f e c t of boost current on net s i g n a l for a r s e n i c 
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Figure 5.13 - E f f e c t of boost current on s i g n a l to background 
r a t i o for a r s e n i c using the f i l t e r measurement 
system 
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Figure 5.14 - Transmission spectra of the 200 nm i n t e r f e r e n c e 
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Figure 5.15 - Multiple r e f l e c t e d ray i n an i n t e r f e r e n c e f i l t e r 
Incident Ray 
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to occur there must be c o n s t r u c t i v e i n t e r f e r e n c e , t h i s occurs 
when the path d i f f e r e n c e between rays i s one wavelength or a 
multiple thereof. The expression for the wavelength at which 
f u l l reinforcement w i l l occur i s 
2d = mk 
n 
where d i s the thickness of the d i e l e c t r i c l a y e r , n i s i t s 
r e f r a c t i v e index a t wavelength X (vacuum) and m i s the order 
(m=l,2,3...), a f a c t o r that allows for path lengths that are a 
multiple of the wavelength. For instance, reinforcement w i l l 
occur when aa' + a'b i s e x a c t l y one wavelength i n the medium 
(A./n), or a multiple. P a r t i a l reinforcement may occur for other 
path d i s t a n c e s , and therefore the f i l t e r a c t u a l l y transmits a 
band. Wavelength that are one h a l f 2d, one t h i r d 2d and so on 
w i l l a l s o c o n s t r u c t i v e l y i n t e r f e r e and be transmitted as higher 
orders. Second and t h i r d order bands are narrower and most 
in t e r f e r e n c e f i l t e r s are arranged to transmit one of these. 
Bordering transmission bands may be blocked with a d d i t i o n a l 
f i l t e r s or coatings. 
The transmission spectra shown i n Figure 5.14 i s r a t h e r 
confusing, s i n c e s e v e r a l transmission bands were observed. One 
might assume that the 200 nm transmission band represents the 
t h i r d order. This would require f i r s t and second orders at 
wavelengths of 600 and 300 nm r e s p e c t i v e l y . Ignoring the e f f e c t 
of wavelength on r e f r a c t i v e index, transmission was observed i n 
these wavelength regions. However, on c l o s e r i n v e s t i g a t i o n of 
the spectra, a transmission band was observed at 390 nm (approx. 
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400 nm) which would not represent an order i n the above case. 
A l t e r n a t i v e l y , the transmission around the 400 nm region might 
be f i r s t order transmission, making the second order occurring 
at 200 nm. A f i r s t order transmission of 1200 nm would enable 
a l l transmission bands to be accounted for, the 200 nm band i n 
t h i s case would be the s i x t h order. The f i f t h order would occur 
at 240 nm and t h i s i s not observed on the transmission s p e c t r a . 
I t was therefore impossible to p r e d i c t the order at 200 nm with 
the data a v a i l a b l e . The transmissions occurring a t higher 
wavelengths have obviously been blocked o ff and the bands 
observed are therefore leakages. Radiation deviating from normal 
incidence w i l l cause the transmission band to be s h i f t e d toward 
shorter wavelengths, however, t h i s causes a reduction i n 
transmission. 
5.4.5. S o l a r - B l i n d Photomultiplier Tube 
A s o l a r - b l i n d photomultiplier tube (R166, Hamamatsu, Middlesex, 
UK) was chosen because of i t s high r a d i a n t s e n s i t i v i t y i n the f a r 
XJV region. A s p e c t r a l response curve f or the s o l a r - b l i n d PMT 
(163) i s shown i n Figure 5.16- I t was s e n s i t i v e i n the range 
from 160 nm to 320 nm. The e f f e c t of a m p l i f i e r gain on PMT 
response was inve s t i g a t e d for various instrumental conditions 
(Figure 5.17), When the PMT was exposed to the ambient l i g h t 
(curve A) the readout of the detector system was o f f s c a l e (2049) 
before a gain of 10 was reached. C l e a r l y showing t h a t the PMT 
i s responsive to ambient l i g h t . I n complete darkness, only a 
small response was obtained, even a t a maximum gain of 10,000 
(curve B). Curve (C) corresponds to the t o t a l background ( i . e . 
lamp on and flame on) without the use of a f i l t e r , with the PMT 
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Figure 5.16 - Spectral response for the s o l a r - b l i n d 
photomultiplier tube (reference 163) 
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Figure 5.17 - E f f e c t of a m p l i f i e r gain on the s o l a r - b l i n d 


















Amplifier Gain Setting 
A - Ambient light without interference filter 
B - Complete Darkness 
C - Flame and lamp on without interference filter 
D - Ambient light with interference filter 
E - Lamp on with interference filter 
F - Flame and lamp on with interference filter 
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p r o t e c t e d from ambient l i g h t . A g a i n s e t t i n g o f s l i g h t l y l e s s 
than 100 was r e q u i r e d t o make the readout o f f s c a l e . The 
i n t r o d u c t i o n of the i n t e r f e r e n c e f i l t e r reduced t h e background 
c o n s i d e r a b l y , a l l o w i n g f u l l usage of the a m p l i f i e r g a i n s e t t i n g s 
( c u r v e s D, E and F ) . I n summary, the s o l a r - b l i n d PMT has t o be 
main t a i n e d i n dark c o n d i t i o n s because i t has a r e s p o n s e to 
ambient l i g h t . The use of an i n t e r f e r e n c e f i l t e r c o n s i d e r a b l y 
reduced t he background t h e r e b y a l l o w i n g f u l l usage of the 
a m p l i f i e r g a i n s e t t i n g s . These v a l u e s were o b t a i n e d w i t h a 
p h o t o m u l t i p l i e r v o l t a g e of 500 v o l t s . 
5.4.6. O p t i c a l C o n f i g u r a t i o n of t h e F i l t e r System 
Three o p t i c a l c o n f i g u r a t i o n s have been i n v e s t i g a t e d . The major 
d i f f e r e n c e s t o the system d e s c r i b e d i n s e c t i o n s 5.3.1 to 5.3.5 
were t h a t t h e monochromator was r e p l a c e d by an i n t e r f e r e n c e 
f i l t e r and the f l u o r e s c e n c e was d e t e c t e d u s i n g a s o l a r - b l i n d 
p h o t o m u l t i p l i e r tube. 
The f i r s t o p t i c a l c o n f i g u r a t i o n e s s e n t i a l l y has no c o l l e c t i o n 
o p t i c s , t h e r e f o r e the d i s t a n c e between the atom c e l l and the 
s o l a r - b l i n d PMT was c r i t i c a l . The e f f e c t of t h i s d i s t a n c e on net 
s i g n a l w i t h and wi t h o u t t h e use of an i n t e r f e r e n c e f i l t e r i s 
shown i n F i g u r e 5.18. The maximum f l u o r e s c e n c e o c c u r r e d when the 
atom c e l l was p o s i t i o n e d a s c l o s e t o the PMT as p o s s i b l e . T h i s 
was e x p ected, s i n c e the e m i t t e d f l u o r e s c e n c e w i l l be absorbed 
s t r o n g l y i n the ambient a i r and d e c r e a s i n g t h i s d i s t a n c e 
i n c r e a s e d t h e s o l i d angle between the atom c e l l and t h e PMT. 
However, i f one now c o n s i d e r s t h e e f f e c t of t h i s d i s t a n c e on the 
l i m i t of d e t e c t i o n , a d i f f e r e n t r e s u l t i s o b t a i n e d . F i g u r e 5.19. 
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F i g u r e 5.18 E f f e c t of d i s t a n c e between atom 
p h o t o m u l t i p l i e r tube on n e t s i g n a l 
( c o n f i g u r a t i o n 1) 
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F i g u r e 5.19 - E f f e c t of d i s t a n c e between atom c e l l and 
p h o t o m u l t i p l i e r tube on l i m i t o f d e t e c t i o n 
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Without the use of the f i l t e r , g r e a t e r s e n s i t i v i t y was o b t a i n e d 
when the atom c e l l to PMT d i s t a n c e was l a r g e , t h i s i s because i n 
t h i s s i t u a t i o n the t o t a l s i g n a l was h i g h l y dependent on the n o i s e 
and background e m i s s i o n of the hydrogen d i f f u s i o n flame. I n 
f a c t , t he s o l a r - b l i n d PMT was s e n s i t i v e up t o 320 nm and 
t h e r e f o r e observed the OH e m i s s i o n s between 305 and 320 nm. An 
e m i s s i o n s p e c t r a of the flame i n t h i s wavelength r e g i o n i s shown 
i n F i g u r e 5.20. No o t h e r e m i s s i o n s were observed below t h i s 
r e g i o n . A s e n s i t i v i t y improvement was o b t a i n e d by u s i n g the 
i n t e r f e r e n c e f i l t e r and t h e b e s t l i m i t of d e t e c t i o n was o b t a i n e d 
when the d i s t a n c e between the atom c e l l and t h e s o l a r - b l i n d PMT 
was minimal. A l l f u r t h e r experiments i n v o l v e d t h e use of an 
i n t e r f e r e n c e f i l t e r . 
The second o p t i c a l c o n f i g u r a t i o n i n t r o d u c e d a b i c o n v e x l e n s (25 
mm o.d. X 25 mm f o c a l l e n g t h ) which was p o s i t i o n e d between the 
atom c e l l and the PMT. T h i s i n c r e a s e d the n e t s i g n a l by 
a p p r o x i m a t e l y 3-4 t i m e s . The l i m i t of d e t e c t i o n was reduced from 
1.4 \xq 1"^  to 0.58 ng 1"^  a r s e n i c . The t h i r d c o n f i g u r a t i o n was 
designed to reduce s p h e r i c a l a b b e r a t i o n s from t h e e n t r a n c e 
o p t i c s . With t h i s arrangement a l i m i t of d e t e c t i o n of 0.41 ng 
1"^  a r s e n i c was o b t a i n e d . Although t h i s new arrangement d i d not 
have a n o t i c e a b l e e f f e c t on s e n s i t i v i t y , t h e o p t i c a l arrangement 
was improved c o n s i d e r a b l y . 
5.4.7. The Reduction of Flame Noise 
Noise may be d e f i n e d a s any u n d e s i r a b l e f l u c t u a t i o n i n the 
readout s i g n a l of an i n s t r u m e n t a l system such as d r i f t and random 
s i g n a l s . The components t h a t c o n s t i t u t e the t o t a l n o i s e of the 
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F i g u r e 5 .20 - E m i s s i o n s p e c t r a of the hydrogen d i f f u s i o n flame 
between 295 and 330 nm 
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readout can be d i v i d e d i n t o four main c a t e g o r i e s . These i n c l u d e 
source n o i s e , flame n o i s e , d e t e c t o r n o i s e and a m p l i f i e r r e a d o u t 
n o i s e . The l a t t e r two components a r e b a s i c a l l y d a r k c u r r e n t 
s h o r t n o i s e from t h e s o l a r - b l i n d p h o t o m u l t i p l i e r tube and 
e l e c t r o n i c n o i s e from the components of t h e a m p l i f i e r . The n o i s e 
from t h e s e components was found t o be n e g l i g i b l e . Source n o i s e 
from the BDHCL i s dependent on the s t a b i l i t y of the power 
s u p p l i e s and t h e age of the lamp and i s u s u a l l y of low f r e q u e n c y . 
Provided t h e BDHCL had s u f f i c i e n t warm up t i m e (approx. 30 mins) 
the s o u r c e n o i s e was a l s o found t o be n e g l i g i b l e . The major 
c o n t r i b u t i o n t o t h e t o t a l n o i s e of the system was due to t h e 
flame. T h i s was dependent on the type of flame and burner, t h e 
s p e c t r a l r e g i o n observed and the p o s i t i o n of the flame observed. 
The p o s i t i o n of t h e flame observed was unimportant i n t h i s c a s e 
s i n c e a t o t a l i n v e r t e d image was f o c u s e d on t h e PMT window. The 
main f a c t o r c a u s i n g flame n o i s e was t h e p u l s a t i o n from the 
p e r i s t a l t i c pump of the h y d r i d e g e n e r a t i o n system and the 
d e l i v e r y of the gaseous products t o t h e atom c e l l . The argon-
hydrogen d i f f u s i o n flame i s r e l a t i v e l y a low energy system and 
t h e r e f o r e no e m i s s i o n s o c c u r below 300 nm. U n f o r t u n a t e l y , t h e 
s o l a r - b l i n d p h o t o m u l t i p l i e r tube i s s e n s i t i v e up t o 320 nm and 
d e t e c t s the i n t e n s e OH e m i s s i o n s between 305 and 320 nm. 
Furthermore, the i n t e r f e r e n c e f i l t e r has a s m a l l t r a n s m i s s i o n 
band i n t h i s wavelength r e g i o n and t h e r e f o r e the flame n o i s e 
observed was m o s t l y due to t h e s e e m i s s i o n s . C a r r i e r gas flow and 
l i q u i d f lows were o p t i m i s e d to minimise t h e c o n t r i b u t i o n to t h e 
n o i s e . 
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5.4.8. E l e c t r o n i c Readout f o r the Atomic F l u o r e s c e n c e 
Spectrometer 
Two e l e c t r o n i c readout systems have been i n v e s t i g a t e d . One of 
which u t i l i s e d t h e DC e l e c t r o n i c s of t h e mercury atomic 
f l u o r e s c e n c e s pectrometer ( M e r l i n pre-amp M023P003, 
P S A n a l y t i c a l L t d , Sevenoaks, UK) and t h e o t h e r u t i l i s e d a l o c k -
i n a m p l i f i e r t o s e l e c t i v e l y a m p l i f y f l u o r e s c e n c e s i g n a l s a f t e r 
modulation of t h e s o u r c e u s i n g a m e c h a n i c a l chopper. The former 
approach was c o n v e n i e n t s i n c e i t i s a proven, t e s t e d and r e l i a b l e 
a m p l i f i c a t i o n readout system and t h e BDHCL c o u l d be used i n t h e 
DC mode, which kept the power supply t o a minimum c o s t . However, 
i t i s w e l l known t h a t DC a m p l i f i c a t i o n systems cannot d i s t i n g u i s h 
between thermal and o p t i c a l l y e x c i t e d r a d i a t i o n , and t h e r e f o r e 
the measurements o b t a i n e d a r e a s s o c i a t e d w i t h t h e t o t a l n o i s e of 
the system. T h i s can be overcome u s i n g a phase s e n s i t i v e 
a m p l i f i e r which demodulates an a . c . coupled i n p u t s i g n a l v i a a 
s w i t c h t h a t i s o p e r a t e d i n p r e c i s e s y n c h r o n i s a t i o n w i t h the phase 
and frequency of the p e r i o d i c f l u o r e s c e n c e s i g n a l . The BDHCL i n 
t h i s i n s t a n c e was modulated u s i n g a m e c h a n i c a l chopper ( r o t a t i n g 
s e c t o r ) . Although h i g h l y e f f e c t i v e i n p r o d u c i n g an ON/OFF 
p u l s a t i o n of t h e s o u r c e , the chopper reduced the l i g h t i n t e n s i t y 
from the i n c i d e n t beam. By p l a c i n g a m i n i a t u r e l i g h t bulb and 
p h o t o c e l l on o p p o s i t e s i d e s of the chopper b l a d e a r e f e r e n c e 
waveform was produced which was then u t i l i s e d a s a feedback t o 
the a m p l i f i e r . T h i s ensured t h a t a l l f r e q u e n c i e s o t h e r than t h a t 
of the r e f e r e n c e were r e j e c t e d . Thus, by u s i n g a phase s e n s i t i v e 
l o c k - i n a m p l i f i e r i t was p o s s i b l e t o r e j e c t any components of t h e 
f i n a l s i g n a l t h a t were not e x a c t l y i n phase w i t h t h e o r i g i n a l 
waveform of the modulated BDHCL. As a r e s u l t the s i g n a l to n o i s e 
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r a t i o was f u r t h e r improved. 
The e f f e c t of modulation was i n v e s t i g a t e d u s i n g a r o t a t i n g 
s e c t o r . The o n l y a v a i l a b l e p o s i t i o n t o mount the r o t a t i n g s e c t o r 
was about 25 mm from t he flame. I n t h i s p o s i t i o n a t h i g h 
f r e q u e n c i e s t h e s e c t o r caused flame t u r b u l e n c e which i n f a c t drew 
the flame towards the s e c t o r . T h i s was d e t r i m e n t a l to t h e 
b e n e f i t s o b t a i n a b l e u s i n g modulation and no improvement i n s i g n a l 
to n o i s e r a t i o was observed. Furthermore, t h e l o c k - i n a m p l i f i e r 
system s e l e c t i v e l y i n c r e a s e d t h e background due t o lamp s c a t t e r 
o f f t h e top of the tube and f l u o r e s c e n c e due t o impure r e a g e n t s . 
T h i s r e s u l t e d i n an e l e v a t e d background which was u n f a v o u r a b l e 
i n terms of a n a l y t i c a l performance. The e x i s t i n g DC p r e a m p l i f i e r 
and readout system was t h e r e f o r e adopted f o r f u t u r e work. 
5.4.9. Reduction of Background f o r the F i l t e r System 
One of the problems a s s o c i a t e d w i t h t h e atomic f l u o r e s c e n c e 
t e c h n i q u e i s t h a t the performance i s r e l a t e d to t h e background 
r a d i a t i o n . The components which c o n s t i t u t e d t h e t o t a l background 
s i g n a l were ambient l i g h t , e m i s s i o n from t h e flame, f l u o r e s c e n c e 
from t h e re a g e n t s and lamp s c a t t e r . The components may be e a s i l y 
determined. Ambient l i g h t i s b a s i c a l l y t h e dark c u r r e n t and was 
measured when both flame and lamp a r e o f f . T h i s c o n t r i b u t i o n was 
u s u a l l y n e g l i g i b l e and must be s u b t r a c t e d from t he o t h e r 
background components. Background r a d i a t i o n from t h e flame was 
due to the OH e m i s s i o n s between 305 and 320 nm and was measured 
when t h e lamp was o f f . The lamp had a r e l a t i v e l y h i g h background 
c o n t r i b u t i o n s i n c e the i n t e r f e r e n c e f i l t e r used has a s m a l l 
t r a n s m i s s i o n band i n the e m i s s i o n r e g i o n and the s o l a r - b l i n d PMT 
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has a s p e c t r a l response a t t h i s wavelength. The background due 
to lamp s c a t t e r was the most prominent c o n t r i b u t i o n and was 
obta i n e d when the flame was e x t i n g u i s h e d . When t h e leimp and 
flame were both on the t o t a l background r a d i a n c e was obt a i n e d . 
By s u b t r a c t i n g the t h r e e background components (fl a m e e m i s s i o n , 
ambient and lamp s c a t t e r ) from t h i s v a l u e t h e d i f f e r e n c e was due 
to the atomic f l u o r e s c e n c e of t h e r e a g e n t s . The most u s e f u l 
method t o a s c e r t a i n the v a r i o u s background c o n t r i b u t i o n s i s by 
us i n g background e q u i v a l e n t c o n c e n t r a t i o n s (BECs) and t y p i c a l 
v a l u e s f o r a r s e n i c a r e g i v e n i n T a b l e 5.3. 
Tab l e 5.3 Background e q u i v a l e n t c o n c e n t r a t i o n s of t h e components 
which c o n s t i t u t e t h e t o t a l background r a d i a t i o n f o r 
a r s e n i c 
BACKGROUND COMPONENT BACKGROUND EQUIVALENT CONCENTRATION 
(ng 1"') 
Ambient L i g h t 0 .4 
Flame E m i s s i o n 4.2 
Lamp S c a t t e r 20.0 
F l u o r e s c e n c e from Reagents 2.0 
T o t a l Background 26.6 
The ambient l i g h t c o n t r i b u t i o n was n e g l i g i b l e and would be 
d i f f i c u l t t o d e c r e a s e f u r t h e r . Background due t o flame e m i s s i o n 
was dependent on flame s i z e ( s e c t i o n 5.4.10) and the e f f i c i e n c y 
of i s o l a t i n g t h i s wavelength r e g i o n w i t h the i n t e r f e r e n c e f i l t e r . 
The f l u o r e s c e n c e background due t o the r e a g e n t s can be improved 
u s i n g p u r e r r e a g e n t s c o n t a i n i n g s m a l l e r q u a n t i t i e s of the 
a n a l y t e . These a r e a v a i l a b l e but the e x t r a c o s t cannot always 
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be j u s t i f i e d . 
Of a l l t h e d i f f e r e n t background components the major c o n t r i b u t i o n 
was due t o s c a t t e r . A d e v i c e was developed i n c o n j u n c t i o n w i t h 
P S A n a l y t i c a l L t d (Sevenoaks, UK) to minimise t h i s s c a t t e r 
l e v e l . The d e v i c e was found to reduce the background due t o lamp 
s c a t t e r by approximately f i v e t i m e s , c a u s i n g a t o t a l f a l l i n 
background by a f a c t o r of t h r e e . T a b l e 5.4 shows t h e t y p i c a l 
r e d u c t i o n i n background c o n t r i b u t i o n u s i n g t h i s d e v i c e . 
T a b l e 5.4 Background e q u i v a l e n t c o n c e n t r a t i o n s of t h e components 
which c o n s t i t u t e t h e t o t a l background r a d i a t i o n f o r 
a r s e n i c u s i n g a s c a t t e r d e v i c e 
BACKGROUND COMPONENT BACKGROUND EQUIVALENT CONCENTRATION 
(^g 
Ambient L i g h t 0.39 
Flame E m i s s i o n 2.78 
Lamp S c a t t e r 4.26 
F l u o r e s c e n c e from Reagents 1.93 
T o t a l Background 9.36 
5.4.10. Chemical O p t i m i s a t i o n of Continuous Flow Hydride 
G e n e r a t i o n f o r A r s e n i c 
With any h y d r i d e g e n e r a t i o n system whether i t be batc h o r 
continuous flow, the c o n c e n t r a t i o n of the r e a g e n t s and the 
ch e m i c a l n a t u r e of the samples have a profound e f f e c t on the 
a n a l y t i c a l performance of the i n s t r u m e n t . T h i s i s e s p e c i a l l y 
t r u e f o r t h i s system, s i n c e t h e f u n c t i o n of the r e a g e n t s i s two 
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f o l d . F i r s t l y they must g e n e r a t e a s u f f i c i e n t q u a n t i t y of 
hydrogen so t h a t a flame can be m a i n t a i n e d and s e c o n d l y t h e y must 
a l s o g e n e r a t e the h y d r i d e s p e c i e s . The continuous f l o w h y d r i d e 
g e n e r a t i o n system used i n t h i s s t u d y was d e s c r i b e d i n d e t a i l i n 
s e c t i o n s 2.1.1 and 3.2.1. The h y d r i d e g e n e r a t o r was coupled to 
the d e t e c t o r u s i n g a N a f i o n h y g r o s c o p i c membrane d r y e r tube to 
reduce m o i s t u r e c a r r y - o v e r r e a c h i n g the atom c e l l ( s e e s e c t i o n 
4.4.1). 
The e f f e c t of sodium t e t r a h y d r o b o r a t e and h y d r o c h l o r i c a c i d 
c o n c e n t r a t i o n s was i n v e s t i g a t e d . Three c r i t e r i a o f m e r i t were 
examined i n c l u d i n g net s i g n a l , s i g n a l t o background and s i g n a l 
to n o i s e r a t i o s . 
The e f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on n e t s i g n a l a t 
sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n s r a n g i n g from 1 t o 2.5 m/V 
i n 0.1 mol 1"^  sodium hydroxide i s shown i n F i g u r e 5.21. I t 
would appear t h a t a t low r e d u c t a n t c o n c e n t r a t i o n s t h e v a r i a t i o n 
i n s i g n a l w i t h a c i d c o n c e n t r a t i o n i s n e g l i g i b l e - The minimum net 
s i g n a l was o b t a i n e d a t a r e d u c t a n t c o n c e n t r a t i o n of 1% m/V, the 
flame i n t h i s i n s t a n c e b e i n g r e l a t i v e l y s m a l l and r a t h e r 
u n s t a b l e . An i n c r e a s e i n net s i g n a l was observed w i t h h i g h e r 
r e d u c t a n t c o n c e n t r a t i o n s . The maximum net s i g n a l was o b t a i n e d 
w i t h a sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n of 2.5% m/V and a 
h y d r o c h l o r i c a c i d c o n c e n t r a t i o n of 3 mol 1'^. A t o t a l l y 
d i f f e r e n t optimum was o b t a i n e d when the c r i t e r i a o f m e r i t was 
s i g n a l t o background r a t i o . F i g u r e 5.22. T h i s s t r i k i n g 
d i f f e r e n c e i s e x p l a i n e d i f one c o n s i d e r s the s i z e o f the flame. 
At low a c i d and r e d u c t a n t c o n c e n t r a t i o n s t h e flame i s s m a l l and 
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F i g u r e 5.21 - E f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on net 
s i g n a l f o r a r s e n i c a t v a r i o u s r e d u c t a n t 
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F i g u r e 5.22 E f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on 
s i g n a l t o background r a t i o f o r a r s e n i c a t v a r i o u s 
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t h e r e f o r e the background e m i s s i o n from t h e flame w i l l be minimal. 
I n t h i s i n s t a n c e t h e s i g n a l to background r a t i o w i l l be l a r g e . 
I n c o n t r a s t , a t h i g h a c i d and r e d u c t a n t c o n c e n t r a t i o n s t h e flame 
i s l a r g e r and w i l l t h e r e f o r e p o s s e s s a h i g h e r background. I n 
t h i s c a s e t h e s i g n a l to background r a t i o w i l l be s m a l l . i t 
t h e r e f o r e f o l l o w s t h a t t h e r e i s a d i r e c t c o r r e l a t i o n between t h e 
s i z e of the flame and the s i g n a l t o background r a t i o . U s i n g a 
c r i t e r i a of m e r i t of s i g n a l to n o i s e r a t i o the optimum became 
more c l e a r l y d e f i n e d and t h i s i s shown i n F i g u r e 5.23. The 
r e s u l t s here show t h a t the optimum s i g n a l t o n o i s e r a t i o o c c u r r e d 
a t a r e d u c t a n t c o n c e n t r a t i o n between 1.5 and 2.0% m/V and an a c i d 
c o n c e n t r a t i o n between 3 and 5 mol 1"^. 
I f one c o n s i d e r s t h e optima o b t a i n e d f o r a l l t h r e e c r i t e r i a of 
m e r i t , then i t would appear t h a t t he optimum sodium 
t e t r a h y d r o b o r a t e c o n c e n t r a t i o n i s 1.5% m/V and the h y d r o c h l o r i c 
a c i d c o n c e n t r a t i o n i s 3 mol 1"^. Sodium t e t r a h y d r o b o r a t e 
c o n c e n t r a t i o n s below 1.0% m/V d i d not produce a u s a b l e hydrogen 
d i f f u s i o n flame. The a c i d c o n c e n t r a t i o n must be above 3 mol 1"\ 
s i n c e a t lower c o n c e n t r a t i o n s i n t e r f e r e n c e from t r a n s i t i o n m e t a l s 
(e.g. Ni) may become prominent ( 7 1 - 7 4 ) . 
5.4.11. A n a l y t i c a l Performance of t h e F i l t e r System f o r 
A r s e n i c 
The a n a l y t i c a l performance of t h e h y d r i d e g e n e r a t i o n atomic 
f l u o r e s c e n c e s p e c t r o m e t e r can be c h a r a c t e r i s e d by t h e l i m i t of 
d e t e c t i o n , l i n e a r dynamic range, p r e c i s i o n and a c c u r a c y of 
measurements. 
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F i g u r e 5.23 - E f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on 
s i g n a l t o n o i s e r a t i o f o r a r s e n i c a t v a r i o u s 
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The l i m i t of d e t e c t i o n f o r a r s e n i c as d e f i n e d i n s e c t i o n 3.2.2 
was 100 ng 1'^. T h i s was dependent on a v a r i e t y of parameters, 
such as r e a g e n t p u r i t y , t r a n s m i s s i o n c h a r a c t e r i s t i c s of the 
i n t e r f e r e n c e f i l t e r , i n t e n s i t y of the s o u r c e , o p t i c a l d e s i g n and 
the c h e m i s t r y of the system. The main f a c t o r p r e s e n t l y 
i n f l u e n c i n g t h e performance i n terms of s e n s i t i v i t y i s the low 
t r a n s m i s s i o n of the i n t e r f e r e n c e f i l t e r a t the t h r e e resonance 
l i n e s (189.04, 193.76 and 197.26 nm) . A f i l t e r w i t h a h i g h e r 
t r a n s m i s s i o n o v e r t h e s e wavelengths w i l l undoubtedly improve the 
s e n s i t i v i t y because of h i g h e r s i g n a l throughput. 
The upper l i m i t of the l i n e a r c a l i b r a t i o n range was 100 \ig 1"* 
u s i n g the continuous flow approach. C o n c e n t r a t i o n s exceeding 
t h i s v a l u e were s u s c e p t i b l e t o s e l f - a b s o r p t i o n and t h i s p r o c e s s 
was e x p l a i n e d i n d e t a i l i n s e c t i o n 4.2.3. C a r r y - o v e r between 
samples w i t h h i g h c o n c e n t r a t i o n s was n e g l i g i b l e , s i n c e the atom 
c e l l has a s m a l l volume and the a n a l y t e was r a p i d l y removed. The 
l i n e a r c a l i b r a t i o n range t h e r e f o r e spanned over t h r e e o r d e r s of 
magnitude, which was not as good as one would e x p e c t f o r an 
atomic f l u o r e s c e n c e technique, but was b e t t e r than the 
c o r r e s p o n d i n g atomic a b s o r p t i o n method. The upper c o n c e n t r a t i o n 
l i m i t of the c a l i b r a t i o n range may be i n c r e a s e d w i t h the use of 
flow i n j e c t i o n a n a l y s i s and t h i s p rocedure was d e s c r i b e d i n 
s e c t i o n 4.3.1. T h i s approach i n c r e a s e d t h e upper l i m i t of the 
l i n e a r c a l i b r a t i o n range t o 1000 [ig 1"^  u s i n g a sample volume of 
100 \xl. A t y p i c a l c a l i b r a t i o n c u r v e from 0 t o 10 \ig 1'^ i s shown 
i n F i g u r e 5.24. F i g u r e 5.25 shows a t y p i c a l r e s p o n s e f o r a 2 \xg 
1"^  a r s e n i c s o l u t i o n . 
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The p r e c i s i o n of the t e c h n i q u e has been examined and t h e r e l a t i v e 
s t a n d a r d d e v i a t i o n s a t v a r i o u s c o n c e n t r a t i o n s a r e shown i n T a b l e 
5.5. These were o b t a i n e d by t a k i n g e i g h t c o n s e c u t i v e r e a d i n g s 
d u r i n g t he a n a l y s i s c y c l e of t h e h y d r i d e g e n e r a t i o n system. 
T a b l e 5.5 P r e c i s i o n of the f i l t e r measurement system f o r a r s e n i c 
C o n c e n t r a t i o n Output R e l a t i v e S t a n d a r d 
{\ig 1"^) (Peak H e i g h t ) D e v i a t i o n % (n=8)^°* 
2 36.5 2.6 
4 73.0 0.9 
10 180.5 0.5 
( a ) where n = number of measurements 
To a s s e s s t he a c c u r a c y of the t e c h n i q u e a s i m u l a t e d c e r t i f i e d 
water r e f e r e n c e m a t e r i a l (IAEA/W-4) was a n a l y s e d f o r a r s e n i c -
P r i o r t o a n a l y s i s , a r s e n i c (V) was reduced t o a r s e n i c ( I I I ) u s i n g 
a c i d i f i e d potassium i o d i d e s o l u t i o n ( 1 % m/V). The r e s u l t s , a l o n g 
w i t h t he c e r t i f i e d v a l u e a r e g i v e n i n T a b l e 5.6. The r e s u l t 
o b t a i n e d u s i n g the monochromator system i s a l s o g i v e n . 
T a b l e 5.6 D e t e r m i n a t i o n of a r s e n i c i n c e r t i f i e d w a t e r r e f e r e n c e 
m a t e r i a l (IAEA/W-4) u s i n g both measurement systems 
Atomic F l u o r e s c e n c e C e r t i f i e d V a l u e V a l u e Obtained 
Measurement System (jig 1") (jig 1 "^) 
I n t e r f e r e n c e F i l t e r 2 5 . 0 + 1 . 2 5 2 5 . 3 + 2 . 0 0 
Monochromator 2 5 . 0 + 1 . 2 5 2 4 . 5 + 0 . 7 0 
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The d a t a shown i n T a b l e s 5.5 and 5.6 i l l u s t r a t e t h a t the 
t e c h n i q u e i s both a c c u r a t e and p r e c i s e . 
5.5.1. Determination of Selenium u s i n g Hydride G e n e r a t i o n Atomic 
F l u o r e s c e n c e Spectrometry 
The s u i t a b i l i t y of n o n - d i s p e r s i v e atomic f l u o r e s c e n c e 
s p e c t r o m e t r y f o r simultaneous m u l t i - e l e m e n t a n a l y s i s has been 
d e s c r i b e d ( 6 6 ) . I n comparison t o o t h e r m u l t i - e l e m e n t t e c h n i q u e s 
the apparatus r e q u i r e d f o r n o n - d i s p e r s i v e atomic f l u o r e s c e n c e 
s p e c t r o m e t r y i s r e l a t i v e l y s i m p l e , r e q u i r i n g o n l y a s i n g l e 
p h o t o d e t e c t o r used i n c o n j u n c t i o n w i t h a s i n g l e o p t i c a l system 
and a bank of s u i t a b l y d i s p o s e d narrow l i n e s o u r c e s of high 
i n t e n s i t y . Although the system developed above was u n s u i t a b l e 
f o r simultaneous m u l t i - e l e m e n t d e t e r m i n a t i o n s , the c a p a b i l i t y of 
the d e t e c t o r f o r the d e t e r m i n a t i o n of the o t h e r h y d r i d e forming 
elements was soon r e a l i s e d . I n f a c t , t he o n l y a l t e r a t i o n t h a t 
was r e q u i r e d was the replacement of the BDHCL t o t h e element 
r e q u i r e d . The d e s i g n was such t h a t the lamp ho u s i n g was e a s i l y 
a c c e s s i b l e and lamps a r e i n t e r c h a n g e a b l e . I n some c a s e s the 
c h e m i s t r y of the h y d r i d e g e n e r a t i o n system might have t o be 
c o n s i d e r e d and i n o r d e r to o b t a i n the b e s t s e n s i t i v i t y t he 
i n t e r f e r e n c e f i l t e r may need to be r e p l a c e d w i t h one c l o s e r t o 
the main f l u o r e s c e n c e l i n e s of a p a r t i c u l a r element. The system 
was t h e r e f o r e a s s e s s e d f o r s e l e n i u m . The o p t i c a l c o n f i g u r a t i o n 
was i d e n t i c a l to t h a t of a r s e n i c , the d i f f e r e n c e i n the system 
being the o p e r a t i n g c o n d i t i o n s of the BDHCL and the c h e m i s t r y of 
the h y d r i d e g e n e r a t i o n . 
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5.5.2. O p t i m i s a t i o n of the Boosted D i s c h a r g e Hollow Cathode Lamp 
f o r Selenium 
Using t h e new power s u p p l i e s t h e BDHCL was o p t i m i s e d f o r boost 
d i s c h a r g e and primary c u r r e n t i n o r d e r t o o b t a i n maximum 
r a d i a n c e . T h i s should c o i n c i d e w i t h t h e maximum f l u o r e s c e n c e , 
so t h e r e f o r e the atomic f l u o r e s c e n c e was u t i l i s e d a s a c r i t e r i a 
of m e r i t r a t h e r than d i r e c t i n t e n s i t y measurements. The e f f e c t 
of boost c u r r e n t on peak h e i g h t and s i g n a l t o background r a t i o 
f o r p r i m a r y c u r r e n t s of 20.0, 22.5 and 25 mA a r e shown i n F i g u r e 
5.26 and 5.27 r e s p e c t i v e l y . The maximum n e t s i g n a l and s i g n a l 
to background r a t i o o c c u r s when the primary and bo o s t c u r r e n t s 
a r e both s e t to 25 mA. These a r e t h e maximum recommended c u r r e n t 
s e t t i n g s f o r the selen i u m BDHCL and t h e r e f o r e h i g h e r c u r r e n t 
s e t t i n g s were not i n v e s t i g a t e d . 
5.5.3. Chemical O p t i m i s a t i o n of Continuous Flow Hydride 
G e n e r a t i o n f o r Selenium 
The e f f e c t of sodium t e t r a h y d r o b o r a t e and h y d r o c h l o r i c a c i d 
c o n c e n t r a t i o n s was i n v e s t i g a t e d f o r sele n i u m . Three c r i t e r i a of 
m e r i t were examined, i n c l u d i n g n e t s i g n a l , s i g n a l t o background 
and s i g n a l t o n o i s e r a t i o . 
The e f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on n e t s i g n a l a t 
sodium t e t r a h y d r o b o r a t e c o n c e n t r a t i o n s r a n g i n g from 1.0 to 2.5 
m/V i n 0.1 mol 1"^  sodium hydroxide s o l u t i o n i s shown i n F i g u r e 
5.28. The v a r i a t i o n i n a c i d c o n c e n t r a t i o n has l i t t l e e f f e c t on 
the n e t s i g n a l and an optimum f o r a l l r e d u c t a n t c o n c e n t r a t i o n s 
o c c u r r e d a t 5 mol 1"'. Lower r e d u c t a n t c o n c e n t r a t i o n s were 
20A 
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F i g u r e 5.27 - E f f e c t of boost c u r r e n t on s i g n a l t o background 






20 25 30 
Boost Current / mA 
205 
accompanied by i n c r e a s i n g net s i g n a l . When t h e c r i t e r i a of m e r i t 
i s s i g n a l t o background r a t i o , a d i f f e r e n t optimum i s obtained. 
F i g u r e 5 . 2 9 . T h i s can be e x p l a i n e d i n terms of t h e s i z e of flame 
( s e e s e c t i o n 5 . 4 . 1 0 ) , s i n c e a t low r e a g e n t c o n c e n t r a t i o n s the 
flame w i l l be s m a l l and the background e m i s s i o n low. At h i g h e r 
reagent c o n c e n t r a t i o n s the flame was l a r g e r and t h e r e f o r e the 
s i g n a l t o n o i s e background was l e s s . The e f f e c t of a c i d 
c o n c e n t r a t i o n on s i g n a l to background r a t i o i s minimal above 2 
mol 1'^, F i g u r e 5 . 3 0 shows the e f f e c t of a c i d c o n c e n t r a t i o n on 
s i g n a l t o n o i s e r a t i o . The optimum sodium t e t r a h y d r o b o r a t e 
c o n c e n t r a t i o n i s c l e a r l y 1.5% m/V and i t would a l s o seem t h a t 
h i g h e r a c i d c o n c e n t r a t i o n s a r e p r e f e r r e d -
With c o n s i d e r a t i o n s to the data o b t a i n e d f o r a l l t h r e e c r i t e r i a 
of m e r i t examined, the optimum c o n c e n t r a t i o n s were 1.5% m/V 
sodium t e t r a h y d r o b o r a t e and 5 mol 1"^  h y d r o c h l o r i c a c i d 
c o n c e n t r a t i o n . However, the c o n c e n t r a t i o n of a c i d was l e s s 
c r i t i c a l f o r s e n s i t i v i t y , but h i g h c o n c e n t r a t i o n s a r e r e q u i r e d 
i n o r d e r t o reduce t r a n s i t i o n m e t a l i n t e r f e r e n c e s ( 7 1 - 7 4 ) . 
5 . 5 . 4 . A n a l y t i c a l Performance of t h e F i l t e r System f o r Selenium 
The a n a l y t i c a l performance of the d e t e c t o r was i n f l u e n c e d by 
numerous f a c t o r s and t h e s e have been o u t l i n e d f o r a r s e n i c i n the 
p r e v i o u s s e c t i o n s . The two main f a c t o r s which a f f e c t the 
s e n s i t i v i t y of the system f o r a r s e n i c a r e the t r a n s m i s s i o n 
c h a r a c t e r i s t i c s of the f i l t e r and t h e r e l a t i v e l y h i g h background 
e q u i v a l e n t c o n c e n t r a t i o n s . The i n s t r u m e n t a l s e t up i s , i n f a c t 
more s u i t a b l e f o r selenium, s i n c e the main s e l e n i u m resonance 
l i n e s o c c u r a t wavelengths of 1 9 6 . 0 9 , 2 0 3 . 9 9 and 2 0 6 . 2 8 nm which 
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F i g u r e 5.28 E f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on n e t 
s i g n a l f o r s e l e n i u m a t v a r i o u s r e d u c t a n t 
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F i g u r e 5.29 E f f e c t of h y d r o c h l o r i c a c i d c o n c e n t r a t i o n on 
s i g n a l t o background r a t i o f o r s e l e n i u m a t 
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a r e more f a v o u r a b l e i n terms of t r a n s m i s s i o n of the f i l t e r . 
Furthermore, r e a g e n t s can be ob t a i n e d w i t h l e s s s e l e n i u m than 
a r s e n i c c o n t a m i n a t i o n . 
The background e q u i v a l e n t c o n c e n t r a t i o n s f o r t h e v a r i o u s 
background components a r e given i n T a b l e 5,7 f o r s e l e n i u m . 
T a b l e 5.7 Background e q u i v a l e n t c o n c e n t r a t i o n s of t h e components 
which c o n s t i t u t e the t o t a l background r a d i a t i o n f o r 
sele n i u m . 
BACKGROUND COMPONENT BACKGROUND EQUIVALENT CONCENTRATION 
Ambient L i g h t 0.04 
Flame E m i s s i o n 0.39 
S c a t t e r o f f Atom C e l l 0.53 
F l u o r e s c e n c e from r e a g e n t s 0.22 
T o t a l Background 1.18 
In comparison t o a r s e n i c the t o t a l background e q u i v a l e n t 
c o n c e n t r a t i o n was c o n s i d e r a b l y lower and t h i s , along w i t h the 
more f a v o u r a b l e t r a n s m i s s i o n c h a r a c t e r i s t i c s of the f i l t e r 
r e s u l t e d i n a lower l i m i t of d e t e c t i o n f o r s e l e n i u m (50 ng 1"^). 
The upper l i m i t of the l i n e a r c a l i b r a t i o n range was 100 \ig 1"* 
and t h e r e f o r e the l i n e a r c a l i b r a t i o n range was a p p r o x i m a t e l y 
t h r e e o r d e r s of magnitude. A t y p i c a l c a l i b r a t i o n c u r v e from 0 
to 1 ng 1*^  i s shown i n F i g u r e 5.31. F i g u r e 5.32 shows a t y p i c a l 
response f o r a 0.4 ng 1"^  selenium s o l u t i o n . 
The p r e c i s i o n of the technique f o r s e l e n i u m has been examined and 
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F i g u r e 5.31 - T y p i c a l - c a l i b r a t i o n c u r v e f o r s e l e n i u m u s i n g t h e 
f i l t e r measurement system 
3i using protbti^pe' i F i t 
Slope=lB6.B344B Tet'fi2=8 
Std Cone Output F i t 
a.4BB 43.B4 B.B23 
l.BBB 1B4.1 -B.8B 
B.2BB 19.44 -B.8B 
B.B8B '1.9S -B.BB 
: Least Squares S t r a i y h t bine 
BBBBB Tern3=B.BBBBa Ho Res Lope 
Z.7x 
L i n e a r Corr CoefF=B 
V [ntercept= -1.1 
Co»M:en(;ratioT» ppb 
3 4 5 7 8 
Printed f r o n Touchstone 31 tlay 90 
F i g u r e 5.32 T y p i c a l response f o r 0.4 ^lg 1"^  s e l e n i u m s o l u t i o n 
u s i n g the f i l t e r measurement system 


















Time / Seconds 
P r i n t e d Frun Touchstone 31 Hay 9B. 
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t h e r e l a t i v e s t a n d a r d d e v i a t i o n s a t v a r i o u s c o n c e n t r a t i o n s a r e 
shown i n T a b l e 5.8. These were o b t a i n e d by t a k i n g e i g h t 
c o n s e c u t i v e r e a d i n g s d u r i n g the a n a l y s i s p e r i o d of t h e h y d r i d e 
g e n e r a t i o n c y c l e . 
T a b l e 5.8 P r e c i s i o n of the f i l t e r measurement system f o r 
sel e n i i u n 
C o n c e n t r a t i o n Output R e l a t i v e S t a n d a r d 
(ng 1"^) (Peak Height) D e v i a t i o n % (n=8)*''* 
0.2 19.44 5.9 
0.4 43.84 0.5 
1.0 104.10 2.7 
(a) where n = number of measurements 
To a s s e s s the a c c u r a c y of the t e c h n i q u e a s i m u l a t e d c e r t i f i e d 
water r e f e r e n c e m a t e r i a l (IAEA/W-4) was a n a l y s e d f o r s e l e n i u m a t 
v a r i o u s d i l u t i o n s . P r i o r t o a n a l y s i s , s e l e n i u m ( V I ) was reduced 
to selenium ( I V ) by warming the sample i n 4 mol 1"^  h y d r o c h l o r i c 
a c i d f o r a p p r o x i m a t e l y 20 minutes. The c e r t i f i e d v a l u e and the 
r e s u l t s o b t a i n e d u s i n g v a r i o u s d i l u t i o n s a r e shown i n T a b l e 5.9. 
T a b l e 5.9 Determination of selenium i n c e r t i f i e d r e f e r e n c e water 
m a t e r i a l (IAEA/W-4) 
C e r t i f i e d V a l u e Volume D i l u t i o n V a l u e O b t a i n e d 
(ng 1-M 
10.0 + 0.5 10 10.0 + 0.4 
10.0 + 0.5 20 10.4 + 0.7 
10.0 + 0.5 50 10,3 + 0.7 
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5.6.1. Summary 
An atomic f l u o r e s c e n c e s p e c t r o m e t e r has been developed f o r t h e 
hydri d e forming elements. I n i t i a l s t u d i e s i n v o l v e d t h e use of 
a modified atomic a b s o r p t i o n / e m i s s i o n s p e c t r o m e t e r a s a 
monochromator measurement system f o r t h e d e t e r m i n a t i o n of 
a r s e n i c . E x c i t a t i o n was a c h i e v e d u s i n g a boosted d i s c h a r g e 
hollow cathode lamp (BDHCL), Compared t o o t h e r e x c i t a t i o n 
s o u r c e s a v a i l a b l e ( e . g . microwave e x c i t e d e l e c t r o d e l e s s d i s c h a r g e 
lamps, E D L s ) , t h e BDHCL i s of low i n t e n s i t y , however they a r e 
commercially a v a i l a b l e and p o s s e s s b e t t e r long and s h o r t term 
s t a b i l i t y . 
Flame and non-flame atom c e l l s have been i n v e s t i g a t e d . The 
former being p r e f e r r e d s i n c e no f l u o r e s c e n c e e m i s s i o n was 
obta i n e d u s i n g t h e non-flame atom c e l l , p robably because t h e 
r e q u i r e d temperature f o r a t o m i s a t i o n was not a c h i e v e d . T h i s 
suggested t h a t t h e a t o m i s a t i o n mechanism probably i n v o l v e s 
c o l l i s i o n s w i t h f r e e r a d i c a l s (H», 0» and OH*) w i t h i n the flame. 
Furthermore, t h e r e was evidence t h a t i n t h e absence of t h e s e 
r a d i c a l s , f r e e atoms may condense t o form poly a t o m i c s p e c i e s such 
as AS2, AS4 and S e j . The most p o p u l a r atom c e l l f o r h y d r i d e 
g e n e r a t i o n atomic f l u o r e s c e n c e s p e c t r o m e t r y i s the argon-hydrogen 
d i f f u s i o n flcune, and t h i s i s because i t p o s s e s s e s low quenching, 
a b s o r p t i o n and background e m i s s i o n c h a r a c t e r i s t i c s . However, t h e 
use of an argon-hydrogen flame n o r m a l l y r e q u i r e s an e x t e r n a l 
supply of hydrogen from a c y l i n d e r , t h e use of which i s 
u n d e s i r a b l e because of s a f e t y r e g u l a t i o n s i n a n a l y t i c a l 
l a b o r a t o r i e s . The atom c e l l d e s i g n f o r t h i s system t h e r e f o r e 
used c h e m i c a l g e n e r a t i o n of the hydrogen c o n t i n u o u s l y from t h e 
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r e a g e n t s (NaBH^ + HCl) to support a m i n i hydrogen d i f f u s i o n flame 
m a i n t a i n e d on a g l a s s tube. T h i s proved t o be a h i g h l y e f f e c t i v e 
means of a t o m i s a t i o n and s e n s i t i v i t y improvements were observed 
f o r s m a l l e r tube d i a m e t e r s . 
D i s p e r s i v e measurement systems u s i n g a monochromator a r e 
g e n e r a l l y l e s s s e n s i t i v e than n o n - d i s p e r s i v e systems because of 
t h e i r low l i g h t g a t h e r i n g c a p a b i l i t i e s and i n a b i l i t y to d e t e c t 
f l u o r e s c e n c e from more than one wavelength. They a l s o r e q u i r e 
t h e use of an atomic a b s o r p t i o n s p e c t r o m e t e r , which j u s t adds to 
the c o m p l e x i t y and c o s t of the i n s t r u m e n t a t i o n . With t h e s e 
c o n s i d e r a t i o n s i n mind, an atomic f l u o r e s c e n c e system was 
developed which u t i l i s e d an i n t e r f e r e n c e f i l t e r i n s t e a d of 
monochromator and a s o l a r - b l i n d p h o t o m u l t i p l i e r tube because of 
i t s r a d i a n t s e n s i t i v i t y i n the f a r u l t r a - v i o l e t wavelength 
r e g i o n . 
V a r i o u s o p t i c a l c o n f i g u r a t i o n s were examined. The i n t r o d u c t i o n 
of a c o l l e c t i o n l e n s between t h e atom c e l l and d e t e c t o r improved 
s e n s i t i v i t y by a f a c t o r of f o u r . O p t i c a l c o n f i g u r a t i o n s 
i n v o l v i n g m i r r o r s were not i n v e s t i g a t e d , s i n c e t h e p h i l o s o p h y was 
to keep the i n s t r u m e n t a s s i m p l e as p o s s i b l e . Wavelength 
i s o l a t i o n was a c h i e v e d u s i n g a 200 nm +. 10 nm h a l f width 
i n t e r f e r e n c e f i l t e r . T h i s has two f u n c t i o n s , f i r s t l y to reduce 
background from the flame and s e c o n d l y t o a l l o w t r a n s m i s s i o n a t 
t h e a p p r o p r i a t e f l u o r e s c e n c e wavelengths. Although r e a s o n a b l y 
e f f e c t i v e i n r e d u c i n g flame background e m i s s i o n , the f i l t e r 
examined had low t r a n s m i s s i o n c h a r a c t e r i s t i c s a t t h e r e q u i r e d 
f l u o r e s c e n c e wavelengths. 
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The d e t e c t o r may be u t i l i s e d f o r o t h e r h y d r i d e forming elements 
( e . g . As, Se, Te, Sb and B i e t c . ) t h e o n l y r e q u i r e m e n t being t o 
r e p l a c e the BDHCL. Other elements may r e q u i r e a d i f f e r e n t 
i n t e r f e r e n c e f i l t e r depending on t h e i r f l u o r e s c e n c e spectrum. 
The c h e m i s t r y of the h y d r i d e g e n e r a t i o n must a l s o be c o n s i d e r e d . 
The s e n s i t i v i t y of the d e t e c t o r f o r a r s e n i c and s e l e n i u m i s 
e x c e l l e n t w i t h (3a) l i m i t s of d e t e c t i o n of 0.10 pig 1"* and 
0.05 \xg 1"^  r e s p e c t i v e l y . The a c c u r a c y and p r e c i s i o n of the 
t e c h n i q u e has been examined f o r c e r t i f i e d r e f e r e n c e water 
m a t e r i a l s and good agreement was o b t a i n e d w i t h t h e c e r t i f i e d 
v a l u e s . The system was t o t a l l y automated i n terms of o p e r a t i o n 
and d a t a c o l l e c t i o n when the d i f f e r e n t u n i t s were connected to 
an IBM AT compatible computer through a DIO c a r d . The system was 
c o n t r o l l e d u s i n g c o m m e r c i a l l y a v a i l a b l e s o f t w a r e (Touchstone 
Software, P S A n a l y t i c a l L t d , Sevenoaks, Kent, UK). 
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CHAPTER 6 
CONCLUSIONS AND FUTURE WORKS 
6.1. CONCLUSIONS 
The demand f o r l a r g e r numbers of c h e m i c a l measurements w i t h 
g r e a t e r speed, s e n s i t i v i t y and lower c o s t t h a n p r e v i o u s l y , has 
l e d i n r e c e n t y e a r s t o the d e s i g n of a wide v a r i e t y of automated 
a n a l y t i c a l equipment. With e v e r i n c r e a s i n g l e g i s l a t i v e demands 
t h i s equipment i s o f t e n designed f o r d e t e r m i n i n g elements w i t h 
high t o x i c i t y , such a s mercury and a r s e n i c . Novel automated 
approaches a r e d e s c r i b e d i n t h i s t h e s i s f o r the c o l d vapour/ 
h y d r i d e g e n e r a t i o n t e c h n i q u e . 
V a r i o u s g a s - l i q u i d phase s e p a r a t i o n d e v i c e s were i n v e s t i g a t e d and 
c r i t i c a l l y compared f o r continuous f l o w h y d r i d e g e n e r a t i o n . 
These i n c l u d e d a c o n v e n t i o n a l g l a s s 'U' tube s e p a r a t o r (GGLS), 
a s i l i c o n e rubber t u b u l a r meit±»rane s e p a r a t o r (TMGLS), and a 
p o l y t e t r a f l u o r o e t h y l e n e membrane s e p a r a t o r (MGLS). 
I n terms of a n a l y t i c a l performance ( i . e . l i m i t of d e t e c t i o n , 
dynamic range, p r e c i s i o n and a c c u r a c y ) , t h e s e p a r a t o r s were a l l 
s i m i l a r , however, i n c e r t a i n a p p l i c a t i o n s , membrane g a s - l i q u i d 
s e p a r a t i o n was advantageous. The main d i s a d v a n t a g e of the 
c o n v e n t i o n a l s e p a r a t o r was t h a t the gaseous products were 
accompanied by a f i n e a e r o s o l contaminated w i t h h y d r i d e 
g e n e r a t i o n by-products and sample m a t r i x . T h i s i s p a r t i c u l a r l y 
p r o b l e m a t i c f o r the d e t e r m i n a t i o n of a r s e n i c and se l e n i u m u s i n g 
h y d r i d e g e n e r a t i o n - ICP-MS. Here the a e r o s o l contaminated w i t h 
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sodium c h l o r i d e i s d e l i v e r e d t o the plasma d i s c h a r g e where 
formation of argon c h l o r i d e may o c c u r . T h i s has a mass : charge 
r a t i o of 7 5 u- which .coincides w i t h monoisotopic a r s e n i c and 
t h e r e f o r e s e v e r e l y l i m i t s i t s d e t e r m i n a t i o n . V a r i o u s methods t o 
overcome t h i s i s o b a r i c - i n t e r f e r e n c e may been employed, such a s 
mathematical c o r r e c t i o n ( 1 0 9 ) , the use of h e l i u m plasmas ( 4 2 ) , 
chromatographic s e p a r a t i o n of a r s e n i c from c h l o r i d e ( 1 1 0 ) , h i g h e r 
r e s o l u t i o n ICP-MS (111)" and the a d d i t i o n of a m o l e c u l a r gas such 
as n i t r o g e n (93) t o the plasma. Although s e n s i t i v e t h e s e methods 
do not o f f e r the a d d i t i o n a l s e n s i t i v i t y and m a t r i x i s o l a t i o n 
which i s o b t a i n a b l e u s i n g h y d r i d e g e n e r a t i o n . The use of h y d r i d e 
g e n e r a t i o n however,was p r e v i o u s l y l i m i t e d due t o t h e s p e c t r a l 
o v e r l a p of "As and "Se* w i t h ^^Ar ^^Cl s p e c i e s . N i t r i c a c i d may 
be used to generate t h e gaseous hyd r i d e ( 5 5 ) , but i n t e r f e r e n c e 
may s t i l l o c c u r i f samples c o n t a i n s u b s t a n t i a l amounts of 
c h l o r i d e . Furthermore, m o i s t u r e c a r r y - o v e r may cause plasma 
i n s t a b i l i t y . Membrane g a s - l i q u i d s e p a r a t i o n e f f e c t i v e l y 
overcomes t h i s problem, s i n c e the membrane o n l y a l l o w s t h e 
passage of gaseous p r o d u c t s and t h e r e f o r e i n h i b i t s t h e t r a n s p o r t 
of c h l o r i d e i o n s to the plasma. T h i s approach a l l o w s t h e 
d e t e r m i n a t i o n of a r s e n i c and selenium i n s e a w a t e r samples which 
p r e v i o u s l y would not have been p o s s i b l e because of the l a c k of 
s e n s i t i v i t y and a s s o c i a t e d i s o b a r i c i n t e r f e r e n c e s . 
Mercury was determined u s i n g an element s p e c i f i c atomic 
f l u o r e s c e n c e s p e c t r o m e t e r . Automated c o n t i n u o u s f l o w and f l o w 
i n j e c t i o n approaches were adopted f o r v a r i o u s a p p l i c a t i o n s , t h e 
continuous flow approach was the most s e n s i t i v e w i t h a l i m i t of 
d e t e c t i o n (3a) of 3 ng 1'^  and l i n e a r i t y t o 0.1 mg 1"^ Samples 
w i t h c o n c e n t r a t i o n s above t h i s v a l u e were s u b j e c t to s e l f -
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a b s o r p t i o n which c a u s e s the c a l i b r a t i o n t o d e v i a t e towards t he 
c o n c e n t r a t i o n a x i s . More i m p o r t a n t l y , samples w i t h h i g h mercury 
l e v e l s cause e x c e s s i v e c a r r y - o v e r between samples which i n h i b i t s 
the automation p r o c e s s . The flow i n j e c t i o n approach was found 
to i n c r e a s e t h e upper c o n c e n t r a t i o n l i m i t of t h e l i n e a r range to 
10 mg 1"^. Furthermore, the c a r r y - o v e r between samples w i t h h i g h 
l e v e l s was minimised. Although i t i s a p p r e c i a t e d t h a t t h e r e i s 
not much c a l l f o r t e c h n i q u e s which reduce s e n s i t i v i t y , i n c e r t a i n 
a p p l i c a t i o n s i t may be b e n e f i c i a l . F o r example, o n - l i n e 
monitoring of samples from the c h l o r - a l k a l i i n d u s t r y . One 
f u r t h e r advantage of the flow i n j e c t i o n approach i s the r e d u c t i o n 
of m a t r i x i n t e r f e r e n c e s . The tec h n i q u e was s u c c e s s f u l l y a p p l i e d 
to the a n a l y s i s of z i n c b a t t e r y anodes and c o n c e n t r a t e d s u l p h u r i c 
a c i d . 
The problems a s s o c i a t e d w i t h moisture c a r r y - o v e r d u r i n g mercury 
d e t e r m i n a t i o n s u s i n g the c o l d vapour t e c h n i q u e a r e w e l l 
documented and i n c l u d e g r a d u a l l o s s i n s e n s i t i v i t y and long term 
i n s t a b i l i t y . P r e v i o u s l y methods of m o i s t u r e removal u t i l i s e d 
c h e m i cal and p h y s i c a l moisture t r a p s . These a r e e f f e c t i v e but 
e v e n t u a l l y become s a t u r a t e d and may g i v e r i s e t o contamination 
and l o s s e s . A n o v e l h y g r o s c o p i c Nafion membrane d r y e r tube was 
found to be an e f f e c t i v e way to remove m o i s t u r e from wet gaseous 
streams, a l l o w i n g p r e c i s e measurements f o r p e r i o d s exceeding 
t h r e e hours. Furthermore, the removal of m o i s t u r e i n c r e a s e d t h e 
net s i g n a l by appr o x i m a t e l y 60% due t o a r e d u c t i o n i n quenching 
and/or the d i s s o l u t i o n of mercury vapour i n the m o i s t u r e . 
An element s p e c i f i c atomic f l u o r e s c e n c e s p e c t r o m e t e r coupled to 
continuous flow h y d r i d e g e n e r a t i o n was developed. E x c i t a t i o n was 
217 
a c h i e v e d u s i n g a Boosted d i s c h a r g e h o l l o w cathode lamp (BBHCL). 
Although not as i n t e n s e a s o t h e r s o u r c e s , such a s microwave 
e l e c t r o d e l e s s d i s c h a r g e lamps, t h e BDHCL i s c o m m e r c i a l l y 
a v a i l a b l e and p o s s e s s e s b e t t e r long and s h o r t term s t a b i l i t y . 
Flame and non-flame atom c e l l s were i n v e s t i g a t e d , the former 
being p r e f e r r e d , s i n c e no f l u o r e s c e n c e e m i s s i o n was o b t a i n e d 
u s i n g the non-flame atom c e l l . T h i s was a t t r i b u t e d t o f a i l u r e 
to r e a c h the r e q u i r e d temperature f o r a t o m i s a t i o n . I t would 
appear t h a t t h e a t o m i s a t i o n mechanism i n flame atom c e l l s 
i n v o l v e s c o l l i s i o n s w i t h f r e e r a d i c a l s (H», 0» and 0H«). 
Furthermore t h e r e i s ev i d e n c e t h a t i n t h e absence of t h e s e 
r a d i c a l s , f r e e atoms may condense t o form polyatomic s p e c i e s such 
as A S 2 , As^ and Se^ ( 8 4 - 8 8 ) . The atom c e l l i n t h i s system was 
unique, s i n c e the f u e l gas, hydrogen was c o n t i n u o u s l y generated 
by the h y d r i d e g e n e r a t i o n r e a c t i o n . Other workers (58,67) have 
u t i l i s e d a s i m i l a r procedure, u s i n g the b a t c h h y d r i d e t e c h n i q u e , 
however, w i t h t h i s system the flame o n l y i g n i t e s f o r s e v e r a l 
seconds, t h e r e b y g i v i n g e r r a t i c b a s e l i n e . The advantage of the 
hydrid e d i f f u s i o n flame i n t h i s work was t h a t no e x t e r n a l s u p p l y 
of hydrogen was r e q u i r e d , which has advantages of convenience and 
s a f e t y . 
D i s p e r s i v e and n o n - d i s p e r s i v e measurement systems were 
i n v e s t i g a t e d and t h e i r r e l a t i v e advantages and d i s a d v a n t a g e s 
d i s c u s s e d . The n o n - d i s p e r s i v e system i n t h i s work was found to 
s u f f e r from hig h background from flame e m i s s i o n and t h e r e f o r e an 
i n t e r f e r e n c e f i l t e r was i n t r o d u c e d between t h e atom c e l l and the 
s o l a r - b l i n d p h o t o m u l t i p l i e r tube. The d e t e c t o r may be u t i l i s e d 
f o r a v a r i e t y of hydr i d e forming elements, t h e o n l y requirement 
being to r e p l a c e the BDHCL. Other elements may r e q u i r e a 
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d i f f e r e n t f i l t e r , depending on t h e i r f l u o r e s c e n c e spectrum. The 
c h e m i s t r y of the h y d r i d e g e n e r a t i o n must a l s o be c o n s i d e r e d . The 
system developed has s e v e r a l advantages over the c o r r e s p o n d i n g 
atomic a b s o r p t i o n technique. S e n s i t i v i t y was improved by a 
f a c t o r of f i v e w i t h d e t e c t i o n l i m i t s ( 3 a ) of 0.10 \xg 1"^  and 
0.05 pig 1"^  f o r a r s e n i c and s e l e n i u m r e s p e c t i v e l y . The l i n e a r 
c a l i b r a t i o n range was a l s o i n c r e a s e d by a f a c t o r of two. Most 
l a b o r a t o r i e s today d e d i c a t e an atomic a b s o r p t i o n s p e c t r o m e t e r f o r 
h y d r i d e g e n e r a t i o n . T h i s arrangement however, does not a l l o w t h e 
l a b o r a t o r y t o use i t s r e s o u r c e s t o f u l l p o t e n t i a l s i n c e t h i s 
i n s t r u m e n t can be used f o r o t h e r a p p l i c a t i o n s . The element 
s p e c i f i c d e t e c t o r on the o t h e r hand, i s more economical and 
e f f i c i e n t . 
6.1.1. F u t u r e Works 
C h a l l e n g i n g f u t u r e work s t i l l e x i s t s i n membrane g a s - l i q u i d 
s e p a r a t i o n . As y e t o n l y one dimension and type of membrane has 
been i n v e s t i g a t e d f o r each s e p a r a t o r , parameters which 
undoubtedly a f f e c t the s e p a r a t i o n p r o c e s s . F u t u r e work c o u l d 
t h e r e f o r e i n v o l v e the i n v e s t i g a t i o n of pore s i z e , p o r o s i t y , 
t h i c k n e s s and membrane m a t e r i a l . The p h y s i c a l p r o p e r t i e s of 
o t h e r f l u o r o p o l y m e r s such as e t h y l e n e t e t r a f l u o r o e t h y l e n e (EFTE) 
and e t h y l e n e c h l o r o t r i f l u o r o e t h y l e n e ( E C T F E ) , suggest t h a t t h e y 
may be s u i t a b l e f o r g a s - l i q u i d phase s e p a r a t i o n . 
A d i s a d v a n t a g e of the h y d r i d e g e n e r a t i o n t e c h n i q u e i s t h a t i t may 
s u f f e r c h e m i c a l i n t e r f e r e n c e from some t r a n s i t i o n metal elements, 
e s p e c i a l l y N i , Co, Cu and Fe, Although the i n t e r f e r e n c e 
mechanism i s not f u l l y understood and i s d i f f e r e n t f o r each 
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element, i t i s g e n e r a l l y b e l i e v e d t h a t t h e i n t e r f e r e n c e i s c a u s e d 
by p r e f e r e n t i a l r e d u c t i o n of the metal i o n to a lower o x i d a t i o n 
s t a t e o r to the m e t a l . .This r e s u l t s i n the formation of a f i n e l y 
d i s p e r s e d p r e c i p i t a t e which c a p t u r e s and decomposes t h e h y d r i d e 
formed i n a secondary r e a c t i o n , t h e r e b y c a u s i n g a s u p p r e s s i o n i n 
s i g n a l . F u t u r e work c o u l d examine the e f f e c t s of i n t e r f e r e n c e 
u s i n g d i f f e r e n t s e p a r a t i o n s . The advantage here b e i n g the f a s t 
response of the MGLS, which s h o u l d remove the gaseous h y d r i d e s 
b e f o r e c a p t u r e and decomposition can tak e p l a c e , t h e r e b y 
m i n i m i s i n g i n t e r f e r e n c e s ( 3 6 ) . 
An automated p r e c o n c e n t r a t i o n system which u t i l i s e s a g o l d 
impregnated sand t r a p f o r the c o l l e c t i o n of mercury i n gases has 
been r e p o r t e d . F u t u r e work i n t h i s r e s e a r c h a r e a c o u l d 
c o n c e n t r a t e on the sample c o l l e c t i o n p r o c e d u r e s . Samples of 
a i r b o r n e mercury can be c o l l e c t e d on s i t e i f d e s i r e d u s i n g a 
simple a i r pump l i n k e d t o a gold sand t r a p . T h i s can be ta k e n 
back t o the l a b o r a t o r y and a n a l y s e d o r a l t e r n a t i v e l y the 
instrument can be s e t up on s i t e . The te c h n i q u e i s o n l y a s good 
as the sampling procedure and t h e r e f o r e f u r t h e r i n v e s t i g a t i o n i n 
t h i s a r e a i s r e q u i r e d . 
Recent r e p o r t s (89,164) have d e s c r i b e d n o v e l c h e m i s t r i e s f o r 
vapour g e n e r a t i o n f o r sample i n t r o d u c t i o n f o r sample i n t r o d u c t i o n 
i n atomic spectrometry. Sodium t e t r a e t h y l b o r a t e r e a g e n t has been 
u t i l i s e d f o r t h e a l k y l a t i o n of cadmium (89) and l e a d ( 1 6 4 ) . The 
work so f a r has focused on the b a t c h approach,ujU.clv i s d i f f i c u l t 
to automate. I t i s t h e r e f o r e e n v i s a g e d t h a t automated c o n t i n u o u s 
flow procedures coupled to atomic f l u o r e s c e n c e s p e c t r o m e t r y would 
be advantageous. 
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